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Abstract 
The presence of irregular plaque surface morphology or ulceration of the 
atherosclerotic lesion has been identified as an independent risk factor for 
ischemic stroke.  Doppler ultrasound (DUS) is the most commonly performed 
non-invasive technique used to assess patients suspected of having carotid 
artery disease, but currently does not incorporate the diagnosis of plaque 
ulceration.  Advanced Doppler analyses incorporating quantitative estimates 
of flow disturbances may result in diagnostic indices that identify plaque 
ulcerative conditions.  
A technique for the fabrication of DUS-compatible flow phantoms was 
developed, using a direct-machining method that is amenable to 
comprehensive DUS investigations.  In vitro flow studies in an ensemble of 
matched-model vessel geometries determined that ulceration as small as 
2 mm can generate significant disturbances in the downstream flow field in a 
moderately stenosed carotid artery, which are detectable using the DUS 
velocity-derived parameter turbulence intensity (TI) measured with a clinical 
system.  Further experimental results showed that distal TI was significantly 
elevated (P < 0.001) due to proximal plaque ulceration in the mild and 
moderately stenosed carotid bifurcation (30%, 50%, 60% diameter reduction), 
and also increased with stenosis severity.  Pulsatile computational fluid 
dynamics (CFD) models, with simulated particle tracking, demonstrated 
enhanced flow disruption of the stenotic jet and slight elevations in 
path-dependent shear exposure parameters in a stenosed carotid bifurcation 
model with ulceration.  In addition, CFD models were used to evaluate the 
DUS index TI using finite volume sampling. 
Keywords: atherosclerosis, carotid artery, plaque ulceration, flow 
disturbances, Doppler ultrasound, computational fluid dynamics, flow models 
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Chapter 1 
Introduction 
1.1 Thromboembolic Stroke 
Stroke is a prevalent and severe medical condition that imposes an immense 
loss of health and heavy economic burden worldwide.  Globally, stroke is the 
second leading cause of death and the leading cause of long-term disability [1, 
2].  A 2010 report from the American Heart Association estimates that there 
are 2,400 new strokes per one million people each year [2].  The adverse 
effects are both extensive and long-lasting, as one third of new strokes result 
in death and most stroke survivors are afflicted by a neurological disability 
that requires rehabilitation or long-term care [3].  Moreover, once a stroke 
has occurred, the risk of stroke recurrence increases substantially [4, 5]. 
In Canada, more than 14,000 people die from stroke each year, and the 
cost to the Canadian economy is estimated at $2.7 billion per year.  
Cardiovascular diseases remain the leading cause of hospitalization and over 
one percent of the adult population live with the effects of stroke [6, 7]. 
 Strokes comprise a group of conditions that compromise cerebral blood 
flow causing persisting brain injury or neurologic deficit.  In the 1970s, the 
first computed tomography scans enabled the differentiation of the two main 
sub-categories of stroke – ischemic and hemorrhagic. 
By far, the most common form of stroke is due to ischemia – a 
restriction or shortage in cerebral blood supply – which accounts for 78% of 
strokes [8].  Ischemia is most often caused by a thrombus or clot that has 
embolized and travelled to the brain causing arterial occlusion of a narrow 
cerebral vessel [9, 10].  The thrombus typically originates from a proximal 
location in the body, such as the heart (cardiogenic embolism) or from 
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atherosclerotic plaque in a large proximal artery (artery-to-artery embolism), 
commonly the aorta or internal carotid artery (ICA).  Although a less 
frequent cause, occlusion can instead result from a local thrombus that forms 
within the cerebral arteries themselves [10]. 
In contrast to ischemic injury, hemorrhagic strokes – resulting from 
excessive cerebral bleeding due to rupture of the cerebral blood vessels – 
account for approximately 20% of all strokes [8].  Although both are acute 
events requiring rapid, time-dependent care, they are now known to have 
very different etiologies and have consequently led to very different schemes 
of diagnosis and treatment. 
1.1.1 Growing burden of stroke 
Based on comprehensive World Health Organization data, which contains 
information on the vast majority (72%) of the world’s population, the number 
of stroke deaths is expected to increase from 5.7 million in 2005 to 7.8 million 
in 2030, with mortality rates increasing from 89 to 98 per 100,000 over the 
same period (e.g. due to the aging population, poor diet, physical inactivity, 
and rising tobacco use).  The demand for rehabilitation and long-term care 
are also projected to rise substantially (by 24%) over the next twenty years 
[11]. 
Contrary to common conception, stroke is not a problem exclusive to 
developed, high-income countries; primary and secondary prevention and 
therapy have effectively mitigated the rates of stroke mortality in 
high-income countries over the last ten years, reducing the stroke death rates 
by 33% in the United States from 1996 to 2006 [2].  Despite this, the global 
burden of stroke is a growing issue due to the faster increase in stroke 
mortality in low- and middle-income countries, which already accounted for 
more than three quarters of stroke mortality in 2005 [11]. 
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 It is evident that the prevention and effective treatment of stroke 
patients is critical to address the burden imposed by stroke.  In particular, it 
is important to identify modifiable stroke risk factors and potential therapies, 
and to determine optimal strategies for patient case management.  
Additionally, low-cost and widely distributed diagnostic and treatment tools 
are necessary to combat the global burden of disease incurred by stroke, 
especially given the rising burden of stroke in low- and middle-income 
countries. 
1.2 Carotid Atherosclerosis 
Atherosclerosis – a degenerative, progressive disease characterized by the 
formation of atheroma or plaques composed of lipid accumulation, 
inflammatory cells and fibrous elements in the large arteries – is considered 
the “single most important contributor to [the] growing burden of 
cardiovascular disease” [12].  Although it is clear that the pathogenesis of 
atherosclerosis closely underlies ischemic stroke and myocardial infarction 
(ischemic symptoms), this relationship is complex, multifactoral, and still not 
completely understood. 
In the development of atherosclerosis, plasma cholesterol, particularly 
low-density lipoprotein, is thought to drive the development of disease, 
although serum-cholesterol levels alone are not predictive of clinically 
significant disease.  The atherogenic process is enhanced by other risk 
factors, including: hypertension, smoking, diabetes, male gender, and 
potentially, inflammatory biomarkers [13].  The clear overlap in risk factors 
of atherogenesis and ischemic stroke indicates a link between the disease and 
the disorder. 
 The presence of atherosclerotic lesions itself is widespread and 
frequently benign [14-16].  It is only when a lesion is complicated with 
thrombosis that it becomes hazardous and clinically significant – an event 
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that is frequently caused by plaque rupture or erosion.  Effective 
management of stroke patients therefore hinges on the specificity of 
diagnostic techniques to predict which atherosclerotic plaques are prone to 
thrombosis [17]. 
 Researchers have long noted with curiosity that although vascular risk 
factors, such as serum cholesterol and blood pressure, affect the body 
uniformly, the formation of atherosclerosis in the body is highly focal and 
non-uniform.  Glagov et al. [18] attributed this selective localization to 
geometrically susceptible blood vessels, noting that “the propensity for plaque 
formation at bifurcations, branchings, and curvatures has led to conjectures 
that local mechanical factors such as wall shear stress and mural tensile 
stress potentiate atherogenesis.”  Studies have since shown that vessel 
morphology and accompanying mechanical hemodynamic factors, such as 
shear stress patterns, play a key role in the site selectivity of atherosclerotic 
plaque development and, importantly, in subsequent plaque vulnerability. 
 A major site that is prone to atherosclerotic plaque formation is the 
carotid artery, a major artery leading to the brain that bifurcates from a 
common proximal vessel (common carotid artery (CCA)) into two distal 
branches (internal carotid artery (ICA) and external carotid artery (ECA)) 
(Fig. 1.1) [19].  Atherosclerotic lesions tend to form at the bifurcation, 
particularly at the origin of the internal carotid artery, which has a unique 
bulb or vessel expansion, called the carotid sinus [20].  This vessel divergence 
in the carotid sinus causes flow deceleration.  The resultant increase in the 
pressure gradient along the direction of flow can create flow separation along 
the wall of the internal carotid artery sinus, producing zones of recirculating 
flow and possible flow disturbances.  This generates low, oscillating wall 
shear stresses under pulsatile flow, which are conditions where 
atherosclerotic plaque tends to localize [20]. 
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 Atherosclerosis localized in the carotid arteries is not only prevalent, 
but also represents a significant risk for clinical cerebrovascular events.  The 
carotid artery is the most frequently involved site in large artery 
atherothrombotic stroke.  Carotid artery atherothrombosis is estimated to be 
responsible for 10 – 30% of all strokes [9, 21-23]. 
 
 
Figure 1.1: The carotid artery bifurcation in the neck, where the internal and 
the external carotid arteries branch from the common carotid artery at the 
apex of the bifurcation.† 
 
                                            
† From Henry Gray’s Anatomy of the Human Body [24]. 
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 Large multicentre randomized clinical trials, such as the North 
American Symptomatic Carotid Endarterectomy Trial (NASCET) and the 
European Carotid Surgery Trial (ECST), provided strong evidence for a 
causal relationship between carotid plaque and the risk of stroke on the same 
(ipsilateral) side.  Surgical removal of the carotid plaque by carotid 
endarterectomy (CEA), particularly in symptomatic patients, significantly 
reduced the risk of ipsilateral carotid territory symptoms.  These trials 
demonstrated that angiographic definition of the severity of vessel luminal 
narrowing, or stenosis, is correlated to stroke rate.  Specifically, severe 
carotid artery disease presents a 7 – 20% annual risk of stroke in 
symptomatic patients with recent ischemic events [25] and a lower 0.34 – 8% 
annual risk of stroke in asymptomatic patients [26-28]. 
1.3 Management of Carotid Plaque 
The prevention of acute stroke associated with carotid artery atherosclerosis 
focuses on the reduction of cardiovascular risk factors with medical 
management and selection for surgical intervention in specific patient 
subgroups.  However, due to intrinsic surgical risks, it is vital to determine 
which stroke patients would benefit from surgical therapy, versus medical 
treatment alone. 
 CEA involves the surgical removal of the carotid atherosclerotic plaque 
to reduce the associated risk of artery-to-artery thrombosis.  Largely due to 
NASCET and ECST results, CEA is the primary interventional treatment 
and gold standard of therapy for carotid artery stenosis.  The use of CEA is 
well-established, and is typically the preferred strategy for most patient 
groups in most centres [29].  More recently, carotid artery stenting (CAS) – 
an endovascular rather than traditional surgical approach – has emerged as 
an alternative procedure for treating carotid artery stenosis.  In CAS, a stent, 
or expandable metal-mesh device, is deployed at the site of carotid plaque to 
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revascularize the arterial stenosis, commonly in conjunction with a distal 
emboli-catching neuroprotection device.  The postoperative stroke rates are 
estimated to be 1.1% with CEA and 1.8% with CAS, although the rates are 
higher in some centres [29, 30]. 
 Medical treatment is used to decrease modifiable vascular risk factors, 
particularly hypertension and lipid disorders, such as hypercholesterolemia.  
Drug therapy commonly involves the prescription of aspirin as anti-platelet 
therapy, statins to lower lipid levels, and blood pressure reduction [31]. 
1.3.1 Selection for therapy 
Several features of carotid plaque have emerged as important stroke risk 
factors: stenosis severity, plaque composition or internal morphology, 
irregular surface morphology or ulceration, and, more recently, molecular 
inflammatory components [25, 32-34].  Management of risk factors in 
individual patients is complex.  Stroke risk prediction models, such as the 
Framingham Stroke Risk Profile [35], or simpler tables 
(e.g. www.stroke.ox.ac.uk) are tools utilized in clinical practice to estimate an 
individual patient’s risk of stroke based on multiple clinical prognostic 
variables [31].  These prediction tools are based on a number of multicentre 
randomized clinical trials. 
1.3.1.1 Symptomatic patients 
 The NASCET study was a large, multicentre, prospective controlled 
trial in which over 2000 patients with carotid artery stenosis and previous 
ischemic symptoms, were randomized to CEA or best medical treatment.  
This trial found a significant risk reduction in symptomatic patients with 
severe stenosis (> 70%) and moderate stenosis (50 – 69%) who were treated 
with CEA.  The two-year risk of ipsilateral stroke was reduced from 26% in 
patients treated medically to 9% in patients treated with CEA [36].  Patients 
with symptomatic moderate (50 – 69%) and mild (30 – 49%) stenosis also 
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showed benefit from CEA, but less than in the patient group with severe 
(70 – 99%) symptomatic stenosis.  A similar trial conducted in Europe 
(ECST), had almost identical findings once corrections were made for 
differences in measurement criteria [37]. 
 Analysis of pooled data from NASCET and ECST, emphasized that 
CEA was beneficial for patients with symptomatic stenosis above 50%, 
although the benefit was higher in patients with 70 – 99% stenosis [38]. 
1.3.1.2 Asymptomatic patients 
In contrast, a higher degree of arterial stenosis, while important for 
symptomatic carotid plaques, does not correlate strongly with surgical benefit 
for patients with asymptomatic plaques.  The Asymptomatic Carotid 
Atherosclerosis Study (ACAS) and Asymptomatic Carotid Surgery Trial 
(ACST) both determined that stenosis severity was not an adequate 
indication for CEA in asymptomatic patients [39, 40].  Factors associated 
with higher risk asymptomatic plaques are varied, but include heterogeneous 
plaque and angiographic plaque ulceration [41]. 
1.3.2 Selection of therapy: carotid endarterectomy and stenting 
Thus far, randomized controlled clinical trials comparing outcomes after 
carotid artery stenting versus carotid endarterectomy have produced 
contradictory evidence.  The safety and utility of carotid stenting versus CEA 
is an ongoing debate.  The Stent-Protected Angioplasty versus 
Endarterectomy (SPACE) trial was not able to show that stenting was 
inferior to CEA [42-44], while other trials demonstrated a significantly lower 
rate of stroke or death in patients undergoing CEA versus carotid stenting 
[45-47].  Limitations of these previous trials have been noted [44].  Primary 
results of the most recent randomized controlled trial comparing CEA versus 
carotid artery stenting, the Carotid Revascularization Endarterectomy vs. 
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Stenting Trial (CREST), showed no significant difference in overall outcomes 
between the two procedures [48, 49]. 
 Current recommendations are that CEA should remain the treatment 
of choice for patients who are suitable candidates for surgery.  However, 
select patient subgroups may benefit from carotid artery stenting, although 
the procedure should be performed under certain standards (e.g. with 
acceptable procedural risk and rapid intervention) [50]. 
1.3.3 Current diagnosis 
At present, interventional strategy is primarily selected by categorizing the 
severity of carotid artery disease, based on the conventional measure of 
atherosclerotic burden: the degree of vessel stenosis. 
 The degree of stenosis is defined as the percentage of luminal diameter 
reduction relative to a reference measure of luminal diameter.  The standard, 
widely adopted definition of degree of stenosis is the one used in the NASCET 
study: 
 Degree of stenosis = 100 × (1 – DICA,min / DICA,distal )  (1.1) 
where DICA,min is the minimum luminal diameter in the internal carotid 
artery, and DICA,distal is the luminal diameter in the internal carotid artery 
distal to the carotid bulb, where the walls are parallel and disease-free [51].   
 Lumen dimensions in NASCET were determined by X-ray digital 
subtraction angiography (DSA).  DSA remains the gold standard for defining 
carotid stenosis severity.  However, DSA is a costly invasive procedure that is 
associated with a significant rate of neurological complication (0.52 – 8.5%) 
[39, 52], negative contrast reactions and renal dysfunction due to the use of 
an iodinated contrast medium. 
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 Due to these drawbacks, non-invasive imaging techniques have largely 
supplanted DSA for evaluating the degree of carotid artery stenosis and the 
associated risk of carotid ipsilateral ischemic stroke [53].  Currently, duplex 
ultrasound is the primary, most frequently used method for the diagnosis of 
carotid artery disease to assess stroke patients [53].  Computed tomography 
angiography (CTA) or magnetic resonance angiography (MRA) is sometimes 
used to confirm the diagnosis prior to surgery or if DUS is inconclusive [54, 
55]. 
 In a Duplex ultrasound examination, Doppler ultrasound is used to 
measure increased velocities in the stenotic jet, using blood-flow velocity 
criteria, to estimate stenosis severity [56].  The peak systolic velocity in the 
ICA is used as the primary criteria for grading stenosis, where values of 
greater than 230 cm s-1, 125 – 230 cm s-1, and less than 125 cm s-1, indicate 
severe (≥ 70%), moderate (50 – 69%) and mild (< 50%) degrees of stenosis.  
Secondary parameters used in the assessment include the ICA/CCA systolic 
velocity ratio and ICA end-diastolic velocity [53, 56]. 
1.3.4 Limitations of current diagnosis 
Current carotid examinations have limited accuracy for predicting the risk of 
ischemic stroke in patients with carotid bifurcation stenosis.  In its current 
implementation, DUS provides only moderate sensitivity (89%) and 
specificity (84%) for the detection of stenoses appropriate for surgery [57].  
Firstly, Doppler ultrasound – utilizing peak systole velocity ratios as a 
surrogate measure of vessel narrowing – has suboptimal accuracy for 
estimating the degree of carotid stenosis.  It has been estimated that DUS 
may lead to misclassification in up to 28% of patients compared to the degree 
of stenosis on angiograms [58]. 
 Secondly, studies have recognized the limitation of degree of stenosis 
as a predictor of true plaque burden and stroke risk [59-61].  A risk 
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stratification model based on stenosis severity alone may fundamentally lead 
to significant numbers of unprevented strokes.  Furthermore, these studies 
indicate the importance of accounting for additional features of carotid 
atherosclerosis that contribute to higher risks of stroke.  In particular, plaque 
ulceration and plaque vulnerability have been identified as critical risk 
factors to select sub-populations at significant risk, who would benefit from 
surgical therapy [25]. 
 Although DUS measurements provide spectra of velocity data over the 
cardiac cycle, reflecting the range of blood-flow velocities captured in the 
sampling volume, current methods only extract a single spectral parameter, 
the maximum (peak) spectral velocity, at a limited number (one or two) of 
cardiac time points.  Therefore, current techniques may be underutilizing the 
information available in the measured Doppler ultrasound velocity spectrum.  
Advanced Doppler analyses – incorporating more sophisticated quantitative 
characterization of flow conditions – may improve the prediction of stroke 
risk. 
1.3.5 Considerations for carotid plaque ulcerations in diagnosis 
Both NASCET and ECST provide compelling evidence that the presence of 
plaque irregularity or ulceration on carotid angiography is a strong risk 
factor for ischemic stroke, independent of stenosis severity [62, 63].  
Ulcerations of carotid plaque are correlated with adherent surface thrombus, 
plaque hemorrhage, distal cerebral emboli, and general plaque instability [41, 
60, 64-66].  The identification of moderate plaque with ulceration is of 
particular importance, as these plaques may represent higher risk [34].  
There is a current need for a non-invasive, translatable diagnostic technique 
for the detection of carotid plaque ulcers, and improved understanding of the 
role of ulcerative plaques in the carotid artery. 
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1.4 Carotid Plaque Pathology 
The progression of atherosclerotic plaques is a slow process that involves 
intima-media alterations [12].  Initial stages involve the accumulation of 
neutrophils and smooth muscle cells in the intima layer, subsequent 
development of lipid-filled foam cells and appearance of fatty streaks in the 
intima, followed by the gradual formation of a thick, fibrous plaque.  Some 
plaques advance to become complicated plaques that are prone to rupture 
[60, 61]. 
 To explain how a chronic disease characterized by stable, 
asymptomatic plaques transitions to one with unstable plaques that trigger, 
often suddenly, the onset of acute cerebro-ischemic events, the idea of the 
“vulnerable plaque” was proposed [67-71].  Vulnerable plaques are lesions 
that are more susceptible to rupture.  These unstable plaques tend to be 
complicated and have certain morphological characteristics. 
1.4.1 Morphology and risk 
Plaque rupture can occur even in lesions that do not produce significant 
luminal narrowing or hemodynamic stenosis [72, 73].  Research currently 
focuses on: plaque composition (i.e. internal plaque morphology); surface 
irregularity of the carotid artery wall or ulcerations (i.e. plaque surface 
morphology); and direct plaque burden measurements (e.g. plaque area and 
volume, vessel wall volume, intima-media thickness). 
1.4.1.1 Internal plaque morphology 
 In terms of internal plaque morphology, several internal plaque 
characteristics have been linked to the vulnerable plaque hypothesis.  
Lesions that are more likely to trigger ischemic events have a large lipid-rich 
necrotic core, thin overlying fibrous cap, and the presence of intraplaque 
hemorrhage (due to rupture of intraplaque vasa vasorum) and elevated 
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inflammatory activity [61, 74, 75].  Recently, advances have been made in 
plaque imaging techniques, such as in magnetic resonance imaging (using 
soft tissue contrast) [76, 77] and ultrasound (based on heterogeneity in 
plaque echolucency) [53, 78, 79], to determine plaque composition and 
identify complicated plaques.  Future diagnostic tests may be able to 
ascertain the chemical makeup and inflammatory status of plaques, such as 
by magnetic resonance spectroscopy or biomarkers [80, 81].  These techniques 
are still in development and have not yet been incorporated into routine 
clinical practice. 
1.4.1.2 Plaque surface ulcerations 
 Plaque ulceration is a defect in the artery wall at the site of an 
atherosclerotic lesion, with loss of the endothelial cell layer and excavation 
into the plaque.  On diagnostic images, ulceration is defined as a protrusion 
into the arterial wall on angiograms, or into the plaque on sonograms.  
Typically, ulceration is defined as a surface recess with depth and length of at 
least 2 mm [62, 82, 83]. 
 Ulcerations tend to occur on the proximal shoulder of plaque, where 
there are higher shear stresses on the plaque surface [84-86].  In the carotid 
artery, ulceration is more likely to occur proximal to the site of maximal 
stenosis (69 – 72% proximal location) [87, 88]. 
 Ulcerations develop following plaque degeneration by rupture or 
erosion, typically at a site of high fluid mechanical shear stresses on an 
unstable lesion [89, 90].  Therefore, the presence of an ulcer cavity is thought 
to indicate that the atherosclerotic plaque has advanced to a complex, 
vulnerable lesion, which is prone to further fragmentation and disruption 
exposing thrombotic plaque contents. 
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 Lovett et al. [91] categorized ulcer shape in clinically observed carotid 
artery plaques as four types: a Type 1 ulcer with walls that are parallel or 
come to a point; a Type 2 mushroom-shaped ulcer; a Type 3 ulcer with a 
proximal neck and the ulcer cavity pointing distally; and a Type 4 ulcer with 
a neck that is distal and the cavity of the ulcer pointing proximally (Fig. 1.2).  
In this study, Type 1 and Type 3 ulcerations were observed more frequently 
(38% and 28% of detected ulcerations, respectively) than Type 2 and Type 4 
ulcerations (21% and 13%, respectively).  A subsequent study confirmed that 
Type 1 and Type 3 ulcers occur more frequently (48% and 27%, respectively) 
than Type 2 and Type 4 ulcerations (13% and 12%, respectively) [88], 
although the clinical significance of different ulcer types has yet to be 
established. 
 Carotid plaque surface ulcerations and irregularity are highly 
predictive of ischemic stroke [63, 92-94].  The NASCET study found that the 
presence of ulceration on carotid angiography signified a greater than 
two-fold increase in the risk of ischemic stroke [93].  Another large, 
prospective study (the Northern Manhattan Study) demonstrated a three-fold 
increase in stroke risk with plaque irregularity on B-mode ultrasonography.  
This elevation in risk held even for moderate grade (< 60%) stenoses [92].  
Several other prospective studies reaffirmed that carotid plaque ulcerations 
are a stroke risk factor [41, 94, 95].  Moreover, the association with increased 
risk vanished with CEA, indicating a causal relationship between ulceration 
and ischemic stroke.  Irregular plaque surface morphology is associated with 
increased stroke risk, independent of stenosis severity [63].  Analysis of 
ECST data showed that while stenosis severity is only an independent 
predictor of stroke within the first two years, plaque irregularity remains an 
independent predictor for longer [63].  Furthermore, there is substantive 
evidence that ulcerations in carotid plaques indicate plaque instability [41, 
60, 64-66], and are a significant source of thromboembolic events [96, 97]. 
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In addition, as carotid stenosis can be determined more accurately 
than carotid plaque surface morphology, the true risk associated with plaque 
ulcerations is likely to be even higher than indicated [63, 98]. 
 
 
Figure 1.2: Examples of four types of angiographic carotid plaque surface 
ulceration.† 
 
                                            
† From Lovett et al. (2004) Circulation 110:2190-2197 [91]. 
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1.5 Diagnostic Imaging of Carotid Plaque Surface 
Morphology 
Following NASCET and the recognition of stenosis severity as a significant 
diagnostic factor, much work has been done to develop imaging techniques to 
characterize the linear reduction in carotid artery lumen diameter, as an 
estimate of plaque burden.  Many of these techniques can be classified as 
“lumenographic” imaging techniques, in which lumen-vessel contrast is used 
to determine the anatomical geometry of the arterial lumen.  Lumenographic 
techniques currently implemented for carotid examinations include: X-ray 
digital subtraction angiography, computed tomography angiography, 
magnetic resonance angiography, and B-mode ultrasound. 
 Several of these techniques have also been evaluated for their ability to 
identify and characterize carotid plaque surface ulcerations, in addition to 
stenosis severity.  Current techniques have had less success in delineating 
plaque morphology than vessel stenosis, achieving only suboptimal 
preoperative diagnosis of ulcerative plaques. 
1.5.1 Angiography 
1.5.1.1 X-ray digital subtraction angiography (DSA) 
 Intra-arterial digital subtraction angiography is the standard of 
reference for evaluating stenosis severity in the carotid artery.  However, 
DSA assessment of carotid ulcerations has been less successful [98].   The 
sensitivity and specificity in NASCET for the detection of ulcerative plaques 
was only 46% and 74%, respectively, when compared to surgical specimens 
[62].  Additionally, accuracy varied with stenosis severity: sensitivity was 
77% for stenotic degrees less than or equal to 50%, but was only 48% for 
stenosis grades greater than 50% [99].  Poor diagnostic sensitivity of DSA to 
ulcerated plaques is due to its limited views of the vessel lumen [62].  
Conventional angiography is also associated with a high complication rate, 
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owing to its invasiveness and use of iodinated contrast, and is both time and 
cost intensive [100]. 
1.5.1.2 Computed tomography angiography (CTA) 
Computed tomography angiography can provide precise 
high-resolution delineation of the carotid artery lumen anatomy, and is 
minimally invasive compared to DSA.  However, the accuracy of CTA for 
assessing carotid plaque ulceration has mixed results.  Although CTA 
correlates well with DSA for carotid artery stenosis, it has been shown to 
correlate only moderately for the detection of plaque ulcerations [82].  
Single-slice spiral CT has had limited success defining ulcerative plaques, 
achieving a sensitivity of only 60%, specificity of 74%, and a moderate 
predictive value [82].  However, multi-detector CTA may provide some 
improvement over single-slice CT, which is limited by the thickness of the 
imaging slice (greater than 1 mm).  Multi-detector CTA has been shown to 
have high sensitivity and specificity (94% and 98.6%, respectively), when 
compared to surgical specimens [101].  As well, CTA provides good 
interobserver variability, and anatomical information that is largely 
independent of hemodynamic conditions [102].  However, CTA involves the 
use of iodinated contrast material and ionizing radiation, and is less reliable 
with calcified plaques [103].   
1.5.1.3 Magnetic resonance angiography (MRA) 
Alternatively, non-invasive magnetic resonance angiography does not 
involve ionizing radiation, and yet still offers relatively high spatial 
resolution and suppression of venous signal intensity [104].  Although earlier 
MRA techniques have suffered from restrictive limitations in evaluating 
stenosis severity and the detection of plaque irregularities, the use of 
black-blood techniques have provided a sensitivity and specificity of greater 
than 80% for larger ulcers, but a sensitivity of only 52% for small ulcers [105].  
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In addition, three-dimensional (3-D) gadolinium-enhanced magnetic 
resonance angiography may provide comparable accuracy to DSA [106].  
 The main limitations of MRA are: high cost and low availability; the 
lack of standardization between systems (e.g. scanner platform and coil 
design) and imaging sequence protocols; and contraindications in patients 
with pacemakers and other ferromagnetic devices. 
1.5.2 Ultrasound 
Ultrasound imaging is non-invasive, widely available, and relatively low cost.  
Conventional two-dimensional (2-D) ultrasound has been shown to have a 
high specificity (85 – 93%), but low sensitivity (17 – 38%) for detecting 
ulcerations in the carotid plaque [101, 107].  The diagnostic accuracy is 
dependent on stenosis severity, with a sensitivity of 77% for mild and 
moderate stenosis grades (≤ 50%), while only 41% for greater than 50% 
stenosis [99].  Accurate assessment is particularly difficult in the presence of 
calcifications due to acoustic shadowing artifacts.  Other shortcomings of 
current ultrasound methods are relatively large inter- and intra-observer 
discrepancies, and accordingly reduced reliability and reproducibility. 
 Contrast-enhanced ultrasound may improve definition of the vessel 
wall-lumen and plaque morphology [108].  Ultrasound echomorphology may 
provide added information in relation to internal plaque morphology [109].  
In addition, advances in 3-D ultrasound have the potential to improve plaque 
ulcer detection.  A recent study using 3-D ultrasound was able to detect 
carotid plaque ulceration more frequently than conventional 2-D ultrasound 
[110].  As well, automated and objective plaque morphological 
characterization approaches using 3-D ultrasound may facilitate the 
quantification of carotid lesion surface ulcerations in cross-sectional or 
longitudinal patient studies [111, 112]. 
 The utility of Doppler ultrasound for the detection of carotid plaque 
ulceration has not yet been evaluated.  We propose that Doppler ultrasound 
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may provide a non-invasive assessment of carotid plaque ulcerations based 
on hemodynamic information.  Such a diagnostic test would be particularly 
advantageous given that Doppler ultrasound is already routinely used for 
assessing carotid artery stenosis. 
1.6 Carotid Artery Hemodynamics 
In fluid-dynamic systems, the geometry of the flow vessel is a key 
determinant of its flow characteristics.  It has been well established that 
stenoses, bifurcations, and surface roughness are associated with flow 
disturbances and complex flow [113-115]. 
 The influence of vessel geometry on flow is exemplified in the arterial 
vasculature.  Even in the normal, healthy vasculature, vessel bends and 
bifurcations, as well as the pulsatile flow of the cardiac cycle, introduce 
secondary flows and oscillating shear stresses.  Atherosclerosis admits yet 
more complications, particularly where arterial disease is severe enough to 
cause a vessel stenosis [116].  Whereas flow in normal arteries is complex but 
typically laminar, stenoses are associated with shear layers, eddy formation, 
distal flow disturbances [117], and velocity fluctuations [118].  Tortuous, 
irregular vessel surfaces are likely to further contribute to flow disturbances 
[113, 114]. 
 By a confluence of geometric features, the stenosed carotid bifurcation 
is uniquely susceptible to complex and aberrant flow behaviour, particularly 
under physiological pulsatile flow conditions; these flow characteristics have 
been studied quite extensively [18, 19, 119-123].  At the stenosed carotid 
artery, flow first encounters an asymmetric bifurcating junction, then 
immediately goes through a stenotic flow constriction, followed downstream 
by a sudden expansion into the carotid bulb.  The bifurcation imposes a flow 
division that affects the boundary layers along both the inside and outside 
bends, which is dependent on the exact branch geometry.  Maintenance of 
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volumetric blood flow and conversion of energy in the vessel narrowing 
generates a high-velocity, low-pressure fluid jet in the throat of the stenosis.  
The post-stenotic divergence of the vessel wall in the carotid sinus is 
associated with a velocity drop and pressure rise, producing flow detachment 
in the expansion region downstream of the stenosis, and creating zones of 
recirculating or stagnant flow, with eddy formation.  Spatial and temporal 
flow deceleration can generate distal turbulence and flow disturbances.   As 
well, the shear layer between the high-velocity stenotic jet and the 
recirculation zone can produce vortices, or turbulent or transitional flow 
downstream.  These are conditions that favour thrombus formation [124]. 
 Vessel and plaque geometry – which determine the space through 
which blood flows – have a strong influence on the distal flow field.  Stenosis 
grade and vessel tortuosity play a major role [125, 126].  However, 
independent of the degree of stenosis, factors such as plaque geometry 
(eccentricity) and surface irregularity or ulceration may have a significant 
effect on the local flow field [127-129].  In particular, vessel and plaque 
surface contour are likely to determine whether post-stenotic turbulence or 
disturbed flow occur.  The hemodynamic effects of an ulcerated carotid artery 
lumen have been studied much less extensively. 
1.7 Abnormal Hemodynamics and Thrombogenesis 
Local blood characteristics are important in the induction of artery-to-artery 
embolic stroke.  There is strong evidence to suggest that a combination of 
biochemical factors (such as systemic factors and exposed substrate-related 
effects at the site of arterial wall injury) and mechanical factors (arising from 
the local fluid-dynamics) can lead to thrombogenesis at ruptured 
atherosclerotic plaques, by triggering platelet activation and the coagulation 
cascade [125, 130]. 
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 Hemodynamics act to influence the thrombogenic potential of the 
vessel wall and of the blood.  Normal structure and function of vascular 
endothelial cells lining the vessel wall are thought to be maintained by 
laminar flow conditions.  Abnormal flow conditions can have diverse 
pathological effects: change endothelial cell morphology and cause endothelial 
dysfunction [20, 131]; alter the thrombogenic potential of blood; and modify 
the stability and composition of thrombi [132, 133].  Flow patterns influence 
biochemical interactions by affecting molecular and cellular transport.  Blood 
shear can also injure and erode plaque or cause fibrous cap rupture, which 
can expose prothrombogenic material to the blood, and precipitate thrombotic 
events leading to ischemic stroke.   Finally, fluid mechanical stresses can also 
cause the embolization of a thrombus, dislodging fragments and thereby 
leading to downstream occlusion of smaller vessels [125]. 
 In addition to blood-wall interactions, abnormal blood flow can more 
directly contribute to thrombus formation.  Vortices [125, 130], disturbed flow 
[134], high or oscillating shear stress [135, 136], and turbulence [137-140], 
have been implicated in platelet activation [135, 141].  Stagnation zones and 
regions of recirculation proximal and distal to stenotic lesions – where flow 
encounters the wall perpendicularly – are thought to promote the deposition 
or aggregation of thrombogenic particles [142, 143]. 
1.7.1 Blood and thrombosis 
Blood is a complex and highly dynamic fluid composed of cells and plasma 
proteins.  The dynamic state of these blood constituents, the vessel walls, and 
their biochemical expression reflect the balance of multiple entangled positive 
and negative feedback loops involved in the function of blood in healing 
wounds and infection.  Numerous molecular and cellular events in these 
inflammatory and coagulation processes play an integral role in the 
development, progression and rupture of atherosclerotic plaque [12, 61]. 
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 The interaction of blood particles, in particular activated platelets and 
leukocytes, with vascular endothelial cells lining the vessel walls has a 
critical and intrinsically linked role in vascular inflammation, thrombosis 
and throughout atherosclerosis [144, 145].  These interactions in both 
hemostatic and pathological processes are modulated by the hemodynamic 
environment, such as by patterns of mechanical shear stresses.  Patterns of 
mechanical shear stresses are known to influence platelet function, and to be 
a crucial mechanism for thrombogenesis. 
1.7.1.1 Role of platelets 
 Platelets are blood cells that have an essential role in regulating 
protective hemostasis, leading to the formation of blood clots to control 
excessive bleeding at sites of vascular injury.  In the event of vascular intimal 
injury, the exposure of thrombogenic substrates below the endothelium can 
trigger events that lead to thrombus formation and stabilization that occur 
through activated platelets and plasma proteins [146]. 
 However, by the same mechanisms, platelets also mediate pathologic 
response to injury that can lead to thrombosis and consequently to ischemic 
stroke.  Thrombogenic events are also triggered by abnormal forms of intimal 
injury, such as the rupture or erosion of atherosclerotic plaque.  It is thought 
that thrombosis due to excessive platelet aggregation at the site of plaque 
rupture is a key event in stroke [16]. 
 Platelet activation is central to thrombosis.  Unactivated platelets 
circulating in the vascular system do not adhere to the vessel wall.  However, 
in response to fluid mechanical and chemical agonists (both proinflammatory 
or prothrombotic), platelets can become activated, causing conformational 
transformations of the platelet and platelet receptors, which are pivotal to 
upregulating the formation of a thrombotic platelet plug [147, 148]. 
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1.8 Hemodynamic Factors in Thrombogenesis 
Abnormal blood flow in the human vasculature, particularly in the carotid 
artery bifurcation, has a considerable deleterious effect [19].  Within an 
atherosclerotic artery, blood flow dynamics influence pathophysiological 
mechanisms of atherothrombosis by causing injury at the site of the lesion 
leading to plaque erosion and fragmentation, and by promoting surface 
thrombus formation.  As Mustard et al. observed early on in thrombosis 
research, several hemodynamic factors influence thrombus formation in 
blood, including vortices, turbulence, and flow stagnation [140]. 
1.8.1 Turbulence and disturbed flow 
There are decades of evidence that turbulent and disturbed flow – irregular 
fluid motion with random variations in time and space [149] – contribute to 
thrombus formation.  As such, artery stenoses have long been examined by 
listening to the turbulent blood noise, or bruit, in regions of disturbed blood 
flow distal to a stenosis with the use of a stethoscope.  Studies by Smith et al. 
[139], Stein and Sabbah [138], and Mustard et al. [140] demonstrated 
thrombus formation in a turbulent system in vivo (in animal models).  Stein 
and Sabbah [138] observed a linear relationship between thrombus size and 
intensity of turbulence (defined as the root-mean-square of fluctuating 
components of velocity) under pulsatile flow.  Disturbed flow and high shear 
stresses have also been shown to enhance damage [150] and permeability 
[151] of the endothelial wall.  Combined with increased molecular transport 
by perpendicular fluid motion, these factors could heighten flux of 
atherothrombotic molecules. 
 Turbulent and disturbed flows are characterized by velocity 
fluctuations and associated pressure fluctuations, which are thought to affect 
thrombosis by several means.  One effect of the velocity fluctuations is to 
enhance the level of shear stresses, as well as collision rates among blood 
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particles, which may assist in platelet aggregation [139].  Due to molecular 
transport between fluid layers and convection by turbulent eddies, the motion 
of flow perpendicular to the wall and duration of contact is increased. 
1.8.2 Fluid shear stress and wall shear stress 
As noted by Huang and Hellums, fluid mechanical shear stress is a parallel 
frictional drag force that can have profound effects on human blood cells 
[152].  By mechanisms that are not yet fully understood, shear stress forces 
are mechanotransduced into biophysiological signals that modulate vascular 
[85] and platelet [153] behavior (both structure and function).  Exposure of 
blood to abnormally high shear stress, such as in the stenosed carotid artery, 
is widely accepted as a cause of increased risk of thrombosis, mainly due to 
its effects on platelet activation and aggregation. 
 The effect of shear stresses and shear rates on platelets may be to 
promote activation or aggregation processes [154, 155].  With respect to 
platelet aggregation, work is still being done to characterize the effect of 
shear.  However, several recent studies indicate that platelet aggregation is 
induced by high shear stress and further enhanced by rapid changes from 
high to low shear [153, 156].  Shear rate has also been shown to determine 
the platelet receptor binding mechanism of platelet aggregation, and 
conceivably the reversibility of agglomeration [155, 157-160].  The 
mechanisms of shear-modulated aggregation are complex and current 
understanding is incomplete [161].  Platelet activation is also likely 
influenced by both shear stress level and temporal patterns of shear stress 
exposure; although a multitude of chemical agonists, such as von Willebrand 
factor, act synergistically with mechanical shear stress.  Research has shown 
that the type, level, extent and pattern of shear stress influence the extent of 
platelet activation. 
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 In addition, it has recently been shown that platelet adhesion and 
aggregation leading to stable thrombus formation can occur independent of 
platelet activation in conditions of high shear rates [162] and high (temporal) 
shear gradients [153].  Shear-sensitive mechanisms in restructuring platelet 
membrane tethers are indicated in activation-independent platelet thrombus 
formation, although further studies are needed to understand these 
additional shear-regulated mechanisms of platelet aggregation. 
 Either by platelet-activation dependent or independent mechanisms, 
fluid shear stress has an unequivocal role in thrombosis.  Insight into the 
relative role of shear- and chemical agonist-regulated platelet activation and 
aggregation, and the conditions under which these occur, may be useful in 
directing future therapies. 
 Alterations in wall shear stress – or shear stresses tangential to the 
vessel wall – can also have adverse effects.  Turbulent or sudden decreases in 
shear stress have been shown to induce endothelial cell apoptosis [163], while 
high shear stress can induce apoptosis in platelets [164].  Additionally, wall 
shear stress is increased at a stenosis, specifically on the upstream shoulder 
of the plaque that intrudes into the lumen [86].  This exposure to increased 
wall shear stress at the proximal plaque shoulder, combined with fracture 
stress across the plaque due to the pressure drop across the stenotic plaque, 
is thought to promote destabilization of the plaque and precipitate rupture 
[85, 86, 165]. 
1.8.3 Recirculation zones and residence time 
It has been recognized that adhering platelets and thrombi localize at the site 
of stagnation point flow, where platelets and other blood particles are 
potentially propelled towards an injured vessel wall [166].  The incidence and 
duration of blood particle contact with the wall seem to be dual components 
promoting thrombosis in these regions. 
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 Particle deposition in stagnation zones has been demonstrated in both 
experimental [142, 167] and computational [168, 169] studies.  Surface 
thrombi can form in separated flow regions, even under high flow rates [142, 
170].  In arterial flow, zones of recirculating flow distal to a stenotic lesion, 
with flow reattachment points where flow is perpendicular and towards the 
wall, may be prone to monocyte and platelet deposition [125, 143].   
 Regions of flow stagnation, stationary vortices and slow flow, have 
been shown to prolong particle contact with the wall and therefore particle 
adhesion and aggregation [171].  In particular, the residence time – or the 
amount of time that flow (or a fluid particle) spends within a system, or 
within a region of a system – is an important parameter determining 
thrombus formation [172].  Reininger et al. [142] showed that residence time 
influences thrombus growth in arterial branching flow in vitro, as 
fibrin-containing clots formed in stagnation zones with convergent flow and 
high particle residence times.  In contrast, another study by this group 
looking at platelet instead of fibrin clots, showed evidence that shear rate 
may be more indicative of platelet deposition in stagnation point flow [173]. 
1.8.4 Platelet activation models 
In the atherosclerotic carotid artery, platelet activation may depend on both 
shear stress exposure and residence times.  However, the magnitude of shear 
stress required for activation has varied between studies, due to variations in 
the technique used, particularly in experimental parameters such as the 
constitution of blood used (e.g. variations in agonists content and platelet 
count), shear stress exposure time and pattern applied, and sensitivity of the 
technique used to detect activated platelets [174]. 
 Platelet activation has been observed to occur even under very brief 
(1 ms) exposure [175] and under relatively low shear stress levels 
(50 dynes cm-2) [152].  The precise model describing critical shear stress 
27 
 
conditions for shear-induced activation, particularly in vivo, is still under 
debate.  However, it has been noted that chemical agonists may reduce the 
required shear stress in vivo by an order of magnitude [152]. 
 Hellums [176] hypothesized that once a platelet is subjected to a 
critical level of shear stress, the platelet is more susceptible to subsequent 
exposures to shear stress.  Based on a compilation of numerous studies 
measuring the time required to reach activation under known, controlled 
shear conditions, Hellums developed a shear-exposure time plane to predict 
the platelet activation threshold.  In this model, a critical, threshold level of 
shear stress, as well as the shear-exposure time following critical levels, is 
important [176]. 
 In contrast, work by Bluestein and colleagues proposed that there is 
not an absolute value of shear stress that is crucial to determining platelet 
activation.  Their studies support the notion that platelet activation is 
reversible; therefore a cumulative product of shear stress level and the 
duration of shear stress exposure determine the level of platelet activation, 
irrespective of early exposure to high shear stress [177-179].  Other models 
indicate flow-induced platelet stimulation to have a non-linear dependence on 
shear stress and duration of exposure [180, 181]. 
 Zhang et al. [182] observed that the duration of shear stress is critical 
to aggregate stability and reversibility.  They reported that shorter exposure 
can yield reversible platelet aggregation with little platelet activation, while 
longer exposures induce platelet activation and irreversible aggregation.  The 
type of applied shear stress also affects the activation of platelets.  Purvis and 
Giorgio found that elongational shear stresses, which occur in secondary 
flows, activate at lower shear levels, as well as tend to form larger aggregates 
[183]. 
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 Dynamic or changing shear stress patterns have also been indicated to 
induce platelet activation.  Sudden decreases from transiently high shear 
stresses may be important in geometries such as those incurred by an arterial 
stenosis or developing thrombus, where exposure of blood to high shear 
stresses would only be imposed for a brief length of time [135].  Accumulation 
of platelet activation occurs even when low shear “relaxation” periods are 
applied between high shear pulses [184].  Pulsed exposure has also been 
found to result in greater platelet aggregation than continuous exposure 
[185]. 
1.8.5 Effect of carotid plaque symmetry 
Atherosclerotic lesions that effect the same severity of luminal narrowing, 
can have very distinct geometric characteristics.  Therefore, lesions that have 
the same degree of stenosis can produce very different local hemodynamics, 
and possibly present distinct pathogenic mechanisms or risks of stroke.  
Plaque irregularity and symmetry are characteristics that have considerable 
impact on blood flow patterns [128]. 
 Plaque in the internal carotid artery tends to form in one of two 
manners: (1) with equal deposition on the inner flow divider wall and the 
outer non-flow divider wall (concentric plaque), or (2) preferential plaque 
deposition on the outer non-flow divider wall (eccentric plaque).  Eccentric 
plaque formation is not only more common [127], but more frequently 
associated with adverse symptoms than concentric plaques in the carotid 
[186] and coronary arteries [187-189]. 
 Carotid plaque symmetry has been investigated in several 
hemodynamic studies, using both experimental and numerical techniques.  
Eccentric geometries have been shown to produce greater flow disturbances 
downstream than concentric plaque geometries [190, 191].  Specifically, 
plaques with eccentric geometries produce a greater pressure drop than their 
29 
 
concentric counterparts, which generates greater disturbances, under either 
pulsatile [190] or steady [191] flow conditions.  In an in vitro flow study, the 
paths of the high-velocity stenotic jets suggested higher wall shear stresses 
along the wall through the stenosis in an eccentric model of the stenosed 
carotid bifurcation, as compared to a concentric model of the same stenosis 
grade [192].  The stagnant region in the major recirculation zone in the 
eccentric model had greater extent and was more stationary than in the 
concentric geometry [192].  Tang et al. [193] found that an eccentric geometry 
produced greater shear stress and separation zones.  A study by Tambasco 
and Steinman [143], using computational fluid dynamics (CFD) models, 
demonstrated higher platelet activation and particle deposition in an 
eccentric 30% carotid geometry.  In contrast, numerical and experimental 
evidence reported by Raz et al. in a coronary stenosis, indicated higher 
platelet activation levels and particle deposition in a symmetric geometry 
compared to an eccentric model [194]. 
 The clinical significance of these findings is not yet clear; many 
geometric parameters are still being investigated in both normal and 
diseased arteries.  Other features of plaque geometry, such as surface 
irregularity, may also be influential. 
1.8.6 Effect of carotid plaque ulceration 
Since hemodynamic factors are determined by vessel geometry, it is likely 
that plaque irregularities could alter local flow dynamics in the vessel region.  
Indeed, several studies have shown that plaque surface morphology can 
further contribute to the abnormality of local hemodynamics in the carotid 
artery, particularly under complex physiological pulsatile flow conditions. 
 In vitro investigations performed by Lesniak and colleagues 
demonstrated that protruding surface irregularities were a source of flow 
disturbances in a stenotic carotid bifurcation geometry [195, 196], which 
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affected the associated DUS spectra measured in the abnormal flow regions 
[197, 198].  More specific to ulcerations, Birchall et al. [199] reported that a 
numerical model of a stenosed carotid bifurcation with a deep ellipsoidal 
(Type 3) ulcer exhibited low-velocity turbulent flow within the ulcer cavity 
and swirling jets downstream.  An in vitro flow dynamics study by Imbesi 
and Kerber [200] found that flow slipstreams assumed a disturbed, helical 
flow pattern downstream from ulcers located in a stenotic carotid bulb. 
 The evidence connecting, firstly, disturbed flow and thrombus 
formation and, secondly, plaque ulceration and disturbed flow, suggests that 
there may be hemodynamic mechanisms tying surface ulcers to enhanced 
thrombogenicity and risk of stroke. 
1.9 Blood Flow Characterization 
The work in this thesis employs two principle techniques to characterize 
blood velocities and flow patterns in the carotid artery bifurcation.  
Experimental investigations were performed using clinical Doppler 
ultrasound, while numerical studies were executed using computational fluid 
dynamics. 
1.9.1 Doppler ultrasound (DUS) 
1.9.1.1 Ultrasound principles 
 Medical ultrasound is a versatile modality that can provide anatomical 
images of stationary and moving tissues in two- and three-dimensions, as 
well as blood velocity estimation using Doppler ultrasound techniques.  Due 
to the low cost and portability of ultrasound scanners relative to most 
alternative imaging systems – such as those used in magnetic resonance 
imaging and computed tomography – medical ultrasound has maintained a 
broad scope of applications in diagnostic radiology. 
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 Ultrasonography uses frequencies of sound well above the upper 
audible limit of human hearing, which is approximately 20 kHz.  Typically, 
diagnostic ultrasound employs frequencies between 2 to 10 MHz, a range that 
provides favourable tradeoffs between imaging parameters of consideration, 
such as depth of penetration, resolution, and potential bioeffects [201]. 
 Ultrasound imaging is a pulse-echo technique that utilizes short pulses 
of high frequency sound waves and the detection of the returning echoes 
produced from the interaction of the acoustic pulse with tissue.  Transmission 
and reception is typically done using an acoustic transducer, or probe.  
Echoes, or reflections of the transmitted sound pulse, arise due to differences 
in the acoustic properties within the tissue structure, specifically, due to 
acoustic impedance mismatch at tissue interfaces.  An acoustically reflective, 
or echogenic, structure is localized in the direction of the beam path by 
determining the time between the ultrasound pulse transmission and the 
received echo.  Depth assignment of echoes along the linear beam path is 
possible with the pulse-echo time and knowledge that the average speed of 
sound in soft tissue is 1540 m s-1. 
 The anatomical information along each beam line can be displayed 
(e.g. as a function of depth and traced as a function of time) by brightness 
encoding the received signal amplitude (B-mode).  Real-time 2-D images can 
thus be generated by acquiring and encoding multiple scan lines over an 
imaging plane, which are obtained by sweeping the beam across a scanning 
plane.  More recently, techniques have been developed to construct 3-D 
B-mode ultrasound images, such as by stacking 2-D images from a volume of 
interest [202].  Two- and three- dimensional B-mode images, or maps, of 
acoustic reflector positions provide useful diagnostic information of the 
insonated anatomy based on the different acoustic properties of the tissues. 
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1.9.1.2 Doppler ultrasound principles 
 In addition to structural images, ultrasound systems also provide blood 
flow estimation by virtue of the Doppler effect.  When the ultrasound beam 
interacts with a moving reflector, such as a red blood cell, the frequency of 
the echo received from the moving object will be shifted relative to the 
original transmitted frequency.  The shift in frequency depends directly on 
the velocity and on the direction of the moving scatterer, according to the 
Doppler principle: 
fD = 2 (v cos D) fo / c     (1.2) 
where fD is the Doppler frequency shift, fo is the transmit frequency, c is the 
speed of sound in tissue, v is the velocity of the scatterer, and D is the angle 
between the ultrasound beam and the direction of flow.  Note that since 
v cos D is the magnitude of the component of the velocity in the direction of 
the ultrasound beam, the angle, D, must be known accurately in order for 
accurate velocity estimation [203]. 
1.9.1.3 The Doppler ultrasound spectrum 
 Real DUS measurements will produce a range of blood-flow velocities, 
rather than a single velocity as in the case of a single scatterer.  Since the 
ultrasound beam has finite dimensions (typically 1 mm axial), Doppler shift 
measurements are taken from within a finite volume of interrogation (sample 
volume), which will encompass blood cells moving in a range of velocities and 
directions.  This results in a frequency power spectrum, and correspondingly 
a spectrum of calculated velocities, or a histogram where spectral amplitude 
represents the number of red blood cells traveling at a particular velocity 
within the sample volume. 
 However, several factors complicate this proportional relationship, 
including sources of spectral broadening and the complex scattering 
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characteristics of blood.  The mechanism of interrogating flow using a focused 
ultrasound beam with finite dimensions fundamentally gives rise to a spread 
of the frequency content in the measured spectrum.  Intrinsic spectral 
broadening has been attributed to two unique effects:  the finite transit time 
that a scatterer spends under a beam with limited beamwidth (transit-time 
broadening) and the presence of a range of insonation angles (geometric 
broadening) [204-206].  In addition, further spectral broadening may arise 
from velocity gradients within the sample volume or temporally varying 
velocities (signal non-stationarity broadening) [207-209]. 
 A comprehensive discussion of the physical principles of DUS and 
Doppler processing are described in several texts [210, 211]. 
 
Figure 1.3: Duplex ultrasound display from a carotid Doppler examination. 
http://www.nvcardiology.com/vascular_testing.htm 
 
 To view variations in blood-flow velocity over time on a clinical 
ultrasound scanner, the spectral information is displayed as a moving trace of 
spectral amplitude that is continually updated in real-time.  In this 
spectral-time display, the Doppler motion spectrum is exhibited as the 
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Doppler frequency or velocity on the vertical axis – where the amplitude of 
the Doppler shift frequency or corresponding velocity is grey-scale encoded – 
versus time on the horizontal axis.  An example of a Doppler spectral display 
for a carotid artery examination is shown in Fig. 1.3. 
 In clinical diagnosis, a single spectral parameter – the peak velocity, or 
maximum detected spectral velocity – is identified manually from the 
spectral display or automatically using peak velocity estimators on the 
scanner.  For this reason, conventional DUS systems are equipped with a 
maximum frequency envelope detector, which produces a peak velocity trace 
overlaid on the spectral display. 
 In addition to spectral peak velocity, other derived velocity-based DUS 
spectral parameters not currently implemented on a clinical scanner may 
provide supplementary information on the nature of the flow field and 
therefore possibly on the diagnosis of vascular disease and stroke risk. 
1.9.1.4 Characterization of flow disturbances 
 Research has explored various methods of quantifying the character of 
the measured Doppler signal to provide information on the blood flow field 
being interrogated, particularly, by extracting attributes of the spectral shape 
or power characteristics.   Various approaches and spectral parameters have 
been investigated for distinguishing laminar flow from turbulent flow [210], 
and several relevant to the work in this thesis are described below. 
 Disturbed flow and turbulence produce velocity and pressure 
fluctuations superimposed on the bulk forward flow [149].  Studies have 
previously characterized fluctuations in velocity and pressure as a direct 
measure of flow disturbances [212-214].  Spectral width is also affected by 
turbulence, vortices and recirculation, which tend to broaden the velocity 
spectrum.  Sigel et al. [215] found that it is possible to identify disturbed flow 
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conditions using the width of the Doppler spectrum, which has greater high 
frequency content under turbulent flow than laminar conditions.  Several 
studies have since observed that spectral width is altered by the post-stenotic 
velocity field [120, 216-220].  The greater spectral broadening distal to 
diseased arteries is thought to be due to disturbed, out-of-plane flow.  
Hutchison [221] observed that the shape of the Doppler spectrum is different 
in the distal region of jet breakup and at the interface between the jet and the 
recirculation zone.  Broadened, single-peaked Gaussian-shaped spectra are 
found in the distal flow breakup region, which have been proposed to arise 
from random particle motion in flow turbulence.  In contrast, spectra from 
the region between the jet and the recirculation zone can have dual peaks, 
which likely arise from the interrogation of both the forward jet and the 
reverse, non-axial flow in the recirculation zone. 
 Studies have found that returned, or backscattered, Doppler power is 
also enhanced in regions of turbulence and disturbed flow.  Research groups, 
such as Shung and Cloutier, have made advances in characterizing the 
complex relationship between Doppler power and turbulence [222-226].  
Spectral power has also been used to characterize the presence of vortices by 
observing the power ratio between the forward and reverse flow velocity 
spectral components [227, 228].  Returned power is also sensitive to scatterer 
characteristics, with complex relationships to factors such as hematocrit, red 
blood cell aggregation [229], and to the nature of the flow insonated [223]. 
1.9.1.5 Doppler spectral indices 
 Several Doppler ultrasound spectral parameters are indicative of 
disturbances in blood-flow, including indices based on the increased width of 
the Doppler spectrum (e.g. spectral width and spectral broadening index) 
[120, 215, 220, 221], enhanced Doppler backscatter [117, 223, 226, 230] and 
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velocity fluctuations (e.g. absolute turbulence intensity (TI) and relative 
turbulence intensity) [212-214, 231, 232]. 
 Absolute spectral broadening is defined as the difference between the 
maximum and minimum spectral frequencies (or equivalent velocities).  
Relative spectral broadening indices can also be calculated as the absolute 
spectral broadening divided by another spectral parameter, such as the mean 
or median spectral frequency [233, 234].  Brown et al. [235] defined a spectral 
broadening index as the ratio of absolute spectral broadening to peak 
frequency.  A multitude of indices describing relative spectral width have 
been defined, and are summarized in Evans and McDicken (Table 9.2) [210].  
In practice, the extraction of maximum and minimum velocities can be 
sensitive to the method of implementation, as well as to noise and sample 
volume characteristics [210].  The Doppler velocity power spectrum can be 
characterized by the integrated power between defined minimum and 
maximum frequency limits.  Power ratios can also be calculated, based on 
integrated power from different bandwidths of the spectrum (e.g. from 
reverse and forward flow) [117, 223, 226-228, 230].   
 Absolute turbulence intensity (TI) can be defined as the 
root-mean-square of the velocity fluctuations [149].  A relative turbulence 
intensity parameter can also be defined as the ratio of the root-mean-square 
of the velocity fluctuations to the mean velocity.  Turbulence intensity 
parameters are indicators of disturbed or turbulent flow.  It has also been 
found that relative spectral broadening, velocity fluctuation, and power 
indices are better for assessing turbulent flow in the carotid bifurcation, as 
the interfacial regions between the jet and recirculation produce inconsistent 
absolute spectral broadening readings [224, 236]. 
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1.9.2 Computational fluid dynamics (CFD) 
Computational fluid dynamics (CFD) uses numerical methods to predict the 
flow of fluids.  More specifically, CFD uses numerical discretization 
techniques (typically finite element or finite volume methods) to obtain 
numerical solutions to the complex, coupled partial differential equations 
governing the dynamical motion of fluids. 
 Although finite element methods have traditionally been used to study 
structural mechanics applications, such as to predict stresses and strains 
within a solid structure, they have recently been developed for use in the 
study of flow mechanics.  In the finite element method – such as is used in 
the CFD work in this thesis – the fluid domain is divided (or discretized) into 
sub-domains, known as elements.  The grid defined by these subdivisions 
within the domain is known as the finite element mesh.  In models of complex 
geometries, such as realistic vascular vessels, the 3-D shape of these 
elements is commonly chosen to be tetrahedral, in order to accurately 
conform to the curved boundaries within the domain using fewer required 
elements.  Reference points on the elements, typically at the vertices and 
sometimes at mid-side locations, are called nodes.  The solution to the flow 
field generated by the CFD solver will be defined at these nodes, with 
functional variation describing the field over the remainder of the element.  
In this way, CFD provides a piecewise solution of the flow variables 
(e.g. velocity or pressure) as they vary over the entire domain.  More details 
can be found in texts such as that by Zienkiewicz [237]. 
 CFD has recently been applied to vascular flows, such as in the study 
of the pulsatile flow dynamics in the stenosed carotid bifurcation [126, 127, 
199, 238, 239] and cerebral aneurysms [240-242].  In addition, CFD with 
numerical simulations of DUS has been developed as a potential interactive 
training environment for sonographers [243], as well as to evaluate novel 
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ultrasound techniques [244].  Numerical simulations using CFD are able to 
predict detailed time-resolved 3-D velocity vector information from pulsatile 
flow dynamics within a 3-D vessel volume. 
1.10 Research Objectives and Thesis Outline 
Ulcerations of the carotid atherosclerotic plaque have been identified as an 
independent risk factor for stroke, although they remain difficult to diagnose 
using lumenographic imaging techniques.  Doppler ultrasound is the most 
widely performed non-invasive test used in the assessment of stroke patients 
suspected of having carotid arterial disease.  However, current DUS 
examinations are used solely to identify patients with high-velocity jets 
within the internal carotid artery indicative of vessel luminal narrowing, and 
do not include a diagnosis of plaque surface ulcerations.  Advanced Doppler 
analyses incorporating quantitative estimates of flow disturbances may 
result in diagnostic indices that identify pathological plaque conditions and 
predict the risk of thromboembolic stroke associated with the carotid artery, 
in particular, due to thromboemboli formed in the disturbed flow regions.  As 
noted in Section 1.9.6 detailing the potential effect of plaque surface 
irregularity on blood flow, ulceration of carotid atherosclerotic plaque is a 
pathology for which diagnosis may benefit from a hemodynamic approach. 
The overall objectives of the work in the thesis are to investigate 
quantitative Doppler velocity-based diagnostic parameters for the detection of 
ulceration and to perform basic investigations of local flow alterations due to 
ulceration in the carotid bifurcation, using a combination of controlled 
in vitro experimentation and CFD models.  The in-house in vitro facility in 
our laboratory includes a multi-component ultrasound-compatible flow 
system, which allows for comprehensive DUS analyses under physiologically 
realistic flow conditions.  We utilize this experimental setup to test our 
hypothesis that DUS velocity-derived parameters related to disturbed 
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blood-flow can provide a diagnostic index for the detection of plaque 
ulcerations within the stenosed carotid artery.  In addition, we study, in more 
detail, the flow effects due to the inclusion of ulceration at the site of carotid 
atherosclerosis using CFD pulsatile flow simulations. 
The goals of this thesis are to: 
(1)  Develop a Doppler ultrasound compatible flow model to facilitate the 
study of blood flow parameters in an ensemble of anthropomorphic phantoms 
with variations in vascular geometry; 
(2)  Determine a Doppler ultrasound velocity-based spectral parameter for 
the detection of plaque ulceration in the moderately stenosed carotid 
bifurcation in an in vitro matched-model flow study; 
(3)  Evaluate the effect of shape (Type 1 – 4) and size of ulceration on the 
selected Doppler ultrasound diagnostic parameter; 
(4)  Investigate the effect of both ulceration and stenosis severity in the 
carotid artery on the selected Doppler ultrasound spectral parameter using 
matched-models in vitro; 
(5)  Determine the effect of ulcerations on simulated particle platelet 
activation parameters and numerical simulations of the selected DUS index 
using computational fluid dynamics models. 
 These goals were accomplished in the four studies detailed in this 
thesis.  Chapter 2 will address the first goal, by developing a technique for 
fabricating phantoms from DUS-compatible material using a numerically 
controlled direct-machining technique.  Chapters 3 and 4 will describe how 
we employed an in vitro flow facility and the phantoms developed in 
Chapter 2 to achieve the second, third, and fourth goals.  Towards our fifth 
goal, Chapter 5 will detail our numerical CFD analysis of 3-D flow and shear 
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stress patterns, to assess the potential for enhanced hemodynamically 
induced platelet activation due to the presence of ulceration in the stenosed 
carotid bifurcation.  This chapter will also describe the study of CFD as a tool 
for numerically evaluating the selected DUS index from Chapter 3, using 
finite sampling simulations.  To close, Chapter 6 will provide summaries of 
the work described in the previous chapters, and will discuss future 
directions. 
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Chapter 2  
Doppler Ultrasound Compatible Plastic Material 
for Use in Rigid Flow Models† 
2.1 Introduction 
The risk of ischemic stroke is known to vary with the extent of atherosclerotic 
plaque in the carotid artery bifurcation.  Methods based on peak-systolic 
velocity measurements from Doppler ultrasound (DUS) have supplanted 
conventional angiography as the technique most widely used to quantify 
stenosis grade in the internal carotid artery (ICA) and select for subsequent 
diagnostic tests, or surgical or medical therapy [1, 2].  However, current DUS 
techniques do not provide optimal sensitivity and specificity when used as the 
only diagnostic test prior to carotid endarterectomy [3-5], and can lead to 
misclassification rates as high as 28% [6].  These limitations necessitate the 
development of new techniques for the optimization of ultrasonographic 
criteria for treatment stratification.  Clinical validation of new ultrasound 
diagnostic techniques can be difficult (due to lack of a standard of reference), 
costly, lengthy, and subject to clinical error; for these reasons, the 
development of clinical techniques often includes an in vitro component, 
particularly in the preliminary stages.  Investigations using in vitro models 
can provide the control and reproducibility of parameters necessary for the 
objective evaluation of new methodology.  Accordingly, Doppler ultrasound 
flow phantoms are an important component of basic research related to 
carotid artery disease [2]. 
                                            
†
 A version of this chapter has been published in Ultrasound in Medicine and 
Biology (2008) 34:1846-1856 in an original article entitled “Doppler 
ultrasound compatible plastic material for use in rigid flow models” by E. Y. 
Wong, M. L. Thorne, H. N. Nikolov, T. L. Poepping and D. W. Holdsworth. 
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Vascular flow phantoms have been previously developed that 
incorporate varying degrees of complexity, ranging from simple straight tubes 
[7-10] to straight tubes involving stenoses [11-13] and sophisticated 
anthropomorphic phantoms [14].  In some phantom studies, it may be 
desirable to mimic the mechanical distensibility of human vessels [10, 15, 16] 
or even to include human or animal vessel segments [17-19].  Complex 
carotid bifurcation phantoms can be fabricated from a single component, such 
as wall-less agar phantoms [20-22], or from multiple components, such as the 
thin-walled silicone vessel-mimicking phantom developed by Poepping et al. 
[23].  Although they provide many advantages, the common drawback of 
these complex models is that they require a multi-step casting process, which 
is time consuming, costly, and labour intensive.  For these reasons, while cast 
or moulded flow phantoms are ideally suited to many DUS flow studies, they 
may be precluded from use in investigations involving large numbers of 
models.   
Recent studies have highlighted numerous applications that would 
benefit from accessibility to large numbers of models, in particular if the 
models could easily and accurately incorporate variations in vascular 
geometries.  Literature has identified many geometric parameters of interest 
in relation to the progression of carotid atherosclerosis, including 
outflow-to-inflow area ratios [24], bifurcation angle [25], and carotid plaque 
ulceration [26-28].  In addition, patient-specific modelling of vessel geometry 
has become more feasible, due to the development of systematic procedures 
for the reconstruction of patient vascular replicas from diagnostic images 
[29].  A robust and cost-effective phantom is needed to facilitate rigorous 
investigations of blood flow and clinically relevant spectral parameters, such 
as mean velocity, peak velocity and derived parameters (e.g. spectral 
broadening, turbulence intensity).  Such a phantom would be particularly 
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useful in investigations where many variations in vascular geometry will be 
studied. 
 Rapid fabrication of multiple flow phantoms would be greatly 
simplified if the desired anthropomorphic vessel geometries could be 
machined directly into a suitable material.  Direct machining using 
numerically controlled (NC) milling is feasible, and may provide a 
cost-effective, accurate and reproducible technique to produce models of 
patient vessel geometries (obtained from diagnostic images) or 
custom-designed geometries (via computer-aided design (CAD) and 
modelling).  To demonstrate the utility of this approach, we have investigated 
a number of candidate plastics to determine a suitable material for the direct 
NC machining of rigid planar flow phantoms for use with DUS.  Our results 
indicate that Teflon® provides the best combination of rigidity, machinability 
and DUS compatibility, making it a suitable choice for the fabrication of rigid 
flow phantoms using a direct-machining method. 
2.2 Materials and Methods 
2.2.1 Candidate materials 
The properties considered in the selection of a suitable material for direct 
machining included: machinability, ease of construction, cost and availability, 
and matching of the acoustic properties (i.e., speed of sound and acoustic 
attenuation) to that of soft tissue.  A highly machinable material with 
appropriate rigidity is required to reproduce high-fidelity vessel geometries 
under NC milling techniques.  Furthermore, the selected material must have 
a speed of sound (SoS) suitably matched to that of soft tissue (1540 m s-1) in 
order to minimize errors introduced by refraction [30-32].  The secondary 
acoustic criterion is an attenuation coefficient sufficiently close to that of 
human soft tissue (0.5 to 0.7 dB cm-1 MHz-1) such that adequate return power 
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is achieved, ensuring that errors arising from the preferential attenuation of 
high frequency components are secondary to those from refraction [33]. 
 Previous materials employed for ultrasound phantoms, such as agar 
[20, 34], silicone rubber [35-37] and urethane rubber [38, 39], are well-suited 
for casting, but do not have the appropriate machinability to be used for a 
direct fabrication approach.  Plastics used for transducer caps, acoustic 
lenses, mammographic compression plates [40] and other ultrasound 
applications – such as polymethylpentene (TPX®) and polycarbonate 
(Lexan®) – have appropriate rigidity but conversely have prohibitively high 
speeds of sound with respect to tissue (2220 m s-1 and 2300 m s-1, 
respectively), making them unsuitable for use as a flow phantom material.  
To narrow our search for a more appropriate plastic, we selected a group of 
readily available and machinable plastics with reported speeds of sound 
similar to soft tissue [41-46].  These candidate materials included:  
polytetrafluoroethylene (Teflon®), urethane with Shore hardness of 90 on the 
A scale (Urethane-90A), urethane with Shore hardness of 75 on the D scale 
(Urethane-75D), high-density polyethylene (HDPE), and ultra-high molecular 
weight polyethylene (UHMW). 
2.2.2 Characterization of acoustic properties 
A pulse-transmission technique, similar to that described by Poepping et al. 
[23], was used to determine the longitudinal sound velocity and acoustic 
attenuation for each of the candidate materials at a clinically relevant 
frequency of 5 MHz.  This was done by recording the signal amplitudes and 
time delays between the transmission and reception of a sound pulse 
traveling a fixed distance in a distilled water bath of known temperature for 
material samples of various known thicknesses. A single-element unfocused 
transmit transducer was driven by a function generator (FG504, Tektronix, 
Beaverton, OR) gated with a pulse generator (PG501, Tektronix, Beaverton, 
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OR) to produce 5-MHz pulses of 10-µs duration, while a second identical 
transducer mounted at a fixed distance in the Fraunhofer zone of the 
ultrasound field received the ultrasound pulses.  Measurements of the 
received signal were performed using a 100 MHz digital oscilloscope 
(PM3365A, Philips, Eindhoven, The Netherlands).  A minimum of five 
samples of varying thickness, from 1 mm to 13 mm (± 0.02 mm), was used for 
each candidate material.  Maximal thicknesses for each material were chosen 
such that adequate return signal was maintained. 
 Comparison of transit times and amplitudes for different sample 
thicknesses yielded sound speed and attenuation for the materials of interest, 
as calculated by Poepping et al. [23].  Characteristic sound velocities were 
determined from the slope of the linear fit of transit time versus sample 
thickness, taking into account the speed of sound in distilled water at the 
experimental temperature [47].  Attenuation coefficients and their associated 
errors were determined from the slope of the regression line of the logarithm 
of the peak-to-peak amplitudes versus sample thickness.  The material with 
the most appropriate SoS characteristics was then evaluated to determine 
the frequency dependence of attenuation over a range of clinically relevant 
frequencies (3, 4, 5, 6, 7 MHz).  For this measurement, the attenuation 
coefficients were fitted to the following power function of frequency: 

 ( f )a  f b         (2.1) 
where  (dB cm-1) is the attenuation coefficient, α (dB cm-1 MHz-b) and b are 
the fitting parameters and ƒ (MHz) is frequency [23]. 
2.2.3 Phantom fabrication 
To validate the performance of the most appropriate plastic material, direct 
machining was used to fabricate a flow phantom for comparison with a 
previously described tissue-mimicking flow phantom of identical geometry 
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[23].  The vessel geometry chosen was that of a previously characterized 
carotid bifurcation, with 50% eccentric stenosis under the North American 
Symptomatic Carotid Endarterectomy (NASCET) criteria [48] and a common 
carotid artery (CCA) diameter of 8 mm [49, 50].  To accomplish this, the NC 
milling instructions were first generated from three-dimensional (3-D) 
parametric surfaces in a CAD software package (MasterCam, CNC Software 
Inc., Tolland, CT), as shown in Fig. 2.1a.  To ensure consistency, the phantom 
was constructed from the same sample of material as was used in the 
evaluation of acoustic properties.  A sheet of stock material 
152 mm  305 mm  6.4 mm was machined to a uniform thickness of 5 mm 
using a numerically controlled fly cutter mounted on a numerically controlled 
router (Millenium Series, AXYZ Automation Inc., Burlington, ON).  The final 
thickness of the plastic sheet was chosen based on the largest vessel 
diameter, such that only 0.5 mm of excess material would remain between 
the outer surface and the uppermost lumen boundary after fabrication, 
thereby minimizing the ultrasound path length and resultant attenuation 
through the plastic.  The phantom was constructed in two parts from blocks 
of material each 70 mm wide  215 mm long  5 mm thick, where one-half of 
the vessel was machined into each of the two material blocks.  Both halves of 
the carotid vessel geometry were machined into the 5-mm plastic sheet, 
appropriately spaced to allow for both vessel blocks to be machined and 
subsequently removed from the surrounding material.  Machining of the 
vessel geometry was performed using a ball-nosed endmill with a diameter of 
2.38 mm mounted on the NC router.  Surface roughness was minimized by 
specifying a maximum height of 0.025 mm for the residual ridges produced by 
successive cuts (scallop height).  In addition, four centering pinholes and 32 
through holes for the insertion of fastening screws were drilled in both of the 
vessel blocks at mirrored locations.  Once machined, the two halves of the 
phantom were cleaned, sealed with silicone rubber and fastened together 
using Nylon® screws.  Exact alignment of the two halves was facilitated by 
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four 6.4-mm diameter dowels placed in the centering pinholes.  To enable 
coupling with other components of the flow system, complimentary threads 
were made at the inlet and outlets of the vessel using an appropriate 9-mm 
tap.  Threaded adaptors housing plastic flow connectors (APC series, Colder 
Products Co., St. Paul, MN) were inserted into the resultant threads and 
sealed with silicone rubber.  The final phantom is illustrated in Fig. 2.1b and 
2.1c.  To compare phantom performance with a previously validated 
tissue-mimicking flow phantom, a distensible silicone-walled carotid phantom 
with the same geometry was also fabricated using the technique described by 
Poepping et al. [23]. 
 
Figure 2.1: Carotid bifurcation flow phantom showing (a) 3-D CAD design of 
the two-part phantom, (b) photograph of the machined halves, and (c) fully 
assembled phantom.  The concave arrows indicate the locations of the 
centering pins. 
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2.2.4 Non-destructive evaluation 
To verify the dimensional accuracy and geometric fidelity of the directly 
machined flow phantom, the fully assembled model was evaluated 
non-destructively using high-resolution micro-computed tomography 
(micro-CT).  A flat-panel equipped conebeam laboratory CT scanner (Locus 
Ultra, General Electric Healthcare Biosciences, London, ON) was used to 
scan the phantom, using acquisition parameters of 120 kVp and 20 mA for a 
16 s total scan.  The phantom was reconstructed using filtered backprojection 
in a conebeam geometry to provide a 3-D image with isotropic voxel spacing 
of 0.15 mm.  To visualize the lumen surface geometry, the air-filled lumen 
was segmented from the surrounding plastic, based on a grey-scale threshold 
followed by region growing and mesh generation using the marching-cubes 
algorithm.  The resulting triangulated surface provided information about 
the model shape and surface smoothness.  Repeat measurements of lumen 
dimensions and percent stenosis from micro-CT geometries were compared to 
the original CAD instructions as a quantitative assessment of geometric 
accuracy. 
2.2.5 Phantom measurements 
2.2.5.1 Comparison of velocity profiles 
 To test for Doppler signal fidelity in the plastic phantom, flow 
experiments were conducted on both the plastic phantom and the 
tissue-mimicking phantom under identical Doppler settings and flow 
conditions, as described below.  Experiments employed the flow simulator 
and semi-automated DUS acquisition systems described by Poepping et al. 
[14].  A well-characterized blood-mimicking fluid (BMF) suited to DUS was 
used to perfuse the vessel [51].  To ensure fully established laminar flow 
profiles, the Reynolds number Re = Du/ is required to be less than 200 and 
an adequate entrance length, L, given empirically by L = 0.03  D  Re [52] 
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must be achieved, where D is the diameter of the tube, u is the mean fluid 
velocity, and  is the kinematic viscosity.  The kinematic viscosity of the BMF 
was verified prior to each data collection (4.02  0.1 cS).  A 
computer-controlled flow pump was used to provide a constant flow rate of 
5 mL s-1 [53, 54], corresponding to a Re of 198 and a minimum entrance 
length of 5 cm for the CCA (D = 0.8 cm).  The experimental setup used 
provided an entrance length of greater than 50 cm at the interrogated region 
of both phantoms.  The plastic flow phantom was mounted in a water bath 
during ultrasound acquisition to ensure adequate acoustic coupling.  
Measurements were performed at a temperature of 23  1 C. 
 Doppler spectra were acquired with a conventional clinical duplex DUS 
system (Ultramark 9, Philips-ATL, Bothell, WA) using a 4-MHz linear array 
transducer (L7-4 Philips-ATL, Bothell, WA) producing a focused beam with a 
2.0-cm focal depth and a 1.0-mm sample volume length.  To achieve a clinical 
Doppler angle of 60°, the ultrasound probe was tilted at a 10° angle from the 
vessel axis in combination with a beam steering angle of 20° (Fig. 2.2).  A 
Doppler pulse-repetition frequency of 2,500 Hz with a 25-Hz applied 
wall filter was used.  A semi-automated acquisition system equipped with a 
translating stage was used to interrogate 2,025 (45  45) data acquisition 
points with 0.2-mm isotropic spatial increments in an (8.8-mm)2 square data 
grid spanning a transaxial plane of the CCA.  One second of audio data was 
acquired at each collection point and sampled at 44.1 kHz for post-processing. 
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Figure 2.2: Carotid bifurcation phantom mounted in a water bath with the 
ultrasound probe attached to the translational stage and mechanically tilted 
at a 10° angle from the vessel axis. 
 
 Data analysis of each spectrum consisted of a 1,024-point fast Fourier 
transform (FFT) with a 1,024-point Hanning window and 50% overlap 
between consecutive windows, providing a velocity resolution of 1.66 cm s-1.  
The resulting 85 power spectra calculated from each second of data were used 
to determine several parameters, including: mean velocity (v mean       ), standard 
deviation of mean velocity, peak velocity, and total integrated power [14].  
Results along the vertical and horizontal centerlines, as well as over the 
entire transverse plane, were compared between the phantoms.  Observed 
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profiles were also compared to the calculated parabolic velocity profile 
expected for fully established steady laminar flow. 
2.2.5.2 Mean velocity mapping under pulsatile flow conditions 
 In addition to evaluating the velocities under the well-characterized 
flow conditions of fully developed steady laminar flow in the CCA, flow 
velocity data were also collected across the central plane defined by the 
longitudinal axes of the bifurcation flow phantom in order to demonstrate 
that quantitative cardiac-gated data could be collected in the plastic phantom 
under pulsatile flow conditions.  An average carotid flow-rate waveform [14, 
55], with a mean flow rate of 6.00 mL s-1, a peak flow rate of 23.46 mL s-1, and 
a cycle length of 0.92 s, was provided to the flow phantom.  The pump output 
waveform was that described by Poepping et al. [14], which compensates for 
damping effects and achieves the desired waveform at the inlet of the CCA.  
Distal flow resistors, comprised of 2-mm diameter tubing, were attached to 
the vessel outlets to ensure appropriate flow division of 65:35 between the 
ICA and the external carotid artery (ECA) [14].  In this study, resistor tubing 
lengths of 1 m and 2 m were required for the ICA and ECA, respectively.  The 
same 4-MHz Doppler probe and 60° Doppler angle as described above were 
used with Doppler acquisition parameters of a pulse-repetition frequency of 
18,519 Hz, a 50-Hz wall filter, and a 1.0-mm sample volume with a 2.0-cm 
focal depth.  Data were collected across a longitudinal central plane of the 
phantom with 1-mm isotropic spacing over a defined acquisition grid 
consisting of 1,025 sample locations within a 78-mm  24-mm region; 10 s of 
cardiac-gated data was collected at each acquisition site.  The FFT 
post-processing analysis technique described above was performed on the 
recorded data.  In addition, mean velocities were calculated from the 
ensemble average of ten complete cardiac cycles (v 
_
mean        ), providing 
two-dimensional (2-D) mean velocity maps for each of 79 time points in the 
cardiac cycle. 
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2.3 Results 
2.3.1 Speed of sound and attenuation characterization 
The results of the speed of sound and acoustic attenuation measurements at 
5 MHz are summarized in Table 2.1. Of the candidate materials, Teflon® 
displayed the smallest SoS mismatch with respect to tissue (10.6%), 
representing the only material found to have a SoS mismatch not exceeding 
15%.  Our measured value for the SoS in Teflon® is in agreement with the 
value of 1376 ± 16 m s-1 previously reported by Raum and Brandt [56].  
HDPE provided the lowest attenuation coefficient of the materials tested and 
a value closest to that of soft tissue (0.5 to 0.7 dB cm-1), but had the highest 
SoS mismatch with respect to soft tissue. 
 
Table 2.1: Speed of sound and acoustic attenuation values measured for the 
five candidate materials.  The percent difference in SoS is calculated with 
respect to the SoS value of 1540 m s-1 for the soft tissue average. 
 
 
 
Material 
 
Speed of sound 
(m s-1) 
Difference from 
tissue 
(percent) 
Acoustic attenuation 
(dB cm-1 MHz-1 
at 5 MHz) 
HDPE          2461 ± 18 59.8 2.7 ± 0.2 
PTFE (Teflon®)          1376 ± 40 –10.6 13.0 ± 0.3 
UHMW          2136 ± 33 38.7 3.4 ± 0.1 
Urethane-75D          2010 ± 9 30.5 8.3 ± 0.2 
Urethane-90A          2065 ± 29 34.1 8.5 ± 0.4 
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Teflon®, which had the most suitable SoS values, was tested for its 
frequency dependence of attenuation.  The attenuation coefficient for Teflon® 
is plotted as a function of frequency from 3 – 7 MHz in Fig. 2.3.  Teflon® 
demonstrates a nearly linear frequency dependence in attenuation rate over 
the diagnostic frequency range, with fitted parameter values to the power law 
expression in Eqn. (2.1) of 9.7 ± 0.5 dB cm-1 MHz-b, for α (attenuation 
coefficient at 1 MHz), and frequency dependence of b = 1.20 ± 0.02.  This 
value falls within the range for soft tissue, which typically has a value of b 
between 1 and 2 [57].  Although the attenuation coefficient at 5 MHz was the 
highest of the materials tested, the linearity of the frequency dependence 
combined with the SoS characteristics led to the selection of Teflon® for the 
construction of the carotid bifurcation flow phantom.  Figures 2.1b and 2.1c 
show the bifurcation geometry machined into Teflon®. 
 
Figure 2.3: Attenuation coefficient as a function of frequency for Teflon®.  
Each error bar is determined from the linear regression for the corresponding 
attenuation coefficient.  The R-squared value of the regression is 0.999. 
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Figure 2.4: Micro-computed tomography surface mesh of the lumen geometry 
in the Teflon® carotid bifurcation phantom. 
 
2.3.2 Fidelity of fabrication technique 
Figure 2.4 shows the lumen boundary surface mesh of the Teflon® 
bifurcation phantom generated from micro-CT data reconstructions.  These 
mesh renderings of the phantom surface geometry demonstrate that a 
smoothly machined surface was achieved throughout the lumen.  The use of a 
grey-scale thresholding technique to segment the phantom lumen was 
possible due to the difference in CT number for air (defined to be –1000 
Hounsfield units (HU)) and for Teflon® (918 HU [58]).  A semi-automated 
threshold-based boundary determination technique was used to measure 
lumen dimensions at several locations in the fully constructed Teflon® 
phantom.  Measurements of the vertical and horizontal diameters of the CCA 
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averaged from five repeat trials gave 7.99 ± 0.07 mm and 7.92 ± 0.10 mm, 
respectively, demonstrating that a closely circular cross-section for the CCA 
lumen was achieved.  Using the NASCET definition, the measured percent 
stenosis averaged from five measurements was 52.5 ± 1.4%, compared to 
50.4% in the original CAD instructions.  The results of these quantitative 
measurements indicate that the described NC direct-fabrication technique 
was able to accurately reproduce our desired vessel geometry. 
2.3.3 Comparison of velocity profiles 
The plots in Fig. 2.5a and 2.5b show the relative mean velocity profiles along 
the horizontal and vertical centerlines of the 8-mm diameter CCA for both 
the Teflon® phantom and the thin-walled phantom.  Due to the difference in 
CCA diameter that results from the comparison of a rigid plastic phantom 
with a distensible tissue-mimicking phantom, the relative velocity profile 
shapes observed in the two phantoms were compared by normalizing the 
mean velocities (v mean       ) to the maximum value of mean velocity for the 
corresponding profile.  For additional comparison, the expected parabolic 
profile associated with fully developed laminar flow in an 8-mm cylindrical 
vessel is overlaid on the experimental values.  The plots show that the mean 
velocity profiles across both the horizontal and vertical centerlines of the two 
phantoms are in good agreement, particularly near the centre of the lumen.  
These results also align well with that of the calculated parabolic profile for 
fully developed laminar flow in a cylindrical vessel.  The corresponding plots 
of the standard deviations in mean velocity for the two phantoms shown in 
Fig. 2.5c and 2.5d also indicate that precise velocity measurements are 
obtained near the vessel center.  However, overestimations of velocities and 
higher standard deviations in velocity measurements are observed near the 
lumen-wall boundary in both phantoms, as shown by the absolute 
point-by-point mean velocity differences relative to the parabolic profile in 
Fig. 2.6.  This leads to overestimations of the parabolic profile by up to 
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8.35 cm s-1 and 8.76 cm s-1 along the vertical centerline and by up to 
4.48 cm s-1 and 5.49 cm s-1 along the horizontal centerline in the Teflon® 
phantom and the thin-walled phantom, respectively.  Departures of velocity 
values from parabolic profiles and increases in standard deviations begin at 
similar distances from the wall boundary in the two phantoms, providing 
similar bounds within which reliable measurements can be taken. 
 
 
Figure 2.5: Relative (a) vertical and (b) horizontal v mean       profiles and relative 
(c) vertical and (d) horizontal standard deviations of v mean       profiles from the 
Teflon® phantom and the silicone-walled phantom.  The expected parabolic 
velocity profile for mean velocity is shown for comparison (solid line). 
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Figure 2.6: Point-by-point differences in mean velocity between the measured 
v mean       profiles and the expected parabolic profile through the centerline of the 
Teflon® phantom and the silicone-walled phantom.  The vertical profile is 
shown in (a) and the horizontal profile is shown in (b). 
 
The interrogation of a transverse cross-section of the CCA of the 
Teflon® phantom produced mean velocity distributions consistent with those 
in the CCA of the thin-walled phantom.  Figures 2.7a and 2.7b show 
side-by-side colour-flow plots for the two phantoms.  The velocity contours are 
reasonably circular, as is expected in a flow cylinder with fully developed 
laminar flow.  Distributions of standard deviation of mean velocity (Fig. 2.7c 
and 2.7d), peak velocity (Fig. 2.7e and 2.7f) and integrated power (Fig. 2.7g 
and 2.7h) are also comparable between the Teflon® and thin-walled 
phantoms.  A 2-D map of standard deviation in mean velocity also shows low 
and uniform deviations near the centre of the vessel; significant departures 
do not occur beyond approximately 0.8 mm from the vessel wall boundary, as 
plotted for centerlines in Fig. 2.5c and 2.5d.  Greater attenuation at the edge 
of the vessel, due to increased path length of the beam through overlying 
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material, leads to a reduction in received signal near the lumen boundary 
and a subsequent reduction in velocity precision near the wall, as shown in 
Fig. 2.5d.  Although the higher attenuation coefficient in Teflon® exacerbates 
this effect, this additional reduction in signal power does not significantly 
decrease the accuracy of the velocity measurements, as shown in Fig. 2.6b. 
2.3.4 Mean velocity mapping under pulsatile flow conditions 
We successfully collected quantitative cardiac-gated DUS data under 
pulsatile flow conditions in our Teflon® 50% eccentrically stenosed carotid 
bifurcation phantom.  The 2-D colour-encoded flow map of calculated mean 
velocities over the longitudinal central plane of the model at peak systole is 
shown in Fig. 2.8.  This technique was able to capture the key velocity 
patterns that characterize an idealized carotid geometry of moderate 
eccentric stenosis [59], such as the high-velocity jet in the stenosis and the 
recirculation zone along the outer wall of the ICA bulb, distal to the stenosis.  
The expected parabolic flow patterns are also observed in the CCA proximal 
to the stenosis and in the distal ECA and ICA.  Since spectral analysis of the 
Doppler data is performed offline, mean velocity is one of any number of 
spectral parameters which can be computed. 
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Figure 2.7: Colour-encoded maps for a transverse slice of the 8-mm CCA for 
the Teflon® phantom (left panels) and the silicone-walled phantom (right 
panels) representing (a, b) mean velocity, (c, d) standard deviation in mean 
velocity, (e, f) peak velocity and (g, h) integrated power. 
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Figure 2.8: Colour-encoded flow map of ensemble-averaged mean velocity, 
v 
_
mean        , in the longitudinal central plane of the Teflon® bifurcation phantom, 
measured in a 12-ms acquisition window near peak systole. 
 
2.4 Discussion 
The Teflon® flow phantom provides DUS velocity measurements consistent 
with the tissue-mimicking silicone-walled phantom reported by 
Poepping et al. [23], and has the added advantage of an accurate and rapid 
fabrication process.  Although Teflon® suffers from a lower speed of sound 
and higher attenuation compared to soft tissue, mean velocity values in the 
Teflon® flow cylinder are in excellent agreement with expected parabolic 
profiles, especially near the centre of the vessel, as shown in Fig. 2.5 and 2.6.  
The overestimation of v mean        of the Doppler spectra near the lumen-wall 
boundary arises from known intrinsic causes, such as finite sample volume 
and beam side-lobe effects and effects of a wall filter, which is exacerbated in 
regions of the vessel by low integrated power.  These near-wall deviations are 
not exclusive to the Teflon® phantom, but are observed in both wall-less and 
walled flow phantoms, as shown by Poepping et al. [23].  In the Teflon® 
phantom under our experimental conditions, these errors become significant 
within 0.8 mm of the vessel wall boundary, similar to that in the 
silicone-walled phantom.  The acoustic properties of Teflon® are not identical 
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to tissue or blood, and will therefore result in an acoustic velocity mismatch 
and refraction effects at the interface between the vessel wall and 
blood-mimicking fluid [31].  However, previous research has indicated that if 
a SoS mismatch is unavoidable, it is better to choose a material such that the 
beam passes from a material of lower SoS into a lumen of higher SoS.  In this 
case, the ultrasound beam is refracted towards the lateral walls resulting in a 
divergent intensity pattern, avoiding the hot and cold spots associated with a 
convergent intensity pattern [31, 32].  This effect makes Teflon® a better 
choice than other plastics, such as UHMW, acrylic [60], polyvinyl chloride 
[61], or polyester resin [62], and results in a more uniform power distribution 
across the lumen [63], as shown in Fig. 2.7.  Due to some of these mitigating 
effects, we were able to achieve adequate return signal throughout the depth 
of the vessel – particularly down the vertical centerline of the lumen where 
the ultrasound beam traverses the shortest pathline through the material – 
despite Teflon® suffering from a higher attenuation relative to the 
thin-walled model.  As a consequence of the divergent refraction of the 
ultrasound beam at the vessel wall boundary, there is a slight lateral shift in 
the velocity information obtained from the vessel lumen.  Since the 
ultrasound beam is refracted towards the lateral walls, the source of velocity 
information is located closer to the lateral edges than the assumed site of 
interrogation.  In the Teflon® phantom this leads to a small underestimation 
of velocity near the lateral boundaries, as shown in Fig. 2.6b, as well as to a 
narrowed region of low uniform standard deviations in velocity 
measurements as compared to the thin-walled phantom (Fig. 2.7c and 2.7d).  
However, data taken near the wall should be used with discretion.  It should 
be noted that interrogations in narrow channels, such as at the point of 
severe stenosis in the carotid artery bifurcation, may not be as reliable as 
measurements in broader vessels, such as upstream from the stenosis in the 
CCA or downstream in the clinically relevant distal ICA. 
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 The capability of the Teflon® phantom to provide quantitative flow 
velocity spectral measurements and calculated waveform indices, such as 
mean and peak velocity values, makes it suitable for the evaluation of 
Doppler ultrasound velocity techniques and experimental flow studies.  While 
the Teflon® phantom is not appropriate for B-mode applications, such as for 
observations of vessel wall attributes or shadowing artifacts, it is suited to 
spectral Doppler techniques including colour-flow imaging.  We have shown 
that an analysis of mean flow velocities is possible, but since spectral data 
can be recorded for offline analysis, post-processing can include a calculation 
of any number of velocity-based waveform indices.  In addition, absolute 
knowledge of true lumen geometry and dimensions lends itself to greater 
statistical power for investigations in which geometric parameters are varied. 
 Direct machining into a rigid plastic, such as Teflon®, can produce flow 
phantoms with vessel lumens of arbitrary geometry – similar to alternative 
techniques using thin-walled silicone models and a multi-step lost-material 
casting process – but with a greatly simplified fabrication process.  While the 
rigidity of Teflon® enables accurate and faithful reproduction of desired 
vessel geometries, the associated compromise is that Teflon® phantoms do 
not mimic the arterial distensibility of young human arteries [64, 65].  
However, it has been shown that there is a tendency for arterial wall motion 
to decrease with age and disease [66, 67], and that the extent of wall motion 
is low in many peripheral vascular disease models [68].  Hansen et al. [66] 
reported that an elderly population typically exhibits only a 5% distension in 
vessel diameter, as opposed to a 12 to 14 % diameter change in the young 
population.  Numerical simulations have indicated that this low degree of 
vessel compliance has little effect on the global characteristics of flow 
patterns [69, 70].  In addition, for cases where the effects of an isolated and 
deliberate change on a single geometric parameter is desired, flow studies can 
limit the need to mimic distensibility by using matched or paired models.  
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Another potential limitation of the Teflon® phantom is that it does not 
simulate the different ultrasound properties of heterogeneous components in 
an atherosclerosis model, as is possible with the silicone-walled model [23].  
This is not a drawback for most Doppler flow studies, as the focus is generally 
the observation of flow patterns distal to the atheroma, rather than imaging 
the structures immediately located at the stenosis. 
 The direct fabrication of lumen geometry in Teflon® is a versatile 
method that facilitates a large number of potential applications.  This method 
allows for the fabrication of some geometries not possible with cast- or 
mould-reliant techniques, such as mushroom-shaped ulcerations as described 
by Lovett et al. [28].  It is also possible to use the proposed fabrication 
technique to create vessel phantoms with tortuous lumen geometry, i.e. those 
that incorporate a curve or bend.  This curvature can either be in-plane – in 
which case they can be machined using the technique that we have described 
without any modifications – or out-of-plane.  A non-planar geometry with 
out-of-plane curvature can still be fabricated using the split model system, 
but would require a modification to the technique.  In this case, the design 
would include a non-planar parting line between the two Teflon® blocks, such 
that the parting line defines a surface that bisects the lumen at its widest 
point, avoiding the need for undercutting.  This approach would allow for 
future phantoms to incorporate tortuosity or irregular features observed in 
real patients, making it more feasible to conduct rapid prototyping of patient 
vascular geometries using 3-D diagnostic images from ultrasound [71], 
magnetic resonance imaging [72, 73], or CT [74, 75].  Due to the versatility of 
this technique, the phantom is not limited only to carotid lumen geometries, 
but can be applied to other vessel anatomies, such as to aortic or cerebral 
aneurysm models.  Finally, the ability to introduce small well-defined 
changes into the Teflon® models makes them amenable to the stepwise 
variation of vascular geometry.  Teflon® flow phantom studies may help to 
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elucidate the effect of these variations on the diagnostic accuracy of Doppler 
and in particular the blood-flow parameters relevant to the detection of 
various anatomic and disease states.  
2.5 Conclusion  
This study demonstrates the feasibility and efficacy of implementing a 
computer-aided direct-machining technique for the fabrication of vascular 
flow phantoms from Teflon®.  Ease of fabrication, cost, and flexibility of 
design make Teflon® flow phantoms suitable candidates for large-scale 
Doppler ultrasound investigations. 
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Chapter 3  
Clinical Doppler Ultrasound for the Assessment of 
Plaque Ulceration in the Stenosed Carotid 
Bifurcation By Detection of Distal Turbulence 
Intensity: A Matched Model Study† 
3.1 Introduction 
The degree of internal carotid artery (ICA) stenosis is an independent 
predictor of ischemic stroke and a parameter by which plaques can be graded 
and patients selected for appropriate therapy [1-4].  This has led to the 
current use of diagnostic indicators based on the linear reduction in the ICA 
arterial lumen diameter, to identify patients with significant stenoses who 
would benefit from the surgical removal of the high-risk lesion [5-12].  
Doppler ultrasound (DUS) examinations – utilizing peak-systolic velocity 
measurements within the high-velocity jet of the ICA as a surrogate measure 
of stenosis severity – are commonly the first-line diagnostic technique used in 
the assessment of stroke patients [13, 14].  However, atherosclerotic carotid 
vessels of similar stenosis or hemodynamic severity do not necessarily pose 
the same risk of thromboembolic events, and current examinations based 
solely on the evaluation of stenosis severity do not provide optimal sensitivity 
and specificity for the selection of patients appropriate for surgery [3, 15-17].  
Plaque surface morphology and composition are now recognized to be 
additional risk factors in determining the clinical significance of carotid 
atherosclerotic disease [18-21]. 
                                            
† A version of this chapter has been published in European Radiology (2009) 
19: 2739-2749 in an original article entitled “Clinical Doppler ultrasound for 
the assessment of plaque ulceration in the stenosed carotid bifurcation by 
detection of distal turbulence intensity: a matched model study” by E. Y. 
Wong, H. N. Nikolov, M. L. Thorne, R. N. Rankin, T. L. Poepping, and D. W. 
Holdsworth. 
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 In addition to the degree of ICA stenosis, the North American 
Symptomatic Carotid Endarterectomy Trial (NASCET) identified one other 
angiographic parameter – the presence of carotid plaque ulceration – as an 
independent risk factor for stroke [22]; this finding has also been 
corroborated by subsequent studies [23, 24].  Although there are some 
contradictory reports [25-28], numerous investigations have established 
significant associations between the disruption of the carotid plaque surface 
by ulceration and pathological evidence of plaque vulnerability as evidenced 
by: intraplaque hemorrhage [29-31]; adherent surface thrombus [32]; and 
overall plaque instability [21].  There is also evidence that carotid plaque 
ulceration is a source of cerebral emboli even when the percent stenosis is 
less than severe (i.e. < 70% by NASCET standard) [33, 34], perhaps 
accounting in part for the disparities in risk presented by vessels of similar 
stenosis severity [35-37]. 
 Carotid plaque surface ulceration is imputed as a cause of thrombosis 
and a source of cerebral embolisms, but the mechanisms that link ulceration 
to enhanced thrombogenicity and risk of stroke are still not understood.  
There is strong evidence to suggest that a combination of biochemical factors 
(such as systemic factors and exposed substrate-related effects at the site of 
arterial wall injury) and mechanical factors (arising from the local fluid 
dynamics) can lead to thrombogenesis at ruptured atherosclerotic plaques, by 
triggering platelet activation and the coagulation cascade [38, 39].  In terms 
of fluid-dynamic effects, several types of local alterations in blood flow have 
been demonstrated to contribute to thrombus formation.  Vortices [40, 41], 
disturbed flow [42], high or oscillating shear stress [43, 44], and turbulence 
[41, 45-47], have been implicated in platelet activation and thrombus 
fragmentation [43, 48].  Stagnation zones and regions of recirculation 
proximal and distal to stenotic lesions – where flow encounters the wall 
perpendicularly – are thought to promote the deposition or aggregation of 
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thrombogenic particles [49, 50].  It has been well-established that in 
fluid-dynamics systems, stenoses, bifurcations, and surface roughness are 
associated with flow disturbances [51, 52].  This is exemplified in the arterial 
vasculature, where the geometry of a stenosed carotid bifurcation is uniquely 
susceptible to complex and aberrant flow behaviour, particularly under 
physiological pulsatile flow conditions [53-59].  Moreover, it is likely that 
plaque surface morphology can further contribute to the abnormality of local 
hemodynamics.  In vitro investigations performed by Lesniak and colleagues 
demonstrated that protruding surface irregularities were a source of flow 
disturbances in a stenotic carotid bifurcation geometry [60, 61], which 
affected the associated DUS spectra measured in the abnormal flow regions 
[62, 63].  More specific to ulcerations, Birchall et al. [64] reported that a 
numerical model of a stenosed carotid bifurcation with a deep ellipsoidal 
ulcer exhibited low-velocity turbulent flow within the ulcer cavity and 
swirling jets downstream.  An in vitro flow dynamics study by Imbesi and 
Kerber [65] found that flow slipstreams assumed a disturbed, helical flow 
pattern downstream from ulcers located in a stenotic carotid bulb.  These 
reports suggest the potential diagnostic utility of observing the post-stenotic 
velocity field in ulcerated atherosclerotic vessels, using a method able to 
detect departures from laminar flow. 
 In addition to the measurements of peak velocities used in current 
diagnostic examinations, Doppler ultrasound has the capability to observe 
quantitative and absolute measures of disturbed and turbulent physiological 
flow [66].  Several Doppler ultrasound spectral parameters are indicative of 
disturbances in blood flow, including indices based on the increased width of 
the Doppler spectrum (e.g. spectral width and spectral broadening index) [55, 
67-69], enhanced Doppler backscatter [70-73] and velocity fluctuations 
(e.g. turbulence intensity (TI)) [74-77].  TI is of particular interest, as it is 
subject to fewer confounding factors than indices based on spectral width and 
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Doppler backscatter [78, 79].  Clinical Doppler ultrasound can be utilized in 
both in vivo [74, 80, 81] and in vitro [82-84] environments to non-invasively 
extract measurements of disturbed blood flow.  Its application to in vitro 
models, where parameter control is optimal, allows for the study of 
geometry-related flow effects in both ulcerated and non-ulcerated stenosed 
vessels with clinical implications. 
 We describe an in vitro study of physiologically relevant ulceration in a 
stenosed anthropomorphic carotid flow phantom, using clinical Doppler 
ultrasound to characterize TI distal to the bifurcation.  This method allows 
for the direct comparison of downstream flow with and without the presence 
of ulceration, in the same stenosis geometry and under identical physiological 
flow conditions.  An offline analysis of data from the clinical system was used 
to calculate ensemble averaged velocity parameters and compare 
post-stenotic velocity data in the models.  The effects of ulcer size and 
geometry on the resultant spectral parameters are presented. 
3.2 Materials and Methods 
A set of anthropomorphic Doppler ultrasound compatible flow phantoms were 
constructed using the direct-fabrication technique described in Chapter 2 
[85].  This method of directly machining vessel geometries into a 
DUS-compatible plastic facilitated the accurate and easy fabrication of a set 
of phantoms with ulcers of various sizes and geometries. 
3.2.1 Phantom design 
3.2.1.1 Vessel and ulcer geometry 
The underlying baseline vessel geometry of each phantom, before the 
incorporation of ulceration, was an averaged geometric representation of a 
human carotid bifurcation [85], with 50% eccentric stenosis under NASCET 
criteria [86] and a common carotid artery (CCA) diameter of 8 mm.  Four 
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ulcer shapes – representing each of the four clinically determined categories 
defined by Lovett et al. [87] (as indicated in brackets) – were investigated: a 
hemispherical ulceration (Type 1), a mushroom-shaped ulcer incorporating a 
cavity with a small neck connecting it to the parent vessel lumen (Type 2), 
and ellipsoidal ulcers pointing distally (Type 3) and proximally (Type 4).   
Three-dimensional (3-D) computer-aided design (CAD) models 
representing the reported ulcer geometries were generated in a CAD software 
package (MasterCam, CNC Software Inc., Tolland, CT, USA) by 
constructively assembling geometric primitives.  The vessel lumen was 
defined by the intersection of the geometric primitives with the 
parametrically defined baseline carotid bifurcation geometry.  The 
dimensions of each ulcer type were designed to be clinically realistic in size, 
proportions, angle of incidence [23, 65, 87-92], and to maintain a similar 
cavity volume between ulcers.  Each ulcer was incorporated into a carotid 
vessel geometry at the level of the apex of the bifurcation on the non-flow 
divider wall, to be consistent with previous characterizations of frequent sites 
of carotid plaque ulceration [88, 91, 93-95].  A Type 1, 4-mm diameter 
hemispherical ulcer was achieved by incorporating a 4-mm diameter sphere 
centered at the vessel lumen surface.  A Type 2, mushroom-shaped ulcer was 
constructed as a prolate ellipsoid with an aspect ratio of 2.5 (major axis 
5.36 mm, minor axis 2.14 mm) coupled with a cylindrical neck of diameter 
2.14 mm and length of 1.07 mm from the main lumen-wall boundary to the 
ellipsoidal centre.  Type 3 and 4, ellipsoidal ulcers were modeled as prolate 
ellipsoids with an aspect ratio of 2.5 (major axis 7.37 mm, minor axis 
2.95 mm) and with the centre intersecting the main lumen-wall boundary, 
tilted at 45 relative to the tangent of the lumen centerline at the level of the 
bifurcation apex.  To investigate the effect of ulcer size, two additional vessel 
geometries incorporating hemispherical ulcers (diameters of 2 and 3 mm) 
were manufactured.  No ulcer was allowed to extend beyond the boundary 
108 
 
defined by the corresponding averaged representation of a normal carotid 
bifurcation lumen geometry [85].  A non-ulcerated phantom with the baseline 
stenosis geometry was fabricated for comparison with the ulcerated models.  
The CAD geometries for each of the bifurcation phantoms are shown in 
Fig. 3.1. 
 
 
Figure 3.1: The carotid bifurcation lumen geometries used in our study.  The 
CAD models are of an idealized 50% eccentric carotid bifurcation with (a) a 
smooth non-ulcerated wall; a hemispherical ulcer of (b) 2-mm, (c) 3-mm and 
(d) 4-mm diameter; (e) a mushroom-shaped ulcer; an ellipsoidal ulcer 
pointing (f) distally and (g) proximally.  The boundary defined by the normal 
carotid bifurcation geometry is shown in light grey to illustrate the location of 
plaque deposition. 
 
3.2.1.2 Fabrication technique 
 The numerically controlled (NC) milling instructions for each of these 
vessel geometries were generated from 3-D parametric surfaces in a CAD 
software package (MasterCam, CNC Software Inc., Tolland, CT, USA).  Each 
flow phantom was designed to be symmetric about a midplane defined by the 
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vessel axes, facilitating fabrication as a two-part model, where each half of 
the phantom was machined into a block of Teflon® with dimensions 
70 mm  215 mm  5 mm.  The procedures for the milling and assembly of 
the phantoms are described in detail in Chapter 2 [85].  Note that, due to the 
relatively high acoustic attenuation of Teflon®, it is important to minimize 
the thickness of plastic overlying the vessel lumen; in our models, the 
maximum thickness of Teflon® that must be penetrated in the distal ICA was 
limited to 2.5 mm.  Coupling of the phantom to other components of the flow 
system was facilitated by the incorporation of plastic flow connectors (APC 
series, Colder Products Co., St. Paul, MN, USA) at the inlet and outlets of the 
vessel. 
3.2.1.3 Evaluation of vessel geometry 
 Dimensional accuracy and geometric fidelity of the flow phantoms were 
evaluated non-destructively using high-resolution micro-computed 
tomography (micro-CT), as previously described in Chapter 2.  Measurements 
of lumen dimensions from the micro-CT geometries determined using 
Microview visualization software (version 2.2.a5, GE Healthcare, London, 
ON, Canada) were compared to the prescribed CAD instructions as a 
quantitative assessment of geometric accuracy.  Root-mean-square (RMS) 
departures from prescribed dimensions are reported. 
3.2.2 Doppler data acquisition 
Cardiac-gated Doppler flow velocity data were collected in each of the carotid 
bifurcation phantoms under identical Doppler acquisition parameters and 
physiological pulsatile flow conditions using an in vitro flow simulator and 
semiautomated DUS acquisition system (Appendix B, Fig. B.1), as described 
by Poepping et al. [82]  A well-characterized blood-mimicking fluid (BMF) 
suited to DUS blood-velocity measurements under both laminar and 
turbulent flow conditions was used [83, 97].  A simulated average carotid 
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flow-rate waveform [98], with a mean flow rate of 6.00 mL s-1, a peak flow 
rate of 23.46 mL s-1, and a cycle length of 0.92 s, was provided to the CCA 
inlet of the flow phantom using a computer-controlled flow pump [99, 100], 
resulting in a mean Reynolds number of 238 and a Womersley number of 5.2.  
In the stenosis (2.8-mm diameter), the mean and peak Reynolds numbers 
were 450 and 1,770, respectively.  The pump output flow waveform was that 
described by Poepping et al. [82], which compensates for damping effects to 
achieve the desired waveform at the inlet of the CCA.  Distal flow resistors, 
comprised of 2-mm diameter tubing of lengths 1 m and 2 m, were attached to 
the ICA and the ECA outlets, respectively, to establish an appropriate 
ICA:ECA flow division of 65:35 [82].  The flow phantoms were mounted in a 
water bath during ultrasound acquisition to ensure adequate acoustic 
coupling.  Experiments were conducted at a temperature of 23  1 C. 
 Doppler spectral data were acquired at a clinical Doppler collection 
angle of 60 with a conventional clinical duplex DUS system (Ultramark 9, 
Philips-ATL, Bothell, WA, USA) using a 4-MHz linear array transducer (L7-4 
Philips-ATL, Bothell, WA, USA) producing a focused beam with a 2.0-cm 
focal depth and a 1.0-mm sample volume length.  A pulse-repetition 
frequency of 18,519 Hz was used to prevent aliasing of the Doppler signal in 
the high velocity regions.  The lowest available wall filter setting of 50 Hz 
was applied.  A semi-automated acquisition system equipped with a 
computer-controlled 3-D translating stage was used to collect DUS data over 
the central plane of the phantom defined by the longitudinal axes of the 
bifurcation flow phantom, as described by Poepping et al. [82]  The 
acquisition grid consisted of 1,025 sample locations with an isotropic spacing 
of 1 mm within a 78-mm  24-mm region, extending 43 mm proximal to the 
bifurcation apex in the CCA and 35 mm distal to the bifurcation apex in the 
ECA and ICA.  Note that a 1 mm sample spacing is appropriate, as the 
effective spatial resolution of clinical DUS is approximately 1 mm [82].  In 
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order to ensure consistent positioning of the acquisition grid in relation to 
each flow phantom, registration to the apex of the bifurcation was performed 
prior to data collection for each experiment.  Ten seconds of Doppler audio 
data were acquired at each collection site and digitized with a sampling rate 
of 44.1 kHz for offline post-processing and analysis. 
 To allow for statistical analysis in the post-stenotic region, additional 
measurements were performed in a region of interest (ROI) within the distal 
ICA.  The location of the ROI was optimized based on colour-encoded maps of 
central plane data in all of the phantoms.  The ROI was defined as a 6-mm 
diameter circular grid consisting of 24 points with 1-mm isotropic spacing, 
located 2 CCA diameters (16 mm) distal to the bifurcation in the centre of the 
ICA (Appendix C, Fig. C.2).  Ten independent measurements were performed 
for each point in the grid, each containing ten seconds of audio data collected 
using the acquisition parameters described above. 
3.2.3 Data analysis 
Data analysis of each spectrum consisted of a 1,024-point fast Fourier 
transform (FFT) with a 1,024-point Hanning window and 50% overlap 
between consecutive windows, producing an instantaneous Doppler spectrum 
every 12 ms with a velocity resolution of 1.66 cm s-1.  Each of the resulting 85 
velocity power spectra calculated from each second of data were used to 
determine mean velocity (v mean       ), peak velocity (v peak      ), and spectral width 
[82].  To characterize the spread associated with the velocity spectrum, 
spectral width was determined from the full width at half maximum of the 
velocity spectrum, and the spectral broadening index was calculated as 
1 – v mean / v peak             [101].  Several derived parameters were calculated from the 
periodic ensemble average of ten complete cardiac cycles, including: TI; 
standard deviation in peak velocities (SDPV); and ensemble-averaged mean 
velocity (v 
_
mean        ), peak velocity (v 
_
peak        ), spectral width (SW), and spectral 
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broadening index (SBI) [82].  The absolute TI was calculated as the RMS 
deviation in v mean       about v 
_
mean        (Appendix C, Fig. C.1) [102], while SDPV was 
defined as the standard deviation in v peak       about v 
_
peak        .
 Two-dimensional (2-D) velocity parameter maps were rendered for 
each of the 79 time points in the cardiac cycle.  To visualize differences in 
DUS-measured spectral velocity parameters between the non-ulcerated 
phantom and an ulcerated phantom, the corresponding 2-D velocity 
parameter maps were compared using site-by-site subtraction maps.  An 
intensity-based threshold filter was applied to remove data points collected 
from outside the lumen. 
3.2.4 Statistical analysis 
For each of the 79 time points in the cardiac cycle, statistical tests were 
performed on each DUS parameter, using the mean of ten repetitions (each 
calculated from the gated ensemble of ten cardiac cycles) at each of the 
acquisition points in the ROI (N = 24).  Paired t-tests were performed to test 
for differences between two models.  For quantitative comparisons between 
models at a specific time point, mean values and corresponding standard 
errors calculated from ten repetitions at each of the 24 points in the ROI 
(N = 240) are reported.  The maximum mean value (and corresponding time 
point) was determined from the mean TI (N = 240) at each of the 79 time 
points, and defined as the maximum TI for the model.  Repeated measures 
one-way analysis of variance (ANOVA) was used to test for the effects of 
shape and size of ulceration.  Each ANOVA was performed on mean values of 
TI (N = 240) for 79 time points in the cardiac cycle (N = 79). 
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3.3 Results 
3.3.1 Verification of phantom geometry 
Visual inspection of the lumen boundary of each phantom determined from 
micro-CT images demonstrated that a smoothly machined surface was 
achieved throughout the lumen.  The average RMS error in dimensions was 
0.15 mm, based on ten measurements of lumen dimension from locations both 
within the vessel and the ulcer of each phantom.  This indicated that the NC 
direct-fabrication technique was able to reproduce the prescribed vessel 
geometries with high fidelity. 
3.3.2 Turbulence intensity (TI) 
Increased TI was observed in the distal ICA downstream from the site of 
ulceration.  This is indicated in Fig. 3.2 for the hemispherical ulcer models, 
where the differences in TI between the ulcerated and non-ulcerated models 
are visually evident in the corresponding subtraction maps (Fig. 3.2 c, e, g).  
The region of elevated TI was located approximately 2 CCA diameters 
(16 mm) distal to the apex of the bifurcation, with an extent of approximately 
1 CCA diameter (8 mm).  The elevation of TI was most pronounced between 
12 ms preceding peak systole and 60 ms following peak systole, as shown in 
Fig. 3.3 and 3.4.  During this window around peak systole, the TI measured 
in the distal ROI (located at an axial distance of 55 to 60 mm in Fig. 3.2) was 
persistently higher in all of the ulcer phantoms than during any phase of the 
cardiac cycle in the non-ulcerated phantom.  The maximum TI (N = 240) 
measured in the distal ROI with corresponding standard error and the time 
point of occurrence are listed in Table 3.1.  The time of maximum TI occurred 
between 12 and 36 ms post-peak systole in each phantom.  The 2-mm 
hemispherical ulcer phantom exhibited the smallest maximum differences in 
TI of 6.2  0.7 cm s-1 relative to the non-ulcerated model, whereas the largest 
maximum difference of 10.3  0.7 cm s-1 was observed in the ulcer phantom 
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with the distally pointing ellipsoid.  Statistically significant differences in TI 
(95% confidence) were found between the non-ulcerated phantom and each of 
the ulcerated phantoms.  At the time point in the cardiac cycle where the 
maximum value of TI was measured in the ROI, there was a significant 
difference in TI in each of the ulcerated phantoms compared to the 
non-ulcerated phantom with p-values of < 0.001, as shown in Table 3.1.  Two 
time intervals in the cardiac cycle during which TI did not exhibit significant 
differences between all ulcer models and the non-ulcerated model were 
observed.  These occurred at 140 – 190 ms (i.e. 20 – 70 ms preceding peak 
systole) and 430 – 700 ms (i.e. 220 – 490 ms following peak systole), 
corresponding to the two major acceleration phases of the cardiac cycle where 
downswings in TI were observed.  Significant elevations in TI were found in 
the ulcerated models as compared to the non-ulcerated model for all other 
phases of the cardiac cycle, including during the deceleration phase following 
peak systole and during diastole when the ulcerated models exhibited a 
heightened level of steady-state TI.  The level of TI measured in the laminar 
flow region near the CCA midline of the models was 2.2  0.5 cm s-1 
(mean  standard deviation) and was not significantly different between 
models (P = 0.87). 
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Figure 3.2: Colour-encoded maps of turbulence intensity in the central plane 
of the (a) non-ulcerated phantom and the (b, c) 2-mm, (d, e) 3-mm, and 
(f, g) 4-mm hemispherical ulcer phantoms, at 48 ms post-peak systole, where 
(c, e, g) are subtraction maps of turbulence intensity in the ICA of the ulcer 
phantom relative to the non-ulcerated phantom. 
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Figure 3.3: Turbulence intensity versus cardiac cycle time in the ROI for the 
non-ulcerated phantom, and the 2-mm, 3-mm and 4-mm hemispherical ulcer 
phantoms.  The value of turbulence intensity at each time point is an average 
of ten repetitions (each of ten cardiac cycles) at each of the 24 acquisition 
sites in the ROI (N = 240).  Standard errors are shown for two time points: in 
end diastole (seen at a time of 60 ms) and at 48 ms post-peak systole (seen at 
a time of 264 ms).  A schematic of the carotid flow-rate waveform is overlaid 
(solid grey line) to indicate the relative positions of systole and diastole.  Peak 
systole occurs at approximately 210 ms, as indicated by the vertical dashed 
line. 
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Figure 3.4: Turbulence intensity versus cardiac cycle time in the ROI for 
ulcer phantoms of various shapes (mushroom, ellipsoidal pointing distally 
and ellipsoidal pointing proximally) and for the non-ulcerated phantom.  
Standard errors are shown in end diastole (seen at a time of 60 ms).  A 
schematic of the carotid flow-rate waveform is overlaid (solid grey line) to 
indicate the relative positions of systole and diastole.  Peak systole occurs at 
approximately 210 ms. 
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3.3.2.1 Ulcer size and shape 
 TI in the post-stenotic region increased as the diameter of the 
hemispherical ulcer was increased from 2 mm to 4 mm, as indicated in 
Fig. 3.2 and 3.3 and in Table 3.1.  One measure of the effect of ulcer size is 
maximum TI measured in the ROI in the distal ICA, which increased 
1.3 cm s-1 between the 2- and 3-mm diameter ulcers and 1.1 cm s-1 between 
the 3- and 4-mm diameter ulcers.  Maximum TI presented at a later time 
point in the cardiac cycle with increasing diameter of hemispherical 
ulceration, shifting from 12 ms to 36 ms post-peak systole between the 2-mm 
and 4-mm diameter hemispherical ulcer phantoms.  Diastolic values of TI 
also increased with ulcer size, as shown in Fig. 3.3.  In addition, the spatial 
extent of elevated TI increased with the diameter of ulceration, although the 
region of elevation was consistently located at approximately 2 CCA 
diameters distal to the bifurcation apex (Fig. 3.2).  A statistically significant 
effect of ulcer size was observed (P < 0.001), as determined by a repeated 
measures one-way ANOVA of TI in the ROI at 79 time points in the cardiac 
cycle.  A Tukey post-hoc test showed that TI increased as the diameter of 
ulceration increased (3 mm > 2 mm, and 4 mm > 3 mm, with P < 0.001). 
 A statistically significant effect of ulcer shape (P < 0.001) was also 
indicated by a repeated measures one-way ANOVA of TI in the ROI at 79 
points in the cardiac cycle.  The ellipsoidal ulcer models with opposite 
orientations with respect to the direction of blood flow (distal vs. proximal), 
displayed significantly different levels of TI at 24 ms post-peak systole 
(P < 0.001), where TI was 4.3 ± 0.8 cm s-1 higher downstream from the Type 3 
(distally pointing) ellipsoidal ulcer (Table 3.1). 
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Table 3.1: Maximum TI in the ROI located within the distal ICA. 
 
Ulcer geometry 
 
TI (cm s-1) * 
 
P ** 
Time post-peak 
systole (ms) 
No ulcer 18.5 ± 0.4  12 
2-mm hemisphere 24.6 ± 0.6 < 0.001 12 
3-mm hemisphere 25.9 ± 0.7 < 0.001 24 
4-mm hemisphere 27.0 ± 0.5 < 0.001 36 
Mushroom 26.6 ± 0.6 < 0.001 12 
Ellipsoid pointing    
distally 
28.6 ± 0.6 < 0.001 24 
Ellipsoid pointing 
proximally 
24.3 ± 0.5 < 0.001 24 
* Values are maximum mean TI ± standard error (N = 240). 
** P-values indicate the significance of the differences in means of TI in the 
ROI (N = 24) between the non-ulcerated and ulcerated models at the 
indicated phase in the cardiac cycle. 
TI indicates turbulence intensity; ROI, region of interest. 
 
3.3.3 Other velocity parameters 
As indicated by the mean and peak velocity maps of the longitudinal central 
plane shown in Fig. 3.5, the major flow features characteristic of a carotid 
bifurcation of 50% eccentric stenosis were observed in each of the flow 
phantoms, including the high-velocity jet through the stenosis and the 
recirculation zone along the non-flow divider wall of the distal ICA.  
Peak-systolic velocities of approximately 110 cm s-1 (mean) and 180 cm s-1 
(peak) corresponding to a 50% (NASCET) stenosis [13], were found in the jet 
of the stenosis in both non-ulcerated and ulcerated models.  The recirculation 
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zone appears near peak systole and persists for 200 ms through the 
deceleration phase following peak systole.  The zone of recirculating flow then 
reappears to a lesser extent during the smaller deceleration phases of end 
systole and following the dicrotic notch during diastole. 
 A comparison of other spectral indices (spectral width, spectral 
broadening index and standard deviation in peak velocity) in the central 
plane of the non-ulcerated and 4-mm ulcer phantoms at 60 ms post-peak 
systole are shown in Fig. 3.6.  No distinct differences in SW, SBI or SDPV 
were observed during the systolic phase of the cardiac cycle as a result of 
ulceration.  This is further demonstrated in Fig. 3.7, which shows the time 
course of these additional spectral parameters over the cardiac cycle in the 
distal ROI.  Moderate differences in the values of SW, SBI and SDPV were 
observed in the ROI for a period of approximately 300 ms during the end of 
the diastole phase, which roughly coincides with the interval in diastole for 
which differences in TI were observed.  Statistical analyses from the repeated 
measures one-way ANOVA post-hoc tests are summarized in Appendix C, 
Table C.1. 
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Figure 3.5: Colour-encoded maps of ensemble-averaged (a, b) mean velocity 
and (c, d) peak velocity in the central plane of the non-ulcerated phantom 
(left column) and the 4-mm hemispherical ulcer phantom (right column) at 
peak systole. 
 
 
Figure 3.6: Colour-encoded maps of ensemble-averaged (a, b) spectral width, 
(c, d) spectral broadening index, and (e, f) standard deviation in peak velocity 
in the central plane of the non-ulcerated phantom (left column) and the 4-mm 
hemispherical ulcer phantom (right column) at 48 ms post-peak systole. 
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Figure 3.7: The Doppler ultrasound parameters (a, b) spectral width, (c, d) 
spectral broadening index, and (e, f) standard deviation in peak velocity 
versus cardiac cycle time in the ROI, where a comparison with ulcer size is 
shown in the left column (2-mm, 3-mm and 4-mm hemispherical ulcers) and a 
comparison with ulcer shape is shown in the right column (mushroom, 
ellipsoidal pointing distally and ellipsoidal pointing proximally).  Schematics 
of the carotid flow-rate waveform are overlaid on each graph (solid grey line) 
to indicate the relative positions of systole and diastole.  Peak systole occurs 
at approximately 210 ms.  Standard errors are shown for a representative 
time point of 60 ms. 
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3.4 Discussion 
We have shown that the presence of ulceration within a carotid stenosis leads 
to a significant increase in TI in the distal ICA, as measured by clinical 
Doppler ultrasound.  Offline analysis of velocity spectra, acquired over ten 
cardiac cycles, indicated regions of elevated TI approximately 2 CCA 
diameters (16 mm) distal to the stenosis that peaked between 12 – 36 ms 
post-peak systole, as shown in Fig. 3.3 and 3.4, but remained higher than 
maximum TI values in the non-ulcerated model for more than 60 ms.  In the 
case of the 4-mm hemispherical ulcer, the severe elevation in TI near peak 
systole endures for almost 100 ms, which may indicate a window for the 
detection of ulcers in a clinical setting.  While TI is elevated throughout a 
majority of the cardiac cycle in each of the ulcer models, we believe that the 
sharp increase just following peak systole is of diagnostic value. 
 From our study of three hemispherical ulcer models, we observed an 
effect of ulcer dimension on TI, as might be expected.  With increasing ulcer 
diameter, both the area of elevated TI and the absolute TI increased (Fig. 3.2 
and 3.3).  While overall ulcer size may be important, the mushroom-shaped 
ulcer in this study, which had a neck diameter of 2.14 mm, produced distal TI 
values intermediate to that of the 3- and 4-mm diameter hemispherical 
ulcers, even though it had a total cavity volume equivalent to the 4-mm 
diameter hemispherical ulcer.  Inlet size therefore may be a determinant 
factor, although the volume of the ulcer cavity may affect the aggregation of 
platelets and other thrombogenic particles by influencing the degree of 
circulating flow within the ulcer.  In contrast, two ellipsoidal ulcers with 
identical cavity volumes and neck diameters but opposite orientation with 
respect to the adjacent bulk flow in the stenosis, produced TI values that 
differed by as much as 4.3  0.1 cm s-1.  Ulcers with either a larger inlet area 
or a more accessible configuration may permit greater flow entry into the 
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ulcer cavity during diastole, when acceleration at the stenosis is low, and a 
greater degree of exiting flow into the high-velocity jet during peak systole 
[65].  All of these factors of ulcer morphology are likely to influence the flow 
entering, circulating, and exiting the ulcer. 
 We also investigated additional parameters that can provide an 
indication of flow disturbances.  In contrast to turbulence intensity, the 
Doppler parameters spectral width, spectral broadening index and standard 
deviation in peak velocity were not sensitive indicators of carotid ulcerated 
lesion surface, exhibiting little or no significant difference during the 
dynamic phases of the cardiac cycle with varying condition of ulceration.  
While not providing a clear diagnostic window, these parameters did display 
a stratification of values based on ulcer size and shape for approximately 
300 ms during the diastolic phase of the cardiac cycle, when the pulsatile 
response is diminished and steady-state levels are more apparent (Fig. 3.7).  
This stratification effect is also observed with TI during the same time period 
(Fig. 3.4 and 3.5), and suggests that spectral data extracted from diastolic 
measurements may provide some information to aid in the classification of 
ulcer size and shape.  It should be noted however, that conventional clinical 
DUS is susceptible to large errors in estimations of peak velocities and 
spectral width [79, 103].  Confounding factors such as intrinsic spectral 
broadening, along with algorithmic challenges in automatic determinations of 
spectral maximum values, make estimations of spectral peak velocities 
difficult to define robustly [79, 103, 104].  Spectral width is a non-specific 
parameter of velocity fluctuations due to flow disturbances, as it also has 
contributions from spatial velocity gradients within the sampling volume, 
intrinsic spectral broadening and system-specific factors [78, 79, 105].  In 
practice, estimates of spectral width based on full width at half maximum 
criteria, can be limited by complex distributions of velocities (e.g. bimodal) 
and the removal of velocities near the zero crossing by action of the 
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wall-thump filter.  TI, on the other hand, is a truer representation of velocity 
variance within the flow field, since it is based on mean velocities calculated 
from the first moment of the average velocity spectrum [78].  Consequently, it 
is also relatively immune to intrinsic spectral broadening, which has a 
symmetric effect on the shape of the Doppler spectrum [79].  For these 
reasons, TI is a more robust and appropriate diagnostic indicator for the 
assessment of flow disturbances associated with the ulcerated carotid lesion. 
 Our results agree with previous studies, which have shown that the 
introduction of ulceration in a stenosed carotid bifurcation produces 
observable flow disturbances, using numerical simulation [65] and 
experimental slipstream visualization techniques [64].  While Lesniak et al. 
[62] have previously utilized Doppler techniques (using a laser Doppler 
anemometer and a pulsed Doppler flowmeter) to observe alterations in 
blood-velocity patterns due to surface irregularities in the carotid artery 
vessel, our approach differed in that surface irregularity in the current study 
was modeled as physiologically realistic ulcerations, as opposed to simple 
protrusions on the vessel wall surface.  In addition, our precise control of 
ulcer shape and size allowed us to investigate the effect of ulcer geometry 
rather than simply introducing a higher frequency of protrusion.  Our use of 
a conventional clinical DUS system combined with offline analysis is also 
more amenable to future applications in a clinical setting. 
 While the rigidity of the phantoms used in this study enabled desired 
vessel geometries with small well-defined features to be reproduced 
accurately and faithfully, the associated compromise is that they did not 
model the effects of vessel compliance observed in human vasculature [106, 
107].  However, it has been shown that there is a tendency for vessel wall 
motion to decrease considerably with age and disease [108, 109], where 
vessels in an elderly population exhibit a distension of only 5%, as opposed to 
12 – 14% change in vessel diameter in a young population [110].  
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Computational flow simulations [111, 112] and fluid dynamics derivations 
[113, 114] have demonstrated that this small degree of vessel compliance has 
little effect on the global characteristics of flow behaviour in the carotid 
stenosis.  Furthermore, by employing matched model geometries for this 
study, where all parameters are maintained except for the plaque 
morphology at the level of the apex on the non-flow divider wall, the effects of 
ulceration can be isolated.   
 Due to the sample volume limitations of medical DUS, our described 
technique does not enable the characterization of flow within the ulcer or 
distinction between turbulence and coherent disturbances in the downstream 
flow field.  However, the use of a clinical diagnostic system makes our 
measurements in the distal ICA more representative of clinically available 
data.  Further studies in basic research, using experimental techniques 
(e.g. particle imaging velocimetry (PIV)) or numerical methods 
(e.g. computational fluid dynamics (CFD)), could be used to improve the 
understanding of flow within the ulcer and the initiation of flow disturbances 
downstream.  They may also elucidate the involvement of these 
hemodynamic factors in the underlying thrombogenic process [50, 115].  Note 
that because vessel lumen geometries can be non-invasively extracted from 
the phantoms with high fidelity using high-resolution micro-CT, the same 
geometries can be used to create transparent optical phantoms for study 
using PIV, and for CFD models [116].  Fundamental research – combined 
with advancements in clinical techniques – will lead to a greater 
understanding of ulcer plaque conditions and thereby more accurate patient 
assessment and management. 
 We have reported an effect of ulceration in the development of 
post-stenotic flow disturbances in the carotid bifurcation, indicating that it 
may be beneficial to evaluate the DUS measurement of TI as a potential 
diagnostic indicator of plaque surface roughness.  A measure of plaque 
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irregularity using DUS may complement the evaluation of percent stenosis in 
assessing the risk of carotid artery related stroke, particularly for moderate 
grade stenoses.  The detection of ulcers in moderate stenoses, such as 
demonstrated in this study, is of importance for the identification of patients 
who are not currently indicated for carotid endarterectomy based solely on 
stenosis severity, but may in fact benefit from surgical therapy due to their 
higher risk of stroke.  The clinical assessment of TI could be easily integrated 
as an adjunct to the current conventional DUS examination using peak 
systolic velocity, with little interruption to the clinical workflow.  Since 
calculations of TI are performed using offline analysis, the examination 
procedure would simply require a modification to collect data from multiple 
cardiac cycles.  In addition, this method of using measures of TI for ulcerated 
plaque detection has the potential to be implemented using alternate 
techniques that have the capability to temporally resolve and quantify 
velocity fluctuations, such as with phase-contrast magnetic resonance 
imaging (MRI) [117].  Nevertheless, we would like to caution that although 
we found statistically significant increases in TI due to the effect of 
ulceration, the absolute increase in TI was moderate (i.e. 6 – 10 cm s-1).  By 
controlling for parameters of flow and stenosis geometry, our in vitro setup 
was designed to detect such differences in downstream TI.  However, it will 
certainly be more difficult to discriminate between diseased carotid vessels 
with and without ulceration in vivo, due to the natural inter-patient variation 
in vascular geometry [118, 119] and hemodynamic conditions [98, 120-122], 
as well as greater measurement uncertainties in the clinical environment.  If 
ulcer detection beyond a moderate stenosis grade is desired, it may be 
important to determine the co-relation of stenosis severity and ulceration to 
distal TI, as TI is also expected to increase with stenosis grade [82].  It is also 
possible that elevated levels of turbulence intensity will be a useful indication 
of overall risk, regardless of the source.  Apart from identifying a parameter 
of potential diagnostic utility, our observation of exacerbated levels of 
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disturbed flow downstream from ulceration has the parallel implication that 
distal hemodynamics may play a role in the process of thrombogenesis.  Our 
findings support other studies that implicate both hemodynamic and 
biochemical factors in ischemic stroke. 
3.5 Conclusion 
In vitro flow experiments facilitated a direct comparison of Doppler velocity 
data and derived blood-flow parameters between ulcerated and non-ulcerated 
plaque geometries in the stenosed carotid bifurcation.  We have demonstrated 
that clinical Doppler ultrasound is able to detect modifications of the distal 
flow field produced by ulceration in the carotid lesion, using the 
velocity-based parameter turbulence intensity. 
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Chapter 4  
The Effect of Both Plaque Ulceration and Stenosis 
Grade on Distal Turbulence Intensity in the 
Carotid Bifurcation Using Clinical Doppler 
Ultrasound† 
4.1 Introduction 
The risk of ischemic stroke and adverse neurological symptoms due to 
extracranial carotid artery atherosclerosis may be mitigated by surgical 
management given the appropriate categorization of patients with high-risk 
lesions.  Risk stratification of carotid artery disease and selection for surgical 
therapy is currently determined from Doppler ultrasound (DUS) assessment 
of the degree of internal carotid artery (ICA) stenosis – using peak-systolic 
velocities in the stenotic jet as a surrogate measure of stenosis severity [1].  
However, due to the influence of other risk factors, such as plaque surface 
morphology and composition, carotid atherosclerotic plaques that impose the 
same degree of stenosis severity (luminal and hemodynamic) frequently 
exhibit disparate susceptibility to major ischemic events [2].  Consequently, 
current examinations using diagnostic criteria based solely on the degree of 
stenosis have suboptimal predictive value for selecting appropriate surgical 
candidates [3-5]. 
 Along with the degree of stenosis, the multi-centre North American 
Symptomatic Endarterectomy Trial (NASCET) determined that the presence 
of plaque ulceration on carotid angiography is an independent predictor of 
                                            
† A version of this chapter has been prepared for submission to European 
Radiology as an original article entitled “The effect of both plaque ulceration 
and stenosis grade on distal turbulence intensity in the carotid bifurcation 
using clinical Doppler ultrasound” by E. Y. Wong, H. N. Nikolov, R. N. 
Rankin, D. W. Holdsworth, and T. L. Poepping. 
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ischemic stroke risk [6].  Several prospective clinical trials have established 
that ulcerated or irregular carotid artery plaques represent a greater than 
two-fold increase in the risk of stroke over plaques with a smooth surface 
morphology [7-10].  The higher risk of stroke associated with irregular plaque 
surface morphology holds regardless of the degree of stenosis, and remains 
predictive of stroke for longer.  The risk of stroke in patients with moderate 
stenosis with irregular morphology is comparable to those with severe 
category stenosis with smooth surface morphology [8, 11].  Furthermore, 
disruption of the carotid plaque surface by ulceration has pathological 
correlations with plaque vulnerability as evidenced by: thrombotic 
complications; plaque rupture; intraplaque hemorrhage [12-14]; adherent 
surface thrombus [9]; cerebral emboli [15]; and overall plaque instability [16, 
17] – even when stenosis grade is not severe [8, 18]. 
 In addition to the measurement of stenotic flow velocities, conventional 
diagnostic DUS has the potential to provide diagnostic information on plaque 
surface morphology by detecting alterations to the measured blood-velocity 
spectrum associated with distal disturbances in physiological blood flow.  
Recent in vitro work (Chapter 3) has demonstrated that plaque ulcerations in 
the carotid bifurcation can induce distal flow disturbances that are detectable 
using clinical DUS [19].  Using the parameter turbulence intensity (TI) as a 
direct measure of velocity fluctuations, plaque surface ulcerations as small as 
2 mm can produce statistically significant elevations of post-stenotic flow 
disturbances in a moderately stenosed carotid bifurcation, relative to the 
same stenosis geometry with smooth morphology.  Aberrant and disturbed 
blood flow in the human vasculature is known to contribute to 
thromboembolic risk [20-26].  As such, a diagnostic indicator based on 
hemodynamic disturbances also has the potential to provide information on 
the enhanced risk of ischemic stroke due to flow-induced pathological 
thrombogenesis [27, 28].  To this point, the impact of ulceration on 
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post-stenotic TI has only been assessed in a moderate carotid artery stenosis, 
and a knowledge of the TI produced by ulceration over a range of vessel 
stenoses would be valuable in determining the feasibility of distal TI as a 
diagnostic indicator of carotid artery disease – potentially for detecting 
ulceration at a specified stenosis grade or as an indicator of the combined 
severity of stenosis and ulceration. 
 We demonstrate the interrelationship of stenosis severity and 
ulceration with distal TI in the carotid bifurcation measured using 
conventional, clinical DUS.  Distal TI was evaluated in a series of 
anthropomorphic carotid bifurcation flow phantoms with various degrees of 
eccentric ICA stenosis, with and without plaque ulceration, derived from 
diagnostic DUS audio data and offline analysis. 
4.2 Methods 
4.2.1 Carotid bifurcation flow phantoms 
A family of matched-pairs of anthropomorphic carotid bifurcation 
DUS-compatible flow phantoms, with and without the inclusion of ulceration, 
were constructed with various severities of eccentric ICA stenosis: mild 
(30%), moderate (50% and 60%) and severe (70%) under NASCET criteria 
[29].  Each of the underlying baseline non-ulcerated carotid bifurcation 
geometries was an averaged representation of the human stenotic carotid 
artery [30], with eccentric ICA stenosis and 8-mm common carotid artery 
(CCA) diameter.  For each stenosis geometry, a matched ulcerated and 
non-ulcerated pair were manufactured, using the direct-fabrication method 
described in Chapter 2 [31], facilitating their direct comparison and allowing 
for the isolation of flow effects due to ulceration.  The ulcerated vessel 
geometries incorporated a prolate ellipsoid with an aspect ratio of 2.5 (major 
axis 7.37 mm, minor axis 2.95 mm), with the centre intersecting the main 
lumen-wall boundary, and tilted 45 with respect to the tangent of the lumen 
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centerline, at the level of the apex of the bifurcation on the non-flow divider 
wall proximal to the point of maximal stenosis.  This ellipsoidal ulcer is 
representative of a Type 3 ulcer (Chapter 3) [17], which is frequently 
observed clinically [32] and has been previously reported to yield high levels 
of distal TI [19].  The vessel geometries for each of the bifurcation phantoms 
are shown in Fig. 4.1. 
 
 
Figure 4.1: Carotid bifurcation geometries used in this study.  The top row 
(a–d) consists of the non-ulcerated geometries corresponding to 30%, 50%, 
60% and 70% stenosis, by NASCET criteria (left to right).  The bottom row 
(e–h) consists of the respective ulcerated geometries.  Phantoms extended 
from over 100 mm proximal to 50 mm distal to the apex of the bifurcation.  
The normal carotid bifurcation geometry is shown in light grey to illustrate 
the location of plaque deposition. 
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4.2.2 Doppler data acquisition 
In vitro evaluation of Doppler ultrasound TI was implemented in each of the 
carotid bifurcation flow phantoms using a conventional clinical DUS system 
under identical physiological pulsatile flow conditions.  A well-characterized 
blood-mimicking fluid with a viscosity of 4.01 ± 0.10 cS, suited to DUS 
blood-velocity measurements under both laminar and turbulent flow 
conditions, was used [33, 34].  A computer-controlled pump was calibrated to 
provide a physiologically realistic pulsatile carotid flow-rate waveform to the 
CCA inlet of the phantom [35, 36], with peak and mean flow rates of 
23.46 mL s-1 and 6.00 mL s-1, respectively, and a 0.92 s cardiac cycle length.  
Distal flow resistors, comprised of 2-mm diameter tubing of lengths 1 m and 
2 m, were attached to the ICA and external carotid artery (ECA) outlets, 
respectively, to establish a physiological ICA:ECA flow division of 65:35 [37].  
The phantom was mounted in a water bath during ultrasound acquisition to 
ensure adequate acoustic coupling.  A schematic of the in vitro set-up is 
shown in Appendix B (Fig. B.1) for reference. 
 Pulsed-wave Doppler flow-velocity measurements were acquired with a 
conventional clinical duplex ultrasound machine using a 4-MHz linear 
transducer (L7-4, Philips-ATL, Bothell, WA, USA with either an 
Ultramark 9, Philips-ATL or a HDI 5000, Philips-ATL) with a sample volume 
length of 1 mm, a clinical Doppler acquisition angle of 60 and with the 
lowest available wall filter setting.  A minimum pulse-repetition frequency of 
18,519 Hz was used to prevent aliasing of the Doppler signal in the regions of 
high velocity.  A computer-controlled three-directional translating stage with 
probe mount permitted the semi-automated interrogation of the flow field 
and the acquisition of cardiac-gated DUS audio data at specified coordinate 
positions [37].  The acquisition grid consisted of 1,025 sites with 1-mm 
isotropic spacing within the central plane of the phantom defined by the 
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longitudinal axes of the phantom, encompassing a region 43 mm proximal (in 
the CCA) to 35 mm distal (in the ECA and ICA) to the apex of the bifurcation.  
In order to ensure consistent positioning of the acquisition grid in relation to 
each flow phantom, registration to the apex of the bifurcation was performed 
prior to data collection for each experiment.  Ten seconds of prospectively 
cardiac-gated Doppler audio data was collected at each measurement site, 
and digitized at a sampling rate of 44.1 kHz for offline analysis. 
 For further statistical analysis of TI in the post-stenotic region, 
additional measurements were taken in a region of interest (ROI) in the 
distal ICA.  The ROI consisted of 24 interrogation points with 1-mm isotropic 
spacing located within a 6-mm diameter circular grid, centered at just over 
two CCA diameters (17.5 mm) distal to the apex of the bifurcation in the ICA 
lumen.  Ten seconds of Doppler audio data were collected at each of the 24 
sites within the ROI, using the acquisition parameters described above.  The 
ROI acquisition was repeated a total of ten times, yielding ten independent 
sets of measurements of TI at the 24 ROI sites. 
4.2.3 Data analysis 
Offline post-processing of the DUS data consisted of a 1,024-point fast 
Fourier transform utilizing a 1,024-point Hanning window with 50% overlap 
between consecutive windows, producing an instantaneous Doppler power 
spectrum every 12 ms (equivalent to 79 time points per cardiac cycle), with a 
velocity resolution of 1.66 cm s-1.  Spectral mean velocity, v mean       , was 
determined for each of the resultant 79 Doppler power spectra within each 
cardiac cycle [37].  Ensemble-averaged mean velocity (v 
_
mean        ) was calculated 
from the periodic ensemble average of ten complete successive cardiac cycles.  
The absolute turbulence intensity was determined from an ensemble average 
of ten cardiac cycles, and defined as the root-mean-square deviation in v mean       
about the ensemble-averaged mean velocity, v 
_
mean        , at a given time point in 
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the cardiac cycle [37].  Calculated in this way, TI is a direct measure of 
velocity fluctuations and an indicator of blood-flow disturbances [38]. 
4.2.4 Statistical analysis 
Statistical analyses were performed using TI measurements acquired in the 
ROI.  To attain a representative value of TI within the ROI, the average TI 
value was calculated for each set of ROI acquisitions (average of single TI 
measurements at each of the 24 ROI sites), and defined as TI 
__
  24   .  The mean 
and standard deviation (SD) of the ten TI 
__
  24   from the ten repeated ROI 
acquisitions are reported, and are displayed as a function of the cardiac cycle 
in Fig. 4.2. 
 Post-peak systolic TI was calculated as the average TI from three 
consecutive time points (24-ms window) centered on the time point of 
maximum TI in the cardiac cycle.  To determine the effect of percent stenosis 
and presence of ulceration on post-peak systolic TI, a two-way analysis of 
variance (ANOVA) with Bonferroni multiple comparisons post-hoc analysis 
(with P < 0.05 denoting statistical significance) was performed on TI from the 
same three consecutive time points (24-ms window) centered on the time 
point of maximum TI in the cardiac cycle (30 TI 
__
  24   from 3 time 
points × 10 TI 
__
24). 
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Figure 4.2: Distal TI from ten TI 
__
  24   versus cardiac cycle time for the 
non-ulcerated (solid-line) and ulcerated (dashed-line) phantoms.  The value of 
TI at each time point is an average of ten repetitions of TI 
__
  24   from the distal 
ICA.  Standard deviations of ten TI 
__
  24   are shown at three representative time 
points: 156 ms prior to peak systole, and 36 ms and 636 ms following peak 
systole.  A schematic of the carotid flow-rate waveform is overlaid (solid grey 
line) to indicate the relative positions of systole and diastole.  Peak systole 
occurs at approximately 210 ms, as indicated by the vertical dashed line. 
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4.3 Results 
Distal TI in the ICA, calculated as the average of TI measurements from the 
24 sites in the ROI (TI 
__
  24   ), varied in the cardiac cycle, as seen in Fig. 4.2.  TI 
rose sharply just prior to peak systole in the cardiac cycle and peaked during 
the downstroke of systole in each of the models.  The height of the systolic TI 
curve was clearly higher in each of the ulcerated versions of the mild and 
moderate stenoses (30%, 50%, 60%) and also increased with stenosis severity 
in both the ulcerated and non-ulcerated series.  Maximum TI in the cardiac 
cycle (Table 4.1) increased by 3.0 ± 1.0 cm s-1, 6.0 ± 2.2 cm s-1 and 
8.2 ± 1.5 cm s-1, due to the inclusion of ulceration in the 30%, 50% and 60% 
stenosed models, respectively, and decreased by 2.3 ± 3.1 cm s-1 in the 70%. 
 A two-curve plot of the effect of stenosis grade and condition of 
ulceration on TI averaged from a 24-ms window centered on the time of 
maximum TI is shown in Fig. 4.3.  TI increased considerably with the degree 
of ICA stenosis in both of the vessel series, increasing by 18.2 ± 1.4 cm s-1 and 
23.6 ± 2.7 cm s-1 from 30% to 70% stenosis, in the series with and without 
ulceration, respectively.  As seen in Fig. 4.3, the two curves progressed in a 
similar parallel manner for the 30% to 60% stenoses, with the ulcerated 
curve elevated over the non-ulcerated curve for the mild and moderate 
stenosis grades, and both reached similarly high values in the 70% stenosis.  
TI in the ulcerated models was significantly elevated over their non-ulcerated 
counterparts (P < 0.001), increasing the TI in the time window from 
10.2 cm s-1 to 13.2 cm s-1 (30%), 19.8 cm s-1 to 25.6 cm s-1 (29%), and 
20.4 cm s-1 to 29.2 cm s-1 (44%), in the 30%, 50% and 60% stenoses, 
respectively (Table 4.1).  The difference in distal TI was statistically 
significant between any pair of models (P < 0.05), with the exception of the 
50% and 60% non-ulcerated models.  Statistical results are summarized in 
Table 4.2. 
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Figure 4.3: Distal TI according to stenosis severity and plaque morphology.  
The value of TI is the average of 30 TI 
__
  24   from three consecutive time points 
for a 24-ms window centered on the time of maximum TI.  Error bars depict 
standard deviation in 30 TI 
__
  24   .
  
Table 4.1: TI values from the ROI located within the distal ICA.  Maximum TI in the cardiac cycle, TI averaged over 
a 24-ms window (3 time points) centred on the time of maximum TI, and highest TI value from a single site in the 
ROI are reported.  Values are mean TI ± SD based on a10 TI 
__
  24   , b30 TI 
__
  24   (3  10 TI 
__
  24   ), and c10 repeated measurements 
of TI at a single location in the ROI. 
 
Model geometry 
 
Maximum TIa 
(cm s-1) 
TI averaged over 
time windowb 
(cm s-1) 
Time of 
maximum TI 
post-peak 
systole 
(ms) 
Maximum 
single-site 
measurement of TI 
within ROIc 
(cm s-1) 
30% 10.7 ± 0.7 10.2 ± 0.5 48 21.7 ± 3.1 
30% with ulcer 13.7 ± 0.7 13.2 ± 1.0 48 28.2 ± 5.0 
50% 20.3 ± 1.3 19.8 ± 1.2 36 30.7 ± 11.2 
50% with ulcer 26.3 ± 1.8 25.6 ± 1.3 24 37.4 ± 7.5 
60% 21.1 ± 1.0 20.4 ± 1.3 12 30.8 ± 9.4 
60% with ulcer 29.3 ± 1.2 29.2 ± 1.4 24 42.6 ± 7.4 
70% 34.2 ± 2.8 33.6 ± 3.2 24 51.4 ± 21.5 
70% with ulcer 31.9 ± 1.3 31.4 ± 1.5 12 41.3 ± 12.5 
1
5
4
 
  
 
Table 4.2: Differences in post-peak systolic TI and p-values from two-way ANOVA post-hoc analysis.  TI values are 
averaged from three consecutive time points for a 24-ms window following peak systole centred on the time of 
maximum TI.  ns = not statistically significant (P > 0.05).  Δ TI is calculated as the TI value in the row-indicated 
model subtracted from the TI value in the column-indicated model. 
 
 30% ulcer 50% 50% ulcer 60% 60% ulcer 70% 70% ulcer 
 Δ TI 
(cm/s) 
P-value Δ TI 
(cm/s) 
P-value Δ TI 
(cm/s) 
P-value Δ TI 
(cm/s) 
P-value Δ TI 
(cm/s) 
P-value Δ TI 
(cm/s) 
P-value Δ TI 
(cm/s) 
P-value 
30% 3.1 <0.001 9.7 <0.001 15.5 <0.001 10.2 <0.001 19.1 <0.001 23.5 <0.001 21.2 <0.001 
30% ulcer   6.6 <0.001 12.4 <0.001 7.1 <0.001 16.0 <0.001 20.4 <0.001 18.2 <0.001 
50%     5.8 <0.001 0.5 ns 9.4 <0.001 13.8 <0.001 11.6 <0.001 
50% ulcer         –5.3 <0.001 3.6 <0.001 8.0 <0.001 5.8 <0.001 
60%         8.9 <0.001 13.3 <0.001 11.0 <0.001 
60% ulcer           4.4 <0.001 2.2 < 0.05 
70%             –2.2 < 0.05 
1
5
5
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Figure 4.4: Colour-encoded maps of TI in the central plane of the 
non-ulcerated (left) and ulcerated (right) (a, b) 30%, (c, d) 50%, (e, f) 60%, and 
(g, h) 70% phantoms at 24 ms following peak systole. 
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 Colour-encoded maps of TI during the downstroke of systole (24 ms 
post-peak systole) in the central plane of each of the models exhibited a 
region of elevated TI in the post-stenotic ICA, and are shown in Fig. 4.4.  
Levels of post-stenotic TI remained above maximum CCA levels within a 
region extending approximately 3.5 CCA diameters distal to the apex of the 
bifurcation in the mildly stenosed models, and over 4 CCA diameters distal in 
all other models.  The region of elevated TI in the 30 – 60% ulcerated models 
began at a more proximal location than their non-ulcerated counterparts, 
while high levels of TI were observed immediately distal to the stenosis in 
both of the 70% models.  The extent and magnitude of TI elevation due to 
increased stenosis severity and ulceration in the 50% and 60% stenosed 
models are apparent in the colour-encoded maps. 
 
Figure 4.5: Colour-encoded maps of ensemble-averaged mean velocity, v 
_
mean        ,
in the central plane of the non-ulcerated (left) and ulcerated (right) 
(a, b) 30%, (c, d) 50%, (e, f) 60%, and (g, h) 70% phantoms at 24 ms following 
peak systole. 
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 As seen in the maps of spectral mean velocity for the corresponding 
phase of the cardiac cycle (24 ms following peak systole) (Fig. 4.5), the region 
of substantially elevated TI (> 30 cm s-1, Fig. 4.4) in the distal ICA 
downstream of the mild and moderate stenoses coincided with the distal 
portion of the recirculation zone on the non-flow divider side of the carotid 
sinus; in particular, this region encompassed both reverse flow and the tail of 
the stenotic jet.  During the systolic peak, the region of recirculating flow in 
the mildly stenosed models did not appear before peak systole and remained 
subdued until disappearing approximately 120 ms later.  In the models with 
moderate stenosis, the recirculation zones were well-defined and firmly 
established prior to peak systole, encompassing negative mean velocities 
below negative 60 cm s-1, and persisted throughout the systolic peak.  The 
greater extent of elevated TI distal to the ulcerated moderate stenoses and 
the 70% stenoses (with or without ulceration) corresponded to the more 
proximal location of the upstream edge of the recirculation zone. 
 Variability statistics at the time of maximum TI are summarized in 
Table 4.3.  Precision in the determination of average TI in the distal ROI 
(TI 
__
24) was estimated by the SD in ten measurements of TI 
__
  24   in each of the 
models (Table 4.3, data column 1).  The SD in TI 
__
  24   was less than 10% of the 
value of TI 
__
  24   . Spatial variation within the ROI, calculated from the SD in one 
set of TI (a single TI 
__
  24   ) was high, and was elevated due to ulceration in the 
30%, 50% and 60% models (Table 4.3, data column 2).  Repeatability of TI 
measurements at each site in the ROI was estimated by the SD in ten 
single-site repeated measures of TI (Table 4.3, data column 3).  Comparisons 
between the HDI 5000 and Ultramark 9 systems showed that TI measured 
throughout the systolic peak differed by less than 10%.  In contrast, diastolic 
values of TI were less consistent between systems, varying by as much as 
55%, likely due to differences in beam shape and noise characteristics. 
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Table 4.3: Variability statistics in TI measured in the distal ROI at the time 
of maximum TI in the cardiac cycle in each model.  Reported SD are in cm s-1. 
 
 Repeated 
measures 
variability in TI 
__
  24   
Spatial 
variability 
 in TI 
Repeated measures 
variability in 
single-site TI 
 
 
Model 
geometry 
SD in 10 repeated 
measurements of 
TI 
__
  24   
SD in single 
measurements 
of TI across 24 
sites in ROI 
SD in 10 repeated 
measurements of TI at 
each site in the ROI 
given as 
range (and mean)  
of 24 SD values 
30% 0.7 3.7 1.0 – 6.1 (2.8) 
30% with ulcer 0.7 7.2 1.1 – 8.0 (3.6) 
50% 1.3 5.0 2.0 – 7.7 (5.4) 
50% with ulcer 1.8 9.2 4.5 – 10.1 (7.5) 
60% 1.0 7.5 3.3 – 14.1 (6.4) 
60% with ulcer 1.2 10.3 3.4 – 11.7 (7.6) 
70% 2.8 12.3 5.8 – 13.5 (9.4) 
70% with ulcer 1.3 10.4 4.0 – 15.8 (8.7) 
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4.4 Discussion 
Using a conventional clinical DUS system, physiologically realistic plaque 
ulceration in the mild and moderately stenosed carotid bifurcation can be 
distinguished in vitro by the level of TI in the post-stenotic ICA.  Our 
investigations have established a two-curve relationship of distal TI 
according to the degree of carotid artery stenosis and condition of ulceration, 
elucidating the differential effect of ulceration with progressive luminal 
reduction due to carotid artery disease.  The level of TI distal to the ulcerated 
moderate stenosis measured following peak systole in the cardiac cycle was 
higher than that of the moderate stenosis without ulceration by more than 
5 cm s-1, and by more than 10 cm s-1 relative to a mild stenosis with or 
without ulceration.  Distal TI in the ulcerated 60% stenosed model was more 
similar to that of the severe stenosis than to the non-ulcerated moderate 
stenoses.  The ECST analysis of risk of ischemic stroke associated with 
angiographic plaque surface morphology and degree of stenosis reported that 
the two-year risk for moderate stenoses with irregular plaque morphology or 
severe stenoses was higher than 14%, while the risk was lower for moderate 
stenoses with smooth plaque surfaces or mild grade stenoses (< 50% in ECST, 
< 30% under NASCET categorization) [8, 11].  In our study, a value of distal 
TI above 22 cm s-1 indicated an ulcerated moderate stenosis or a severe 
stenosis, demonstrating that there is a potential diagnostic threshold for 
designating carotid plaques in a high-risk category.  Ulceration elevated the 
distal TI post-peak systole by 3.1 cm s-1, 5.8 cm s-1 and 8.9 cm s-1 (30%, 29%, 
and 44%) in the 30%, 50% and 60% ulcerated models, respectively.  While 
ulceration induced a statistically significant elevation of distal TI in each of 
the 30% to 60% stenosed vessels (P < 0.001), the degree of stenosis was the 
dominant factor in determining TI, with distal TI increasing by over 18 cm s-1 
with increased stenosis severity from 30% to 70% in both the ulcerated and 
non-ulcerated series. 
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 In agreement with previous in vitro [39-42] and animal model [43-47] 
investigations, increased stenosis severity was accompanied by enhanced flow 
disturbances in the post-stenotic region.  Not only do peak velocities in the 
stenotic jet, and accordingly the maximum Reynolds number (Re) in the 
cardiac cycle, increase with the severity of stenosis, but the critical Re has 
also been shown to decrease, indicating that flows separate and transition 
from laminar to turbulent at lower velocities [48].  The observed variation in 
the effect of ulceration at different degrees of stenosis is also not unexpected, 
given the velocity dependence of flow disturbances.  The major determinant of 
flow disturbances in a stenotic vessel is the balance of stabilizing and 
destabilizing factors that affect the shear layer at the interface between the 
edge of the high velocity jet and the recirculating fluid in the adjacent 
separation zone within the post-stenotic vessel expansion.  Destabilizing 
factors include: (1) pulsatile flow deceleration (i.e. time-dependent 
component), such as during the downstroke of the systolic peak; (2) divergent 
vessel walls producing convective flow deceleration (i.e. time-independent 
geometric component), such as in the carotid sinus distal to the plaque 
stenosis; and (3) further perturbations of the shear layer, such as by 
disorderly flow within the stenosis.  Flows in a mildly stenosed vessel are 
likely more stable and less susceptible to the propagation of flow 
perturbations, as the maximum jet velocities during peak systole and 
accordingly the deceleration during the systolic downstroke are lower.  
Stenotic jet velocities during peak systole, and consequently post-stenotic 
deceleration and Re-indicated instability, increase with stenosis severity.  
With greater instability of the shear layer, it follows that intrastenotic flow 
disturbances induced by ulceration would be more likely to promote further 
destabilization.   
 As the degree of stenosis was increased further to 70%, the vessel 
stenosis was the dominant source of distal TI and the effect of ulceration was 
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observed to level off.  Furthermore, the inclusion of ulceration produced a 
slight decline in the absolute value of distal TI.  This effect at higher stages of 
vessel narrowing may indicate that a change in the interplay between direct 
induction of flow fluctuations by the ulcer and the development of turbulent 
fluctuations due to the decelerative dissipation of the jet occurs in the 70% 
stenosis.  Previous research has indicated that while coherent flow 
disturbances occur in moderately stenosed vessels, the onset of full 
turbulence in vascular flows is not likely to occur until the degree of vessel 
stenosis is severe [40, 49, 50]; several studies have found that the critical 
degree of stenosis for considerable turbulence is 65 – 75% diameter reduction 
[40, 50-53]. 
 As hemodynamic and geometric factors were matched in our study, we 
were able to show that ulceration had a direct effect on the local flow 
disorder.  Since the ulceration is a considerable flow cavity (same length 
order as the stenosis) rather than a simple roughened surface, its effect on 
flow instabilities is particularly complex.  With the inclusion of ulceration, 
the vessel stenotic geometry is altered from a streamline stenosis, instead 
producing a small expansion of the vessel on the proximal side of the ulcer 
cavity, and a severe convergence at the distal edge of the ulcer, followed 
immediately by an expansion into the post-stenotic carotid sinus.  Although 
the degree of vessel stenosis is typically the dominant geometric parameter 
determining the critical Re for transitional flow [54], the specific contour 
(e.g. shape and length) of the stenosis is also known to be influential [39, 45, 
55, 56].  Both a more severe stenotic angle and shorter stenotic length are 
known to decrease the critical Re [48].  In addition, Imbesi and Kerber [57] 
showed using a dye slipstream visualization technique, that an ulceration in 
the carotid bifurcation allows flow slipstreams to enter and slowly circulate 
within the ulcer cavity during diastole, re-enter the stenotic flow during peak 
systole, and thereby perturb nearby stenotic slipstreams.  In our study, due 
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to proximity of the ulceration and the shear layer, local flow perturbances 
caused by the ulcer are likely to directly impact shear layer stability. 
 Our findings agree with numerous studies that show a strong positive 
correlation between stenosis severity and downstream flow disturbances.  In 
contrast, there are a limited number of studies on the flow effects of 
ulceration.  Several reported that the presence of ulceration in a stenosed 
carotid bifurcation induced substantial distal flow disturbances, using 
numerical simulation [58] and experimental slipstream visualization 
techniques [57], but only examined the effect of plaque ulceration in a single 
patient-specific carotid stenosis geometry.  Lesniak et al. [59-61] investigated 
the effect of simple vessel roughness in controlled model series (using a laser 
Doppler anemometer and a pulsed Doppler flowmeter), but looked at simple 
protrusions on the vessel wall surface, rather than the physiologically 
realistic ulcer cavity geometry used in our study.  In addition, our use of a 
conventional clinical DUS system combined with offline analysis is more 
amenable to further applications in a clinical setting.  By separating the 
effects of stenosis grade and ulceration, we were able to observe a clear and 
significant relationship of ulceration and distal TI in the mild and moderate 
grade stenosis, indicating that DUS-measured TI in the distal flow region 
may provide valuable diagnostic information in conjunction with 
peak systolic velocities. 
 Spectral TI is a quantitative and direct measure of disturbed and 
turbulent physiological flow [38, 62].  Whereas DUS spectral indices of 
disturbed blood flow based on the increased width of the Doppler spectrum 
(e.g. spectral width and spectral broadening index) [44, 63-65] or enhanced 
Doppler backscatter [66-69] are subject to confounding system-specific factors 
[62, 70, 71], TI is based simply on mean velocities calculated from the first 
moment of the Doppler spectrum, and relatively immune to intrinsic spectral 
broadening, which has a symmetric effect on the Doppler spectrum [70].  We 
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observed that TI values throughout the systolic peak were relatively similar 
between the two systems used in our study, but varied in diastolic 
measurements, likely due to differences in beam and noise characteristics.  
Accordingly, TI is a robust and appropriate diagnostic indicator for clinical 
assessment of abnormal hemodynamic conditions associated with disease 
states.   
 Since TI values are collected using a conventional DUS system with 
analysis performed offline, a basic clinical implementation of TI could be 
directly incorporated into current carotid sonographic examinations – as an 
adjunct to measurements of peak systolic velocities within the stenotic jet – 
with little interruption to the clinical workflow.  Previous studies have shown 
that it is feasible to assess TI in patients using DUS [72-74].  TI has also been 
shown to be detectable even under normal physiological and exaggerated 
variability in cardiac output [75].  Importantly, it was recently demonstrated 
that TI measurements could be obtained with high precision during a clinical 
DUS examination.  Skilled ultrasound technologists were able to precisely 
locate specified sites within the carotid artery, including in the CCA and 
within the region of extreme flow disturbances in the distal ICA, identified 
using local mean velocity fluctuations indicated on colour Doppler imaging.  
Despite the potential effects of patient and transducer motion during an 
acquisition time over multiple cardiac cycles, repeated measurements with 
repositioning of the sample volume location was shown to be highly 
reproducible; averaged TI from three measurements had an SD of less than 
2 cm s-1 in the distal ICA for all stenosis grades [74]. 
 One challenge to the accurate in vivo characterization of ulceration and 
stenosis severity of the vessel is that it will likely require multiple 
measurements to produce an averaged TI over a region of interest, rather 
than a single measurement at an arbitrary site of extreme TI elevation.  
Single measurements can obscure the distinction between moderate stenoses 
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with and without ulceration.  Hotspots of high TI of 58 – 65 cm s-1 are 
observed from single measurements of TI even in the non-ulcerated 
moderately stenosed models, similar to the 58 – 70 cm s-1 found in the 
moderately stenosed models with ulceration.  Mean TI averaged from 
repeated measurements at a TI hotspot (N = 10) fared better at stratifying 
the critical disease categories, with greater than 6 cm s-1 elevation due to 
ulceration in each of the mild and moderately stenosed vessels (Table 4.1).  It 
has yet to be determined whether the location of highest TI can be 
consistently established, for example, by qualitative interpretations of colour 
Doppler displays of velocity fluctuations.  This may be further complicated as 
single measurements of extreme TI exhibit at varying times in the cardiac 
cycle. 
 In contrast, a value of averaged TI from a set of 24 measurements 
within the post-stenotic vessel region (TI 
__
  24   ) was more reproducible, with SD 
of less than 1.3 cm s-1 and 1.8 cm s-1 in the non-ulcerated and the ulcerated 
30 – 60% stenoses, respectively, during the systolic peak when SD in TI is 
maximal (N = 10 TI 
__
  24   ).  Consistent, repeatable values may be obtained with 
the sampling and averaging of multiple measurements from within a ROI to 
attain representative values of distal TI.  Averaging is recommended not 
because TI in the distal ICA is not reproducible, but because there is a 
spatially non-uniform distribution in TI that is due to the underlying 
coherent flow structure [40].  While disturbed and turbulent flows are 
complex and time-dependent, they are, in fact, associated with well-defined 
and predictable statistical features, including root-mean-square velocity [39].  
Variation between TI measurements within the ten TI 
__
  24   primarily arose from 
varying location than from repeated measurements (Table 4.3).  Note that 
post-stenotic TI values in the ulcerated geometries were accompanied by 
higher SD than their non-ulcerated counterparts, except for the 70% stenosis, 
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which may be an indication of the disease state and the nature of the source 
of velocity fluctuations. 
 In our experience, serial measurements of TI at multiple target sites 
may be possible with precise and reproducible free-hand positioning by 
skilled ultrasound technologists [74].  Furthermore, to obtain measurements 
over a ROI with shorter acquisition times and lower operator-dependence, it 
is possible to develop custom automated acquisition sequences that collect 
and analyze spectral DUS blood flow data at multiple sites.  Simultaneous or 
sequential data collection at multiple sample sites has been adapted to other 
DUS applications using a commercial scanner with multiple receiver gates 
(multi-gating) or programmable beamforming techniques [76, 77].  The recent 
availability of commercial ultrasound systems with add-on research 
interfaces enables the user control and programming of custom transmission 
strategies, making it feasible to develop a more effective dedicated clinical 
protocol. 
 While significant elevations in TI were observed with the inclusion of 
ulceration or increased stenosis severity in vitro, the absolute differences in 
TI were modest.  It will naturally be more challenging to distinguish the 
moderate differences due to ulcerated plaques in patients, given physiological 
variability in carotid vessel geometry and hemodynamic conditions, as well as 
greater measurement uncertainties in the clinical setting.  Inter-patient 
variation in absolute TI values may be accounted for potentially, by 
normalizing distal ICA values using patient baseline TI values acquired from 
the laminar flow region in the pre-stenotic CCA, a measurement site already 
commonly interrogated in current clinical practice [1].  Another confounding 
factor may be secondary flows generated by vessel bends that can contribute 
to transverse velocity components or further destabilize the jet, increasing TI, 
but this may be a small effect compared to the stenosis geometry [48]. 
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 Lovett et al. [17] classified carotid plaque ulcerations in terms of four 
categories of clinically observed shapes, which can also occur in a range of 
sizes.  Our study addresses only the effect of one size of one shape (Type 3) of 
these ulcer categories.  However, the effect of ulcer size and shape has been 
previously investigated in a moderate 50% carotid artery stenosis geometry; 
whereas ulcer shape had limited effect, increasing ulcer size had the expected 
result of progressively augmenting distal TI [19]. 
 While the rigidity of the phantoms used in this study enabled desired 
vessel geometries with small well-defined features to be reproduced 
accurately and faithfully, the associated compromise is that they did not 
model the effects of vessel compliance observed in human vasculature [78, 
79].  However, it has been shown that there is a tendency for vessel wall 
motion to decrease considerably with age and disease [80, 81], where vessels 
in an elderly population exhibit a distension of only 5%, as opposed to 12 –
 14% change in vessel diameter in a young population [82].  Computational 
flow simulations [83, 84] and fluid dynamics derivations [85, 86] have 
demonstrated that this small degree of vessel compliance has little effect on 
the global characteristics of flow behaviour in the carotid stenosis, 
particularly when compared to effects of flow and anatomical variation [87].  
Moreover, by employing matched-model geometries for this study, where all 
parameters are maintained except for the plaque morphology at the level of 
the apex on the non-flow divider wall, the effects of ulceration can be isolated.   
 Due to the sample volume limitations of medical DUS, our described 
technique does not enable the characterization of flow within the ulcer or 
distinction between turbulence and coherent disturbances in the downstream 
flow field.  However, the use of a clinical diagnostic system makes our 
measurements in the distal ICA more representative of clinically available 
data.  Further studies in basic research, using experimental techniques 
(e.g. particle imaging velocimetry (PIV)) or numerical methods 
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(e.g. computational fluid dynamics (CFD)), could be used to improve the 
understanding of flow within the ulcer and the initiation of flow disturbances 
downstream; CFD analysis will be the topic of Chapter 5. 
 A growing number of studies have emphasized that patients with a 
moderate grade of internal carotid artery stenosis should be evaluated on the 
basis of plaque features that indicate vulnerability to ischemic events and low 
intraoperative risk [88, 89].  Evidence from multi-centre prospective clinical 
trials has shown a modest overall benefit from CEA even in an indiscriminate 
group of patients with 50 – 69% stenosis.  Yet, this does not consider that 
patient subgroups with irregular plaque surface morphology are associated 
with a two- to three-fold increase in stroke risk [6, 10], elevating the two-year 
risk of an ulcerated moderate grade stenosis to a level comparable or higher 
than that of a 70% stenosis with a smooth plaque surface [8].  It is clear that 
DUS examinations of the carotid artery have the potential to be improved by 
incorporating an assessment of the risk represented by plaque ulceration, as 
an adjunct to current protocols used solely to identify carotid artery vessels 
with severe ICA narrowing.  Measurements of post-stenotic TI obtained with 
minor modifications to the current DUS examination protocol could provide a 
non-invasive method for the evaluation of carotid plaque surface morphology, 
and may be of particular benefit for patients with moderate grade stenosis.  
Distal TI, indicating elevated distal flow disturbances, increased with both 
ulceration and stenosis severity, in a manner reflecting their 
interrelationship as two major independent risk factors for ischemic stroke.  
As hemodynamic conditions of disturbed aberrant flow are known to promote 
shear-induced thromboembolic activity [26], it is possible that the level of 
post-stenotic TI may also provide functional information regarding an overall 
indication of ischemic risk. 
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4.5 Conclusion 
By employing matched models in vitro, we have determined a two-curve 
relationship of distal TI with ulceration and varying grade of stenosis in the 
carotid artery bifurcation as measured using a clinical DUS system.  We 
report statistically significant elevations in distal TI due to ulceration in the 
mild and moderate stenosis, and with increasing stenosis grade in both the 
ulcerated and non-ulcerated series (P < 0.001).  The parameter TI may 
provide a diagnostic index to assess the condition of ulceration in the mild 
and moderate carotid artery stenosis using clinical DUS, provided that 
reliable measurements can be obtained within a vessel region within the 
post-stenotic ICA. 
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Chapter 5  
Numerical Evaluation of Ulceration on Simulated 
Blood-Particle Shear Exposure and Turbulence 
Intensity Index in the Stenosed Bifurcation† 
5.1 Introduction 
Carotid artery atherosclerosis is frequently the source of pathological 
thrombosis leading to cerebral ischemic stroke.  The severity of carotid artery 
stenosis has been shown to correlate with the long-term benefit of patient 
carotid endarterectomy, but has limited specificity and sensitivity as the sole 
indicator for predicting the true risk of carotid embolic stroke [1].  This 
indicates that other factors of carotid artery disease are conducive to 
enhanced thrombogenic potential.  In addition to the degree of internal 
carotid artery (ICA) stenosis, the multi-centre North American Symptomatic 
Carotid Endarterectomy Trial (NASCET) identified one other angiographic 
parameter – the presence of carotid plaque ulceration – as an independent 
risk factor for stroke [2].  Moreover, carotid plaque surface ulceration has 
been imputed as a cause of thrombosis and a source of cerebral embolisms [3, 
4].  The mechanisms that link ulceration to increased thrombogenicity and 
risk of stroke, however, are still not understood. 
                                            
† Portions of this chapter have been published in the Proceedings of SPIE 
Medical Imaging: Visualization, Image-guided Procedures and Modeling, 
Orlando, Florida, February 2009 (paper no. 7261-66) in an article entitled 
“Numerical analysis of the hemodynamic effect of plaque ulceration in the 
stenotic carotid artery bifurcation” by E. Y. Wong, J. S. Milner. 
T. L. Poepping and D. W. Holdsworth and in the Proceedings of the IEEE 
International Ultrasonics Symposium: Medical Ultrasonics: Blood Flow 
Measurement, Beijing, China, November 2008 (paper no. 451) in an article 
entitled “Doppler ultrasound and numerical analysis for the assessment of 
hemodynamic disturbances in ulcerated carotid arteries” by E. Y. Wong, 
J. S. Milner, M. L. Thorne, H. N. Nikolov, T. L. Poepping, R. N. Rankin, and 
D. W. Holdsworth. 
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 Recently, experimental in vitro flow studies using Doppler ultrasound 
(DUS) have demonstrated that carotid plaque ulcerations induce 
post-stenotic flow disturbances in the moderately stenosed carotid bifurcation 
(Chapter 3) [5].  Helical and disturbed flow have also been observed in the 
ulcerated carotid artery geometry using numerical and dye slipstream 
visualization techniques [6, 7].  It has long been known that mechanical 
factors arising from local changes in intravascular fluid dynamics can 
influence thrombus formation.  Specifically, fluid shear stress is known to 
have profound effects on blood particles [8-12]; in particular, abnormally high 
shear stresses can induce activation of blood platelets, even in the absence of 
injury to the vascular wall [13, 14]. 
 There is recent compelling evidence that mechanosensory platelet 
activation, resulting from fluid shear stress, is the principal mechanism for 
triggering and sustaining platelet activation and aggregation, thereby in 
determining thrombus growth and stability [8].  Shear stress histories of 
blood platelets are now known to play a crucial role in the risk of 
thromboembolic stroke, and can even influence the biochemical constitution 
of the resultant thrombi [15, 16].  Several models have been proposed for 
calculating platelet activation potential based on shear exposure, and can be 
used to evaluate the physiological impact of hemodynamics changes due to 
arterial lumen geometry [17-20].  Thus, there is an impetus to evaluate the 
shear stress histories of blood platelets in the carotid artery bifurcation with 
ulceration. 
 While conventional clinical DUS is the primary technique for 
evaluating blood flow in vivo – and may provide relevant diagnostic 
information related to blood-flow velocities distal to ulceration – it has 
inadequate spatial resolution to obtain accurate shear stress information [21, 
22].  Computational fluid dynamics (CFD) can provide high resolution, 
time-resolved three-dimensional (3-D) flow information in vascular 
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geometries, allowing for the determination of local shear stress.  Simulated 
particle tracking with CFD allows for the calculation of dynamic 
path-dependent shear exposure histories, as well as local residence times [23, 
24].  CFD has been shown to be valuable in characterizing flow dynamics in 
the stenosed carotid bifurcation, but has not previously been used to evaluate 
pathline-dependent platelet activation parameters in the ulcerated 
atherosclerotic carotid artery.   
 Furthermore, by coupling CFD pre-computed flow solutions with 
numerical simulations of DUS, CFD has been shown to be a valuable and 
practical tool to develop and test DUS applications.  In particular, numerical 
simulations of DUS have been developed for use as teaching and training 
tools for sonographers [25] and to compare the performance of different 
ultrasound flow imaging methods [26].  Such an approach is of improving 
palatability to researchers due to the growing accessibility of commercially 
and publicly available CFD packages.  Here, we investigate the use of CFD 
for simulating the DUS spectral parameter turbulence intensity (TI), which 
has been shown to be a potential DUS diagnostic indicator for plaque surface 
ulceration in the stenosed carotid artery bifurcation.  Using our in vitro flow 
facility, we have been able to demonstrate that a proximally located 
ulceration of various shapes and sizes can produce elevated levels of TI in the 
downstream vessel region (Chapter 3); however, the numerical evaluation of 
TI would provide a means of assessing the effect of various vessel and ulcer 
geometries, without the requirement of a specialized experimental flow setup.  
A direct CFD comparison of the detailed time-resolved flow patterns in the 
ulcerated and non-ulcerated geometries may also further the understanding 
of the role of plaque ulceration in the underlying mechanism of flow 
disruption and cycle-to-cycle velocity fluctuations previously observed. 
 We studied the effect of a physiologically relevant ulceration on the 
time-varying 3-D hemodynamics in a moderately stenosed carotid artery 
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bifurcation using CFD, with comparison to experimental DUS blood-flow 
velocities and spectral TI.  We present a direct, quantitative comparison of 
shear exposure parameters along simulated particle tracks, to evaluate the 
effect of ulceration on thromboembolic potential in the post-stenotic carotid 
artery. 
5.2 Methods 
5.2.1 Model geometries 
The carotid artery vascular geometries used in this study were ulcerated and 
non-ulcerated models based on the same anthropomorphic idealized 
geometric representation of a 50% eccentrically stenosed carotid bifurcation, 
as defined under NASCET criteria, with a common carotid artery (CCA) 
diameter of 8 mm [27, 28], for which post-stenotic flow disturbances have 
previously been characterized in vitro using DUS velocity-based parameters 
(Chapters 3 and 4) [5]. 
 In the ulcerated model, a distally pointing ellipsoidal ulceration 
geometry (major axis 7.37 mm, minor axes 2.95 mm) was incorporated into 
the baseline geometry, with the centre intersecting the main lumen-wall 
boundary and tilted 45 relative to the lumen centerline at the level of the 
bifurcation apex.  The selected ulcer geometry was determined by our 
previous in vitro characterizations of the effect of ulcer shape to produce the 
highest distal TI [5], and represents a clinically realistic Type 3 ulceration 
[29]. 
 A pair of ulcerated and non-ulcerated DUS-compatible in vitro flow 
phantoms were fabricated using our direct-machining technique, as detailed 
in Chapter 2 [30].  The geometric surface model representing the lumen 
boundaries of the non-ulcerated model used for CFD was generated from the 
computer-aided design model, while the lumen boundaries of the ulcerated 
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model were determined directly from the in vitro flow phantom using 
image-based modelling techniques, to ensure that the geometry of ulceration 
matched that of the fabricated DUS flow phantom.  The micro-computed 
tomography (micro-CT) imaging protocol and the segmentation technique 
used to generate a geometric surface model directly from the 3-D image data 
are described previously in Chapter 2 [5]. 
 Discretization of the spatial volumes enclosed by the resultant 
ulcerated and non-ulcerated surface models, forming their respective fluid 
domains, was carried out via commercial mesh generation software (ICEM 
CFD, ANSYS Inc., Canonsburg, PA, USA) using quadratic (second-order) 
tetrahedral elements.  Meshing criteria specified a maximum spacing of 
0.40 mm in the well-defined laminar flow regions of the CCA inlet extension 
and ECA outlet extension, and a maximum spacing of 0.20 mm in the critical 
region encompassing the bifurcation, ulceration, carotid bulb and 
downstream region of complex flow in the ICA branch.  A further tetrahedral 
subdivision step was prescribed in the stenosis neck and distal attachment of 
the ulcer, in order to better resolve high velocity gradients, as well as the 
narrow geometry and high curvature in those areas.  The resultant 
unstructured grid for the ulcerated case contained 763,276 nodes and 538,065 
second-order tetrahedral elements (equivalent to 4,304,520 linear tetrahedral 
elements). 
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 Post-hoc analysis of the mesh demonstrated minimum and median 
internodal spacings of 0.06 mm and 0.20 mm, respectively (or normalized 
values of 0.015R and 0.050R, where R is the CCA inlet radius in mm), which 
is consistent with values found in other studies [7, 31, 32].  Discretization of 
the non-ulcerated model followed the same conventions described above and 
is overlaid on the ulcerated CT image volume in Fig. 5.1 to exhibit the 
matched-model geometries.  A grid refinement study was performed for the 
ulcerated model to determine convergence of the velocity fields.  Figure D.1 in 
Appendix D shows the differences in computed L2 norms for each of the 
meshes in the grid independence analysis.  Mesh independence was 
considered achieved when the difference in L2 relative error norms for 
successive mesh refinements was less than 2% at twice-mean flow rate.
  
1
8
6
 
 
 
 
Figure 5.1: 3-D geometry of the 50% eccentrically stenosed carotid bifurcation with ellipsoidal ulcer used in this 
study, showing (a) the 3-D micro-CT image volume of the original DUS phantom, and the corresponding 
(b) extracted geometric surface model and (c) surface mesh.  The two right panels show the finite element mesh of 
(d) the ulcerated and (e) the non-ulcerated models (overlaid on the image data of the ulcerated model for 
comparison) used in this study, with mid-side nodes tessellated in order to illustrate the nodal distribution. 
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5.2.2 Doppler ultrasound in vitro flow measurements 
DUS flow measurements were performed in the flow phantoms, under 
realistic physiological flow conditions, using a previously described in vitro 
setup [33].  Acquisition protocols and post-processing spectral analysis were 
as detailed in Chapters 3 and 4 [5].  In brief, a computer-controlled pump 
provided the inlet of the flow phantom with a realistic pulsatile carotid 
flow-rate waveform, with a cycle length of 0.92 s, and peak and mean flow 
rates of 23.46 mL s-1 and 6.00 mL s-1, respectively.  Downstream flow 
resistors provided a physiologically realistic ICA:ECA flow split of 65:35 to 
the phantom.  Cardiac-gated measurements were acquired using a 
conventional clinical Doppler ultrasound system (Ultramark 9, Philips-ATL, 
Bothell, WA, USA), with a 4.0 MHz transducer (L7-4 Philips-ATL) and a 
Doppler angle of 60, using a pulse-repetition frequency of 18,519 Hz, sample 
volume of 1-mm axial length, and a wall filter of 50 Hz.  Ensemble-averaged 
mean velocity and TI were defined as in Chapters 3 and 4, with 
ensemble-averaged mean velocity (v 
_
mean        ) calculated from the periodic 
ensemble average of ten complete successive cardiac cycles, and TI 
determined as the root-mean-square (RMS) deviation in spectral mean 
velocity about the ensemble-averaged mean velocity, v 
_
mean        , at a given time 
point in the cardiac cycle [33]. 
5.2.3 CFD simulations 
To obtain matching flow boundary conditions for the CFD simulations, the 
resultant DUS experimental mean flow-rate waveforms at the CCA inlet and 
ECA outlet were measured using an electromagnetic flow meter [33].  
Corresponding fully developed pulsatile carotid velocity waveforms were 
imposed at the CCA inlet and ECA outlet, while traction-free boundary 
conditions were applied at the ICA outlet, producing the desired ICA:ECA 
flow division of 65:35, consistent with DUS experimental conditions.  No-slip 
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boundary conditions were imposed at the walls of the vessel models.  Rigid 
walls and a constant kinematic viscosity of 4.01 cS were assumed to match 
DUS experimental conditions, which resulted in mean and peak Reynolds 
numbers of 236 and 923 respectively, and a Womersley number of 5.25, at the 
CCA inlet.   
 In order to adequately resolve the input pulsatile flow waveform, a 
temporal discretization of 9,600 equally spaced time steps per cardiac cycle 
was used, ensuring that sufficient velocity field solutions were generated.  
The solution was carried out for 13 cardiac cycles using a well-validated, 
in-house finite element CFD solver [34-36], where three cardiac cycles were 
required to damp initial transients due to zero-velocity initial conditions.  The 
CFD solver utilized a generalized time-splitting approach to solve the 
incompressible Navier-Stokes equations.  The algorithm used a point-wise 
characteristic integration of the convective terms, and a pressure correction 
solver for the remaining generalized Stokes problem [36]. 
5.2.4 CFD simulated turbulence intensity (TI) 
In order to determine whether CFD has the ability to capture realistic 
cycle-to-cycle velocity fluctuations such as are observed empirically in DUS 
flow experiments, TI results from experimental DUS and CFD were 
compared.  To perform a valid comparison of the CFD-computed 
instantaneous point velocities to the velocities measured by DUS, the 
computed CFD velocity field in each of the models was interrogated at 
locations across the central plane using a 1 mm  1 mm grid, to match the 
acquisition grid used in the DUS experiments.  A spherical sample volume 
with Gaussian power distribution and 1,000 sampling points matching DUS 
sampling characteristics was used [25].  Each sampled velocity was converted 
to an angle-corrected velocity corresponding to measurements at a Doppler 
angle of 60º.  Details of this simulation are described by Khoshniat et al. [25].  
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Intrinsic spectral broadening was simulated by convolving each of the point 
velocities with a semi-empirical broadening function.  A velocity-based 
threshold filter with a cutoff velocity of 2 cm s-1 was applied to account for the 
DUS wall-thump filter.  Simulated sample-volume based TI at each location 
in the sampling grid was calculated as the RMS deviation of the 
sample-volume based mean velocity about the ensemble-averaged mean 
velocity from ten cardiac cycles.  Simulated TI values from 24 sites in a 
region of interest (ROI) in the distal ICA were calculated.  The ROI consisted 
of a set of 24 interrogation points with 1-mm isotropic spacing located within 
a 6-mm diameter circular grid, centered at just over 2 CCA diameters 
(17.5 mm) distal to the apex of the bifurcation, corresponding to the 
previously characterized ROI described in Chapter 4.  In addition, RMS 
deviations in velocity based on instantaneous nodal velocities were extracted 
from the same time point within an ensemble of ten cardiac cycles, on a per 
node basis.  The velocity-field solutions from the last ten consecutive cardiac 
cycles (cycles 4 to 13) were used for calculations of both simulated 
sample-volume based TI and RMS instantaneous velocities. 
5.2.5 Virtual particle tracking 
To simulate the Lagrangian motion of blood particles, such as platelets, 
through the 3-D pulsatile fluid domain, simulated particle trajectories were 
calculated from the CFD-computed velocity field, as detailed by Steinman 
[37].  Velocity data from the seventh computed cardiac cycle were used for 
particle tracking.  Tracks were initialized by seeding particles near the inlet 
plane of the CCA.  The particles were assumed to be massless, neutrally 
buoyant, non-diffusive tracers that move with the local velocity field.  Particle 
trajectories were then computed by integrating the pre-computed 
time-varying velocity field, using a fourth-order Runge-Kutta method with 
adaptive time-stepping [37].  To ensure accuracy and minimize cumulative 
errors in calculated trajectories, the maximum distance travelled between 
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track steps was restricted to be less than 0.016 mm.  Pathline simulations 
were continued until either the particle exited the flow domain, or 
encountered a local velocity of less than 1  10-6 cm s-1 due to proximity to the 
zero-velocity wall conditions. 
 For calculations of the frequency distributions of path-based 
parameters, over 250,000 particles were seeded with a uniform random 
distribution spanning a transaxial plane of the 8-mm diameter CCA inlet and 
a uniform random temporal seeding within the cardiac cycle.  For still-frame 
visualizations, a sparser 10  10 seeding scheme with uniform spacing at 
specified time points in the cardiac cycle was used, which allowed for the 
qualitative comparison of 3-D flow patterns between the two models.  In 
addition, based on the results of a transaxial seeding scheme, pathlines of 
particles directly influenced by the ulceration were compared by visualizing 
particles introduced within a distance of one tenth of the CCA diameter 
(approximately 0.8 mm) from the outer, non-flow divider wall of the CCA on 
the same side as the ICA branch, specifically in the region outside the 
boundary of a square grid perpendicular to the central plane and a length of 
eight-tenths of the CCA diameter.  The resultant 3-D particle tracks were 
colour-encoded according to the local value of various calculated parameters.   
5.2.6 Assessment of particle shear stress history 
Experimental studies have shown that two factors of particle shear stress 
exposure influence the activation and aggregation of platelets in physiological 
conditions: shear stress magnitude and duration of shear stress exposure.  
Therefore, to assess the potential effect of hemodynamic conditions on 
platelet activation, several parameters of shear exposure were calculated 
along particle pathlines. 
 Bluestein et al. [17] defined a non-thresholded parameter of 
cumulative shear exposure, to provide an overall parameter of shear history 
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or “level of activation” of platelets.  Similarly, we define the non-thresholded 
cumulative shear exposure, CSE, as the summation of the product of shear 
stress magnitude, τ 
_
max       , and exposure time, t, for each time interval along 
the particle trajectory: 
 

CSE  (max t)
t 0
T

       (5.1) 
 Note that τ 
_
max        is defined as the tensor maximum shear stress for a 
track step in the particle trajectory, calculated as the product of dynamic 
viscosity and one-half the difference between the largest and smallest 
eigenvalues of the rate-of-strain tensor [23].  Although this is typically called 
the “maximum shear stress” in fluid mechanics, we will denote this tensor 
maximum shear stress as τ 
_
max       .  From this point forward, the term maximum 
shear stress will be reserved to refer to the peak or maximum value of τ 
_
max        
observed along a particle track, or the peak or maximum value of the tensor 
maximum shear stress in the velocity field. 
 Two additional parameters were derived to take into account that a 
minimum shear activation threshold is likely required to induce platelet 
activation.  The step-thresholded cumulative shear exposure, CSEstep, was 
calculated as the cumulative product of shear exposure for track steps only 
when τ 
_
max        exceeded a shear stress threshold of 105 dynes cm-2: 
 

CSEstep  (max
*
t0
T
 t*)
       (5.2) 
where τ 
_
  max 
*    and Δt* are the τ 
_
max        and corresponding time step for which the 
critical shear stress threshold is exceeded. 
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In addition, the cumulative shear exposure post-threshold, CSEpost, 
was determined as the cumulative product of shear exposure for all time 
steps following the time, t*, when τ 
_
max        first exceeds 105 dynes cm-2: 
 

CSE post  (max
tt*
T
 t)
       (5.3) 
In each case, t = 0 corresponds to the time that the particle is seeded 4.6 cm 
proximal to the apex of the bifurcation; T is the time the particle reaches 
6.0 cm distal to the apex of the bifurcation in the axial direction; and t* is the 
time when a particle first exceeds the shear stress activation threshold.  An 
activation threshold of 105 dynes cm-2 was used for both CSEstep and CSEpost.  
This threshold value was chosen as a shear stress level of 105 dynes cm-2 has 
been shown to produce a considerable platelet activation and aggregation 
response in whole blood [38], and has also been used in a previous study that 
analyzed the effect of plaque symmetry using CFD path-dependent 
parameters [23]. 
 In addition, to compare particle residence time, the total transit time 
was calculated as the total elapsed time that a particle remained within the 
fluid domain from 4.6 cm proximal to 6.0 cm distal to the apex of the 
bifurcation in the vessel axial direction.  The transit time post-threshold was 
calculated as the residence time of the particle in the fluid domain following 
the time, t*, when τ 
_
max        first exceeds 105 dynes cm-2.  The maximum τ 
_
max        
experienced along each particle track were also calculated. 
5.3 Results 
5.3.1 Flow features 
Figure 5.2 shows colour-encoded velocity maps comparing the axial 
component of velocities in the central plane of the CFD models during the 
downslope of systole (35 ms following peak systole) in two non-consecutive 
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cardiac cycles (5 and 7), along with experimental DUS spectral mean velocity 
measurements.  As shown in Fig. 5.2, CFD velocity solutions compare well to 
spectral mean velocity maps obtained experimentally with DUS.  Both CFD 
and DUS show a steeper jet angle in the ulcerated model, and more severe 
negative velocities in the distal portion of the main recirculation zone in the 
ICA bulb.  Note that the shortened well-defined jet core – displaying 
particularly high velocities in the distal half and distal segmentation as seen 
in cycle 7 of the CFD solution (Fig. 5.2d) – agrees remarkably well with 
experimental observations from DUS (Fig. 5.2f).  As expected, CFD 
instantaneous nodal velocities are higher than DUS ensemble-averaged 
spectral mean velocities, which are averaged over the sample volume and 
multiple cardiac cycles. 
 
Figure 5.2: Colour-encoded maps of the CFD-computed flow field in (a, c) the 
non-ulcerated model and (b, d) the ulcerated model at 35 ms following peak 
systole for cycle 5 (first row) and cycle 7 (second row); and of (e, f) spectral 
mean velocities from experimental DUS measurements.  The axial 
component of velocities in the central plane of the models is shown in the 
CFD velocity fields. 
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 As seen in Fig. 5.2, the high velocity jet exhibits oscillatory motion, and 
in particular, the flickering of the tail end of the jet produces cycle-to-cycle 
variations in both models.  However, while the core of the jet in the 
non-ulcerated model is similar between different cardiac cycles, manifesting a 
streamlined and coherent shape, the body of the jet in the ulcerated model 
displays differences along the length of the jet and a perturbative interaction 
with the adjacent recirculation zones.  In the ulcerated model, slow, reverse 
flow is observed in the ulcer cavity throughout the cardiac cycle, particularly 
during the systolic peak beginning shortly prior to peak systole.  Flow exiting 
the region of the ulcer cavity effects notable differences in the shape and 
orientation of the jet, introducing transverse velocity components and a 
steeper jet angle relative to the longitudinal vessel axis (approximately 25 in 
the ulcerated model compared to 21 in the non-ulcerated model).  The 
altered jet characteristics lead to a greater impingement of the tail of the jet 
on the non-flow divider wall of the distal ICA; this can be compared to the jet 
in the non-ulcerated model, which glances off the lateral wall and results in a 
more ordered flow recirculation. 
5.3.2 CFD simulated turbulence intensity (TI) 
In agreement with DUS in vitro measurements, simulated TI and RMS 
velocity fluctuations from CFD are elevated in the ulcerated model relative to 
the non-ulcerated model in the distal ICA bulb, with highest values observed 
following peak systole.  CFD is able to capture both the pattern and extent of 
TI observed with DUS (Fig. 5.3).  In particular, we see that the main region of 
TI elevation is approximately 2 CCA diameters downstream in the 
non-ulcerated model, and is found more upstream, only 1.5 CCA diameters 
downstream from the apex of the bifurcation, in the ulcerated model 
(Fig. 5.3).  Both CFD and DUS show two hotspots of maximally elevated TI in 
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Figure 5.3: Colour-encoded TI maps in the central plane of the non-ulcerated 
geometry (left column) and ulcerated geometry (right column) in the CFD 
models using (a, b) RMS deviations in instantaneous nodal velocities and 
(c, d) finite volume sampling, shown at approximately 35 ms following peak 
systole; and from (e, f) experimental DUS measurements. 
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the ulcerated model, indicated by the arrows in Fig. 5.3d and 5.3f.  From the 
CFD results, we observe that this corresponds to the two edges of the distal 
end of the shortened jet; one region arises where the tail of the jet impinges 
on the distal non-flow divider wall and the second region occurs where the 
opposite side of the jet interacts with the smaller recirculation zone on the 
flow-divider wall.  As well, CFD and DUS both show moderate elevations in 
TI along the body of the jet at the complex interface between the jet edge and 
the disorderly recirculating flow (Fig. 5.3).  TI in the non-ulcerated model is 
also comparable between CFD and DUS, showing two fainter regions of 
elevated TI further downstream, corresponding to the two edges of the tail 
end of the jet.  The CFD flow fields reveal that the more proximal of the two 
regions occurs where the jet impacts the vessel wall, whereas the distal 
region of velocity fluctuations results from the flickering of the tail of the jet. 
  Values of nodal RMS velocity fluctuations in the CFD flow fields are 
higher than experimentally determined DUS TI, corresponding with the 
higher magnitudes of instantaneous point velocities from CFD.  When 
computed CFD point velocities are modelled for the effects of DUS sample 
volume geometry, intrinsic spectral broadening and wall filtering, the CFD 
simulated TI values are in better agreement with DUS values, but remain 
higher.  Averaged TI calculated from 24 sites in the distal ROI in the 
non-ulcerated and ulcerated models are respectively, 33.6 cm s-1 and 
39.4 cm s-1 from CFD finite sampling, compared to 20.3 cm s-1 and 24.7 cm s-1 
from DUS measurements, at approximately 36 ms following peak systole; the 
relative increase in TI due to ulceration is 17.3% from CFD and 21.7% from 
DUS. 
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5.3.3 Virtual particle tracking 
5.3.3.1 Particle pathlines 
 The non-ulcerated and ulcerated models display markedly different 
particle path histories, as seen in Fig. 5.4 and Fig. 5.5.  The non-ulcerated 
model exhibits a highly segregated stenotic jet stream within which pathlines 
generally do not cross.  The particle tracks in Fig. 5.4a and 5.4b also reveal 
the presence of counter-rotating recirculation zones on either side of the jet.  
Particularly within the large region of recirculation in the ICA bulb, the 
circulation of the particles is well-ordered and predominantly in-plane.  
Particles which engage in the recirculation zone in the outer ICA bulb tend to 
arise from the outer edge of the jet stream.  In contrast, the jet core in the 
ulcerated model is not clearly delineated, encompassing a wider and more 
perturbed set of paths (Fig. 5.4c and 5.4d).  Substantial mixing of the edge of 
the jet with the out-of-plane recirculation is evident, and appears to be 
exacerbated by the flow from the jet tail impingement at a steeper impact 
angle on the outer ICA wall. 
 In the presence of a proximal ulceration, pathlines through the throat 
of the stenosis are altered.  Most of the particles that enter the ulcer have 
only a shallow diversion into the ulcer cavity, but some are observed to enter 
the ulcer on the distal side and circulate within the inner cavity.  Particles 
that enter the ulcer do not tend to reside in the ulcer for longer than a cardiac 
cycle (typically only one loop around), exiting via the proximal side of the 
ulcer during the high velocity, low radial pressure impulse phase of the 
cardiac cycle at peak systole. 
5.3.3.2 Particle shear stress histories 
The highest shear stress in the flow field occurs during peak systole, 
particularly at the edge of the jet through the throat of the stenosis, at the 
apex of the bifurcation, and at the location on the wall of the distal ICA bulb  
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Figure 5.4: Shear stress-encoded particle tracks for 10  10 uniform seeding 
in the non-ulcerated (top row) and ulcerated (bottom row) CFD models for 
two representative seeding time points during diastole.  Colour-encoding 
indicates the shear stress, τ 
_
max       , experienced at each point along the particle 
track. 
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Figure 5.5: Shear stress-encoded particle tracks for near-wall seeding in the 
non-ulcerated (top row) and ulcerated (bottom row) CFD models for a 
representative seeding time point during late diastole.  Colour-encoding 
indicates (a, c) the shear stress, τ 
_
max       , experienced at each point along the 
track and (b, d) the maximum τ 
_
max        experienced up to the indicated point in 
the particle track. 
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Figure 5.6: (a, f) Transit time; (b, g) maximum shear stress up to the point in the track; and cumulative shear 
exposure parameters: (c, h) CSE, (d, i) CSEstep and (e, j) CSEpost along particle tracks for 10  10 uniform 
seeding in the non-ulcerated model (top row) and ulcerated model (bottom row), corresponding to a seeding 
time point in early diastole. 
201 
 
 
1
8
8
 
where the jet impinges.  In the ulcerated model, high shear stress also occurs 
at the distal edge of the mouth of the ulcer.  Particles experience high shear 
through the throat, but while these particles tend to travel with the stenotic 
jet flow in the non-ulcerated model, in the ulcerated model, such particles 
have a higher tendency to divert into the recirculation zone.  This is evident 
in Fig. 5.5d and Fig. 5.6g which illustrate the maximum τ 
_
max        that a particle 
has experienced up to that point along the particle track, wherein we see that 
particles in the recirculation zone tend to have a history of greater shear 
exposure in the ulcerated model. 
The relative number of particles (of over 250,000 seeded in each model) 
that experience levels of shear stress exceeding the critical level of 
105 dynes cm-2 is 18% in the non-ulcerated and 23% in the ulcerated models, 
a difference which can be seen in the histogram, for maximum shear stresses 
of 150 dynes cm-2 and higher (Fig. 5.7a, bins 175 – 475 dynes cm-2).  Transit 
time distributions were similar in the two models, with 89% of particles 
seeded traversing the model within two cardiac cycles (Fig. 5.7b, bins 0.3 –
 1.5 s).  In contrast, there are a greater number of particles in the ulcerated 
model that experience longer transit times post-threshold (Fig 5.7c, +4% of 
the total number of seeded particles for bins 0.5 to 2.9 s), reflecting the 
greater number of particles that experience a critical level of shear stress and 
enter the recirculation zone with a history of greater shear exposure. 
Frequency distributions of non-thresholded CSE show little or no difference 
between the two models (Fig. 5.8a).  In contrast, CSEstep is higher in the 
ulcerated model for moderate levels (Fig. 5.8b, bins 0.3 – 0.9 dynes s cm-2) 
and higher in the non-ulcerated model for higher levels (Fig. 5.8b, bins 1.1 –
 1.9 dynes s cm-2).  Frequency distributions of CSEpost exhibit the clearest 
differences, as a higher relative number of particles in the ulcerated model 
experience levels from 2 – 6 dynes s cm-2 (Fig. 5.8c). 
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Figure 5.7: Frequency distributions of (a) maximum shear stress 
(maximum τ 
_
max       ), (b) total transit time, and (c) transit time post-threshold for 
over 250,000 seeded particles.  Grey bars represent particle frequency 
distributions for the non-ulcerated model and white bars for the ulcerated 
model.  Less than 1% of the seeded particles are excluded from the 
histograms by the upper cutoff. 
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Figure 5.8: Frequency distributions of cumulative shear stress particle track 
parameters for over 250,000 seeded particles.  Grey bars represent particle 
frequency distributions for the non-ulcerated model and white bars for the 
ulcerated model.  Less than 1% of the seeded particles are excluded from the 
histograms by the upper cutoff. 
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5.4 Discussion 
 Our observation of local flow dynamics in the vicinity of the ulcer – 
with flow entry at the distal edge of the ulcer cavity, low-velocity circulating 
flow, and clearing of particles from the proximal side of the ulcer cavity 
during peak systole – is congruent with results from a previous dye 
slipstream analysis in an ulcerated model of the carotid bifurcation [6].  We 
found that most particles that enter the ulcer have only a shallow diversion 
into the ulcer (Fig. 5.5d).  However, this slight perturbance has a notable 
effect on the resulting particle trajectories and consequently on downstream 
flow disturbances.  The deflection of particles as they re-enter the fast-flowing 
jet stream contributes to the out-of-plane recirculation. This may have 
implications for the importance of the geometry and location of ulceration on 
distal flow disruption in the carotid stenosis.  The shallow entry into the ulcer 
for most near-wall particles suggests that beyond a critical depth, a deeper 
ulcer may have a limited effect on the downstream flow patterns.  
Observations from our previous experimental DUS study, which examined 
different sizes and shapes of ulceration (Chapter 3), suggest that inlet 
aperture may have a greater influence on distal flow disturbances than 
overall ulcer volume in certain cases [5].  However, the depth and overall 
ulcer volume may still affect the aggregation of thrombogenic blood particles 
due to slowly circulating flow within the ulcer cavity, although our CFD 
results indicate little flow stagnation within the cavity of a distally pointing 
ulcer.  In addition, the pre-stenotic location of the ulceration may be a 
configuration that is particularly conducive to effecting perturbances of the 
jet.  If this is true, it may have clinical implications, as ulcerations have been 
shown to more frequently occur on the proximal side of the carotid lesion [39, 
40]. 
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5.4.1 Simulated turbulence intensity (TI) 
Numerical simulations of DUS TI – using pre-computed pulsatile velocity 
fields from CFD combined with point velocity interrogation of the 
pre-computed data over a prescribed sample volume – are able to predict the 
patterns and approximate relative differences in distal TI (17.3% versus 
21.7% from DUS) due to the inclusion of ulceration in a 50% stenosed carotid 
bifurcation geometry.  Future studies employing numerical predictions of 
distal TI could be performed in a series of models with variations in vascular 
and plaque morphology.  Such studies may be able to determine the 
relationship between geometric parameters of the carotid bifurcation with 
distal TI, or assess the utility of TI as a diagnostic parameter under various 
physiological conditions. 
 Although CFD is able to predict the patterns and relative difference in 
TI, even in the complex and dynamic ICA flow during the deceleration phase 
of the cardiac cycle, the absolute values of mean velocities and TI from finite 
sampling simulations are higher than experimental values from DUS.  The 
differences may result from underestimations of spectral broadening effects 
in the complex flow region [25].  One limitation to the generated spectral 
broadening is that the empirically derived spectral broadening function 
employed is based on experimental data that was obtained with a maximum 
flow rate of 20 mL s-1 and with a different ultrasound system [25].  It is 
possible that the functional form of this derived broadening scheme 
underestimates the spectral broadening at higher velocities.  Furthermore, 
our current simulations do not take into account non-stationarity broadening 
due to the interaction between a finite sampling window and temporal 
velocity gradients in the velocity field for each interrogation point in the 
sample volume [41].  This could be accounted for by randomizing the 
sampling time within a finite window centered on the time point of interest, 
with a width and shape matching that of the experimental analysis, although 
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it would require additional computational time due to the requirement for 
temporal interpolation for each sample point. 
5.4.2 Virtual particle tracking 
From our frequency distributions of path-dependent parameters, we observe 
a slightly greater number of particles that experience a higher maximum 
shear stress and cumulative shear exposure post-threshold (CSEpost) during 
their time in the carotid artery bifurcation.  In particular, the relative 
number of particles that are exposed to shear stresses exceeding 105 dynes s-2 
are 18% and 23% in the non-ulcerated and ulcerated models, respectively. 
Previously, Tambasco and Steinman [23] performed particle tracking 
in a CFD model of a 30% eccentrically stenosed carotid bifurcation based on 
idealized geometries described by Smith et al. [27, 28], which were from the 
same geometric characterization study used for our 50% models.  In their 
CFD model, less than 12% of particles remained within the 30% eccentrically 
stenosed carotid bifurcation for more than one cardiac cycle after seeding, 
compared to over 22% in our 50% stenosed models.  This is not unexpected 
however, as our experimental DUS results established that the recirculation 
zone in a 50% stenosed carotid bifurcation is greater in extent and duration 
than that in a 30% stenosis geometry (Chapter 4), likely increasing residence 
time.  Tambasco and Steinman [23] also showed that less than 0.4% of seeded 
particles in a 30% eccentric stenosis experienced maximum τ 
_
max        exceeding 
105 dynes cm-2.  In contrast, we found that 8% and 13% of particles encounter 
τ 
_
max        exceeding 105 dynes cm-2 in the non-ulcerated and ulcerated 50% 
eccentric stenosis respectively, which is consistent with the higher stenotic 
velocities and shear gradients observed in a more severely stenosed vessel. 
While our CFD models indicate that ulceration in the stenosed carotid 
artery may result in only a small increase in particles experiencing higher 
shear stress exposure, such levels may still represent a physiologically 
207 
 
 
1
8
8
 
relevant elevation in thrombogenic potential over time, due to the dense, 
continuous flow of platelets through the carotid artery [23].  Although 
platelet activation is thought to be influenced by both shear stress level and 
duration of shear stress exposure [20, 38, 42, 43], the specific model 
describing the relevant combination of these two factors is still unresolved 
[44].  Here, we calculate three parameters: (1) cumulative shear exposure, 
CSE, (2) step-thresholded cumulative shear exposure, CSEstep, and 
(3) cumulative shear exposure post-threshold, CSEpost, to describe, 
respectively: (1) a model where the cumulative product of shear stress level 
and the duration of shear stress exposure determine the level of platelet 
activation, regardless of the magnitude of shear stress [17, 18], (2) a model 
where cumulative shear exposure is relevant, but a critical level of shear 
stress is necessary to contribute to platelet activation response [19, 23, 45], 
and (3) a model where a platelet becomes susceptible to subsequent exposure 
to shear stress only once it has been exposed to a critical level of shear stress 
[46].  While more experimental evidence is needed to determine which model 
is more accurate, our results based on model (3) suggest that plaque 
ulceration may have a physiologically relevant effect on shear-dependent 
platelet activation in the eccentrically stenosed carotid bifurcation. 
 To model blood particle dynamic histories, we employed an approach 
evaluating the Lagrangian motion of particles determined from pre-computed 
velocity fields.  As discussed in a previous report [23], this method makes the 
assumption that particle-to-particle interactions and their coupled effects on 
the flow field are negligible.  The relevance of such interactions is unclear 
[23].  It has been shown that particle interactions can cause platelets, and 
other blood particles, to assume a non-uniform concentration, with platelets 
assuming a preferential spatial distribution towards the outer vessel wall; 
however, this has only been characterized under steady flow conditions [47] 
or in smaller vessels [48, 49].  Therefore, due to the paucity of empirical data 
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on the physiological distribution of platelets in the carotid artery under 
pulsatile flow, we used a uniform distribution of blood particles at the CCA 
inlet to determine particle parameter distributions.  Although the use of a 
uniform seeding distribution limits the direct quantitative interpretation of 
histogram values, our comparisons do enable the study of the relative effects 
of flow differences due to variations in vessel morphology.  Future 
experimental determinations of spatial and temporal distributions of blood 
particles in the CCA under pulsatile flow could be taken into account simply 
by retrospectively weighting the cumulative shear exposure value associated 
with a particle by the relative concentration at its initial seeding time and 
location at the inlet.  If it is found that the effects of particle-to-particle 
interactions are important, then a more sophisticated simulation could 
incorporate a physical model of the fluid (blood plasma) and the deformable 
blood cell components of blood. 
5.5 Conclusion 
Computational fluid dynamics – with numerical DUS modelling and particle 
track analysis – facilitated the study of time-varying 3-D flow patterns and 
cycle-to-cycle velocity fluctuations downstream from the site of ulceration in a 
moderate 50% stenosed carotid artery bifurcation.  In particular, the CFD 
pulsatile flow solution carried out over thirteen cardiac cycles, captured the 
elevation in sample-volume based TI due to ulceration in the moderate 
stenosis, relative to a smooth-walled model of the same vessel geometry.  
Using numerical simulations of DUS, CFD models may provide a practical 
tool to study TI in the carotid artery bifurcation with various vessel and 
surface plaque ulceration geometries, facilitating the evaluation of the 
robustness of TI as a diagnostic parameter of ulceration in the stenosed 
carotid artery.  Our observation of enhanced flow disruption, cycle-to-cycle 
velocity fluctuations, and shear exposure in the ulcerated model support the 
hypothesis that differences in local fluid dynamic behaviour may influence 
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the potential thrombogenic risk associated with plaque ulcerations in the 
stenotic carotid artery bifurcation [3, 6, 7, 50]. 
5.6 References 
1. Hankey GJ (1999) Stroke prediction and prevention by carotid 
endarterectomy: keep an eye on the doughnut and not just the hole. 
Cerebrovasc Dis 9:345-350. 
2. Eliasziw M, Streifler JY, Fox AJ, Hachinski VC, Ferguson GG, et al. 
(1994) Significance of plaque ulceration in symptomatic patients with high-
grade carotid stenosis. North American Symptomatic Carotid 
Endarterectomy Trial. Stroke 25:304-308. 
3. Sitzer M, Muller W, Siebler M, Hort W, Kniemeyer HW, et al. (1995) 
Plaque ulceration and lumen thrombus are the main sources of cerebral 
microemboli in high-grade internal carotid artery stenosis. Stroke 26:1231-
1233. 
4. Orlandi G, Parenti G, Landucci Pellegrini L, Sartucci F, Paoli C, et al. 
(1999) Plaque surface and microembolic signals in moderate carotid stenosis. 
Ital J Neurol Sci 20:179-182. 
5. Wong EY, Nikolov HN, Thorne ML, Poepping TL, Rankin RN, et al. 
(2009) Clinical Doppler ultrasound for the assessment of plaque ulceration in 
the stenosed carotid bifurcation by detection of distal turbulence intensity: a 
matched model study. Eur Radiol 19:2739-2749. 
6. Imbesi SG and Kerber CW (1998) Why do ulcerated atherosclerotic 
carotid artery plaques embolize? A flow dynamics study. AJNR Am J 
Neuroradiol 19:761-766. 
210 
 
 
1
8
8
 
7. Birchall D, Zaman A, Hacker J, Davies G and Mendelow D (2006) 
Analysis of haemodynamic disturbance in the atherosclerotic carotid artery 
using computational fluid dynamics. Eur Radiol 16:1074-1083. 
8. Nesbitt WS, Westein E, Tovar-Lopez FJ, Tolouei E, Mitchell A, et al. 
(2009) A shear gradient-dependent platelet aggregation mechanism drives 
thrombus formation. Nat Med 15:665-673. 
9. Slager CJ, Wentzel JJ, Gijsen FJ, Thury A, van der Wal AC, et al. 
(2005) The role of shear stress in the destabilization of vulnerable plaques 
and related therapeutic implications. Nat Clin Pract Cardiovasc Med 2:456-
464. 
10. Ruggeri ZM, Orje JN, Habermann R, Federici AB and Reininger AJ 
(2006) Activation-independent platelet adhesion and aggregation under 
elevated shear stress. Blood 108:1903-1910. 
11. Zhang JN, Bergeron AL, Yu Q, Sun C, McBride L, et al. (2003) 
Duration of exposure to high fluid shear stress is critical in shear-induced 
platelet activation-aggregation. Thromb Haemost 90:672-678. 
12. Purvis NB, Jr. and Giorgio TD (1991) The effects of elongational stress 
exposure on the activation and aggregation of blood platelets. Biorheology 
28:355-367. 
13. Mody NA and King MR (2008) Platelet adhesive dynamics. Part II: 
high shear-induced transient aggregation via GPIbalpha-vWF-GPIbalpha 
bridging. Biophys J 95:2556-2574. 
14. Nobili M, Sheriff J, Morbiducci U, Redaelli A and Bluestein D (2008) 
Platelet activation due to hemodynamic shear stresses: damage accumulation 
model and comparison to in vitro measurements. Asaio J 54:64-72. 
211 
 
 
1
8
8
 
15. Strony J, Beaudoin A, Brands D and Adelman B (1993) Analysis of 
shear stress and hemodynamic factors in a model of coronary artery stenosis 
and thrombosis. Am J Physiol 265:H1787-1796. 
16. Cadroy Y, Horbett TA and Hanson SR (1989) Discrimination between 
platelet-mediated and coagulation-mediated mechanisms in a model of 
complex thrombus formation in vivo. J Lab Clin Med 113:436-448. 
17. Bluestein D, Niu L, Schoephoerster RT and Dewanjee MK (1997) Fluid 
mechanics of arterial stenosis: relationship to the development of mural 
thrombus. Ann Biomed Eng 25:344-356. 
18. Rubenstein DA and Yin W (2010) Quantifying the effects of shear 
stress and shear exposure duration regulation on flow induced platelet 
activation and aggregation. J Thromb Thrombolysis 30:36-45. 
19. Holme PA, Orvim U, Hamers MJ, Solum NO, Brosstad FR, et al. 
(1997) Shear-induced platelet activation and platelet microparticle formation 
at blood flow conditions as in arteries with a severe stenosis. Arterioscler 
Thromb Vasc Biol 17:646-653. 
20. Boreda R, Fatemi RS and Rittgers SE (1995) Potential for platelet 
stimulation in critically stenosed carotid and coronary arteries. J Vasc Invest 
1:26-37. 
21. Cheng CP, Herfkens RJ and Taylor CA (2003) Inferior vena caval 
hemodynamics quantified in vivo at rest and during cycling exercise using 
magnetic resonance imaging. Am J Physiol Heart Circ Physiol 284:H1161-
1167. 
22. Forsberg F, Morvay Z, Rawool NM, Deane CR and Needleman L (2000) 
Shear rate estimation using a clinical ultrasound scanner. J Ultrasound Med 
19:323-327. 
212 
 
 
1
8
8
 
23. Tambasco M and Steinman DA (2003) Path-dependent hemodynamics 
of the stenosed carotid bifurcation. Ann Biomed Eng 31:1054-1065. 
24. Raz S, Einav S, Alemu Y and Bluestein D (2007) DPIV prediction of 
flow induced platelet activation-comparison to numerical predictions. Ann 
Biomed Eng 35:493-504. 
25. Khoshniat M, Thorne ML, Poepping TL, Hirji S, Holdsworth DW, et al. 
(2005) Real-time numerical simulation of Doppler ultrasound in the presence 
of nonaxial flow. Ultrasound Med Biol 31:519-528. 
26. Swillens A, Segers P, Torp H and Lovstakken L (2010) Two-
dimensional blood velocity estimation with ultrasound: speckle tracking 
versus crossed-beam vector Doppler based on flow simulations in a carotid 
bifurcation model. IEEE Trans Ultrason Ferroelectr Freq Control 57:327-339. 
27. Smith RF, Rutt BK, Fox AJ, Rankin RN and Holdsworth DW (1996) 
Geometric characterization of stenosed human carotid arteries. Acad Radiol 
3:898-911. 
28. Smith RF, Rutt BK and Holdsworth DW (1999) Anthropomorphic 
carotid bifurcation phantom for MRI applications. J Magn Reson Imaging 
10:533-544. 
29. Lovett JK, Gallagher PJ, Hands LJ, Walton J and Rothwell PM (2004) 
Histological correlates of carotid plaque surface morphology on lumen 
contrast imaging. Circulation 110:2190-2197. 
30. Wong EY, Thorne ML, Nikolov HN, Poepping TL and Holdsworth DW 
(2008) Doppler ultrasound compatible plastic material for use in rigid flow 
models. Ultrasound Med Biol 34:1846-1856. 
213 
 
 
1
8
8
 
31. Kock SA, Nygaard JV, Eldrup N, Frund ET, Klaerke A, et al. (2008) 
Mechanical stresses in carotid plaques using MRI-based fluid-structure 
interaction models. Journal of Biomechanics 41:1651-1658. 
32. Groen HC, Simons L, van den Bouwhuijsen QJA, Bosboom EMH, 
Gijsen FJH, et al. (2010) MRI-based quantification of outflow boundary 
conditions for computational fluid dynamics of stenosed human carotid 
arteries. J Biomech 43:2332-2338. 
33. Poepping TL, Nikolov HN, Rankin RN, Lee M and Holdsworth DW 
(2002) An in vitro system for Doppler ultrasound flow studies in the stenosed 
carotid artery bifurcation. Ultrasound Med Biol 28:495-506. 
34. Minev PD and Ethier CR (1999) A characteristic/finite element 
algorithm for the 3D Navier-Stokes equations using unstructured grids. 
Comput Methods Appl Mech Engrg 178:39-50. 
35. Ethier CR, Prakash S, Steinman DA, Leask RL, Couch GG, et al. 
(2000) Steady flow separation patterns in a 45 degree junction. J Fluid Mech 
411:1-38. 
36. Prakash S and Ethier CR (2001) Requirements for mesh resolution in 
3D computational hemodynamics. J Biomech Eng 123:134-144. 
37. Steinman DA (2000) Simulated pathline visualization of computed 
periodic blood flow patterns. J Biomech 33:623-628. 
38. Hellums JD (1994) 1993 Whitaker Lecture: biorheology in thrombosis 
research. Ann Biomed Eng 22:445-455. 
39. Lovett JK and Rothwell PM (2003) Site of carotid plaque ulceration in 
relation to direction of blood flow: an angiographic and pathological study. 
Cerebrovasc Dis 16:369-375. 
214 
 
 
1
8
8
 
40. de Weert TT, Cretier S, Groen HC, Homburg P, Cakir H, et al. (2009) 
Atherosclerotic plaque surface morphology in the carotid bifurcation assessed 
with multidetector computed tomography angiography. Stroke 40:1334-1340. 
41. Fish PJ (1991) Nonstationarity broadening in pulsed Doppler spectrum 
measurements. Ultrasound Med Biol 17:147-155. 
42. Jesty J, Yin W, Perrotta P and Bluestein D (2003) Platelet activation 
in a circulating flow loop: combined effects of shear stress and exposure time. 
Platelets 14:143-149. 
43. Ramstack JM, Zuckerman L and Mockros LF (1979) Shear-induced 
activation of platelets. J Biomech 12:113-125. 
44. Wootton DM and Ku DN (1999) Fluid mechanics of vascular systems, 
diseases, and thrombosis. Annu Rev Biomed Eng 1:299-329. 
45. Pieniazek P, Musialek P, Kablak-Ziembicka A, Tekieli L, Motyl R, et 
al. (2008) Carotid artery stenting with patient- and lesion-tailored selection of 
the neuroprotection system and stent type: early and 5-year results from a 
prospective academic registry of 535 consecutive procedures (TARGET-CAS). 
J Endovasc Ther 15:249-262. 
46. Hellums JD, Peterson DM, Stathopoulos NA, Moake JL and Giorgio 
TD (1987) Studies on the Mechanisms of Shear-Induced Platelet Activation. 
Springer-Verlag, New York. 
47. Aarts PA, van den Broek SA, Prins GW, Kuiken GD, Sixma JJ, et al. 
(1988) Blood platelets are concentrated near the wall and red blood cells, in 
the center in flowing blood. Arteriosclerosis 8:819-824. 
215 
 
 
1
8
8
 
48. Woldhuis B, Tangelder GJ, Slaaf DW and Reneman RS (1992) 
Concentration profile of blood platelets differs in arterioles and venules. Am J 
Physiol 262:H1217-1223. 
49. Tangelder GJ, Teirlinck HC, Slaaf DW and Reneman RS (1985) 
Distribution of blood platelets flowing in arterioles. Am J Physiol 248:H318-
323. 
50. Liapis CD and Tzortzis EA (2004) Carotid ulcers as a source of 
embolism. J Cardiovasc Surg (Torino) 45:391-392. 
 
 
216 
 
 
1
8
8
 
Chapter 6 
Summary and Future Work 
6.1 Summary 
6.1.1 Summary of Chapter 2 
In Chapter 2, we detailed the development of a technique for the rapid but 
accurate fabrication of Doppler ultrasound (DUS)-compatible flow phantoms 
with variations in vascular geometry, using a numerically controlled 
direct-machining approach.  To determine an appropriate material, various 
candidate plastics were tested for longitudinal speed of sound and acoustic 
attenuation at the diagnostic frequency of 5 MHz.  Teflon® was found to have 
the most appropriate speed of sound compared to that of soft tissue.  Using 
non-destructive imaging techniques, we were able to verify the geometric 
accuracy of a vessel geometry machined directly into Teflon®.  Although 
Teflon® displayed a higher attenuation coefficient than other tested 
materials, DUS data acquired in the Teflon® flow model indicated that 
sufficient signal was delivered throughout the depth of the vessel and 
provided comparable velocity profiles to those obtained in a tissue-mimicking 
phantom.  This study concluded that Teflon® provides the best combination 
of machinability and DUS compatibility, making it an appropriate choice for 
the fabrication of rigid DUS flow models using a direct-machining method.  
This work has been published in Ultrasound in Medicine and Biology [1]. 
6.1.2 Summary of Chapter 3 
Chapter 3 described an in vitro evaluation of clinical DUS for the assessment 
of carotid plaque ulceration using various DUS velocity-derived parameters.  
Specifically, we evaluated the effect of ulceration in a moderately stenosed 
carotid bifurcation on distal turbulence intensity (TI), and other spectral 
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parameters, measured using clinical DUS in matched anthropomorphic 
models.  Several physiologically relevant ulcer geometries (hemispherical; 
mushroom-shaped; and ellipsoidal pointing distal and proximal) and sizes 
(2-mm, 3-mm and 4-mm diameter hemispheres) were investigated.  In this 
study, an offline analysis was performed to determine several velocity-based 
parameters from ensemble-averaged spectral data, including TI.  We 
determined that the presence of physiologically relevant ulceration in a 
stenosed carotid bifurcation can generate disturbances in the distal flow field 
that are detectable with TI measured using clinical Doppler ultrasound 
(P < 0.001).  We also found that both the size and shape of ulceration had a 
significant effect on TI in the distal region (P < 0.001).  Due to the use of a 
clinical system combined with offline analysis, this method can provide the 
means to evaluate for plaque ulcerations in patients with carotid 
atherosclerosis using DUS.  This work has been published in the journal 
European Radiology [2]. 
6.1.3 Summary of Chapter 4 
In extension to the work in Chapter 3, Chapter 4 described an in vitro flow 
study to determine the effect of both stenosis grade and ulceration on distal 
TI in the carotid bifurcation measured using conventional, clinical DUS, in 
order to establish the feasibility of TI as a diagnostic parameter for the 
detection of plaque ulceration with variation in stenosis severity.  In this 
study, DUS TI was assessed in matched ulcerated and smooth-walled 
(non-ulcerated) carotid bifurcation phantoms with various stenosis severities 
(30%, 50%, 60%, 70%), where the ulcerated models incorporated a 
physiologically relevant Type 3 ulceration at the level of the apex of the 
bifurcation.  A clinical DUS system combined with offline analysis was used 
to analyze cardiac-gated velocity-based TI in the phantoms under a 
physiologically pulsatile carotid flow-rate waveform. 
218 
 
 
1
8
8
 
This study established a two-curve relationship of distal TI according to the 
degree of carotid artery stenosis and condition of ulceration, and 
demonstrated that the level of TI in the post-stenotic region was significantly 
elevated due to ulceration in the mild and moderate stenosis.  The elevation 
in TI due to ulceration was 30%, 29%, and 44% in the 30%, 50%, and 60% 
stenosed models, respectively.  This study also concluded that although 
ulceration produced significant elevations in distal TI, the degree of stenosis 
was the dominant factor in determining TI, increasing significantly with 
stenosis severity in both the ulcerated and non-ulcerated series.  Finally, our 
results showed that a value of distal TI above 22 cm s-1 indicated an ulcerated 
moderate stenosis or a severe stenosis (with or without ulceration), while a 
value below was associated with a mild (30%) or a non-ulcerated moderate 
(50% and 60%) stenosis, indicating a potential diagnostic threshold value for 
designating carotid plaques in a high-risk category.  Based on TI variability 
statistics, we determined that reliable clinical assessment of TI should 
involve DUS measurement from multiple sites within the distal internal 
carotid artery.  This work has been prepared for submission to European 
Radiology. 
6.1.4 Summary of Chapter 5 
In Chapter 5, we performed a CFD study to investigate numerical 
simulations of sample volume-based TI and time-resolved flow patterns in 
the stenosed carotid bifurcation with proximal ulceration.  Direct CFD 
comparisons of the detailed time-resolved pulsatile flow patterns in the 
ulcerated and non-ulcerated geometries were able to demonstrate the role of 
plaque ulceration in the underlying mechanism of flow disruption and 
cycle-to-cycle velocity fluctuations.  Results from dynamic shear exposure 
histories calculated along simulated particle trajectories indicated jet 
perturbances in the ulcerated model due to the interaction of the edge of the 
jet stream with out-of-plane flow that arose from the altered trajectories of 
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near-wall particles due to the presence of ulceration.  Based on a platelet 
activation model wherein a blood platelet becomes more susceptible to 
subsequent exposure to shear stress once it has been exposed to a critical 
level of shear stress, shear-dependent platelet activation in the eccentrically 
stenosed carotid bifurcation was enhanced in the presence of ulceration.  
However, models of cumulative shear stress exposure that reflect reversible 
platelet activation on short time scales indicated little difference in 
shear-dependent platelet response due to the inclusion of plaque ulceration.  
CFD pre-computed flow solutions with numerical simulations of DUS were 
able to predict the patterns and relative differences in distal TI due to the 
inclusion of ulceration in a moderately stenosed carotid bifurcation geometry.  
Preliminary findings from this work, based on different finite element mesh 
models than reported here, have been published in the Proceedings of SPIE 
Medical Imaging 2009: Visualization, Image-guided Procedures and Modeling 
(paper no. 7261-66) and in the Proceedings of the 2008 IEEE International 
Ultrasonics Symposium (paper no. P2A023-01). 
6.2 Future Directions 
6.2.1 Directly machined Doppler ultrasound compatible  
phantoms 
The computer-aided direct-machining of vascular geometries into Teflon® 
facilitates the easy fabrication of multiple DUS-compatible flow phantoms, 
with well-defined geometric features, for comprehensive in vitro 
investigations of carotid atherosclerosis.  Although the work in this thesis 
investigated thirteen unique carotid plaque geometries, there are countless 
other geometric parameters that may be clinically relevant [3, 4].  Although 
carotid plaque ulcerations are more frequently found on the side of the plaque 
proximal to the point of maximum stenosis, the physiological significance of 
ulcer site is not known [5, 6].  Interestingly, we found that distal TI increased 
with the size of hemispherical ulceration (Chapter 3).  However, it is 
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uncertain what the effect would be on distal TI if the diameter were to be 
decreased further (e.g. 1 mm, 0.5 mm, etc.); in particular, whether and how 
distal TI would decrease to the levels in the non-ulcerated model for 
vanishingly small sizes of ulceration.  It may be interesting to determine the 
functional dependence of TI on ulcer size, although there is some evidence 
that ulcers with a small diameter (< 2 mm) are not correlated with ipsilateral 
clinical events [7]. 
 In future work, this technique for phantom fabrication could be 
employed for the in vitro study of local flow dynamics in vessels with varying 
ulcer location, multiple ulcerations [6], and concentric rather than eccentric 
stenosis geometries.  Arterial geometries could be extended to include 
imaged-based patient-specific geometries with ulceration, rather than 
idealized geometries [8, 9].  In addition, vessel anatomies other than 
atherosclerotic plaque ulcerations, such as aortic or cerebral aneurysms 
models, could be studied using the direct-fabrication technique described.  
Although this technique is easiest to implement for planar geometries with 
ultrasound interrogation in the central plane, it is also possible to create 
out-of-plane curvature using a non-planar parting line between the two 
halves of the phantom. 
6.2.2 Doppler ultrasound turbulence intensity (TI) 
Future studies could determine the clinical utility of DUS measurements of 
TI for the detection of carotid plaque ulcerations in vivo, by establishing the 
clinical correlation of the DUS TI index to stenosis severity and ulceration 
evaluated on lumenography.  DUS velocity waveform data could be collected 
in individuals with symptomatic carotid occlusive disease and compared with 
reliable imaging techniques.  As discussed in Chapter 1 (Section 1.5.1), 
multi-detector computed tomography angiography [10, 11] or 
three-dimensional (3-D) gadolinium-enhanced magnetic resonance 
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angiography (Gd-MRA) [12] may provide the necessary sensitivity and 
specificity to ensure accuracy of comparison. 
 As discussed in Chapter 4 (Section 4.4), a robust evaluation of TI in the 
post-stenotic region for the detection of ulceration in vivo would likely require 
measurements of TI from multiple sample sites within a region of interest.  
One method that may be used to estimate TI at multiple sites is to simply 
collect conventional Doppler flow velocity data at each of the target locations, 
as we have done in vitro using a semi-automated acquisition system 
(Chapters 2 – 5).  In the clinic, multiple-site collection could be implemented 
using either free-hand positioning or custom automated transmission 
strategies, which could utilize multi-gating techniques or sweeping of the 
ultrasound beam.  For data acquisition, a handheld MP3 recording device or 
portable laptop computer could be connected to the audio output ports of the 
ultrasound system to collect DUS data directly from a conventional clinical 
instrument in the hospital [13, 14]. 
 Alternatively, it may be worthwhile to explore the possibility of 
real-time two-dimensional (2-D) mapping of TI over an area of interest using 
mean velocity estimations from colour flow imaging.  Colour flow imaging, or 
colour Doppler imaging, provides real-time display of mean blood-flow 
velocity and direction (i.e. towards or away from the transducer) over a 2-D 
region of interest, and is available on standard modern clinical ultrasound 
machines.  Using the mean velocity estimator of a colour flow mapping 
system combined with cardiac gating, it may be possible to continuously 
display a map of TI over time for an area of interest, where each value of TI 
could be calculated using the latest determination of mean velocity and 
stored mean velocity values from previous cardiac cycles at the same time 
point based on cardiac gating.  One challenge to this approach would be to 
determine whether the mean velocity estimators implemented in colour 
Doppler provide adequate accuracy for robust TI estimation.  In colour flow 
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imaging, the number of samples (RF lines) available for each velocity 
estimation is limited due to the restrictions of 2-D flow mapping with 
real-time frame rates, and are typically lower than the number used in 
conventional Doppler ultrasound.  Mean velocity estimators in colour flow 
Doppler are, therefore, typically less accurate than conventional DUS 
measurements based on longer observation times and a greater number of 
time samples [15]. 
 The clinical assessment of carotid plaque ulceration using a DUS 
velocity-derived parameter could be integrated as an adjunct to the current 
conventional DUS examination, and has the potential to increase the 
reliability of the diagnosis of carotid artery disease without the use of costly, 
less widely available and invasive angiographic techniques that present 
higher risks to the patient [16, 17]. 
6.2.3 Numerical analysis of Doppler ultrasound TI 
In this thesis, the numerical simulation of DUS with a finite sampling 
method was implemented for the prediction of altered TI due to plaque 
ulceration.  Similar to the potential applications of a rapidly machinable flow 
phantom, the numerical simulation of DUS could be extended to include 
additional vessel geometries.  In particular, it would be of interest to 
determine whether the two-curve relation of degree of stenosis and condition 
of ulceration (Chapter 4, Fig. 4.3) can be accurately predicted by numerical 
simulations for mild and moderate stenoses.  Note that current CFD 
techniques restrict us to the study of mild and moderately stenosed vessels, 
as conventional CFD solvers are not able to accurately predict flows in fully 
turbulent conditions, which are known to occur in severely stenosed vessels 
[18-22], although future simulations could incorporate a turbulence model or 
direct numerical simulation of small-scale turbulence [23].  As well, future 
studies could model ulceration in imaged-based patient-specific geometries [8, 
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9], rather than idealized geometries.  The numerical evaluation of TI may 
provide a means of assessing the effect of various vessel and ulcer geometries 
in other laboratories, without the requirement of a specialized experimental 
flow setup. 
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Appendix B 
In Vitro System for Doppler Ultrasound Flow 
Studies 
 
Figure B.1: Schematic of the in vitro Doppler ultrasound acquisition system. 
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 The programmable computer-controlled flow pump is used to produce a 
physiologically realistic carotid flow-rate waveform [1].  The blood-mimicking 
fluid used has physical properties (i.e. viscosity, density and size of scattering 
particles (5-m diameter)) and acoustic properties (i.e. backscatter power and 
attenuation) closely matched to blood [2], and is suitable for use in Doppler test 
flow objects under both laminar and turbulent flow conditions [3].  Doppler 
ultrasound data are acquired using a clinical ultrasound machine.  The 
ultrasound transducer is mounted onto a three-axis mechanical translational 
stage, which allows for one axis of rotation and three axes of translation.  A 
computer is used to control the 3-D translation stage, in order to position the 
stage-mounted probe at prescribed coordinate locations.  This enables the 
semi-automated acquisition of Doppler data from prescribed sampling sites 
throughout the phantom [4].  The computer also uses the cardiac gating signal 
from the pump to control recording time in order to collect prospectively 
cardiac-gated data.  Further details of the in vitro system are described by 
Poepping et al. [4]. 
References 
1. Holdsworth DW, Rickey DW, Drangova M, Miller DJ and Fenster A (1991) 
Computer-controlled positive displacement pump for physiological flow 
simulation. Med Biol Eng Comput 29:565-570. 
2. Ramnarine KV, Nassiri DK, Hoskins PR and Lubbers J (1998) Validation 
of a new blood-mimicking fluid for use in Doppler flow test objects. Ultrasound 
Med Biol 24:451-459. 
3. Thorne ML, Poepping TL, Rankin RN, Steinman DA and Holdsworth DW 
(2008) Use of an ultrasound blood-mimicking fluid for Doppler investigations of 
turbulence in vitro. Ultrasound Med Biol 34:1163-1173. 
4. Poepping TL, Nikolov HN, Rankin RN, Lee M and Holdsworth DW (2002) 
An in vitro system for Doppler ultrasound flow studies in the stenosed carotid 
artery bifurcation. Ultrasound Med Biol 28:495-506. 
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Appendix C 
Turbulence Intensity (TI) Analysis 
 
Figure C.1: (a) Cardiac-gated spectral mean velocity (vmean) over ten successive 
cardiac cycles allowing for the determination of vmean at the same time point in 
each cardiac cycle (black lines and arrows).  (b) The vmean from ten successive 
cardiac cycles (C1, C2, …, C10) displayed in terms of cardiac cycle time for the 
generation of (c) an ensemble of ten cardiac cycles of data.  Turbulence intensity 
(TI) is calculated as the root-mean-square (RMS) fluctuation in vmean about the 
ensemble-averaged vmean at a given time point in the cardiac cycle, and is 
indicated in (c) as RMS. 
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Figure C.2: Schematic indicating the location of the 24 measurement sites in the 
distal region of interest used for the calculation of TI 
__
  24   in Chapter 3 (pink dots).  
The 24 measurement sites used for the calculation of TI 
__
  24   in Chapter 4 are 
located 1 mm more distal to the apex of the bifurcation. 
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Table C.1: Mean differences and p-values from repeated measures one-way ANOVA post-hoc analysis for the 
parameters spectral width (SW), spectral broadening index (SBI), standard deviation in peak velocity (SDPV) and 
turbulence intensity (TI), corresponding to data in Chapter 3.  Mean differences (mean ) are calculated as the 
difference in the value of the parameter (N = 240) within the distal ROI in Model B subtracted from the value of the 
parameter in Model A, averaged for 79 time points (N = 79).  ns = not statistically significant (P > 0.05). 
 SW SBI SDPV TI 
Model A                  Model B 
Mean  
(cm s-1) P-value 
Mean  
 P-value 
Mean  
(cm s-1) P-value 
Mean  
(cm s-1) P-value 
No ulcer 2-mm Type 1  15.1 < 0.001    0.055 < 0.001 22.0 < 0.001 3.06 < 0.001 
No ulcer 3-mm Type 1  23.6 < 0.001    0.084 < 0.001 33.9 < 0.001 4.66 < 0.001 
No ulcer 4-mm Type 1  41.6 < 0.001    0.135 < 0.001 47.6 < 0.001 5.40 < 0.001 
No ulcer Type 2  4.5      ns  –0.004      ns 10.1 < 0.001 3.00 < 0.001 
No ulcer Type 3  11.6 < 0.001    0.067 < 0.001 27.1 < 0.001 3.81 < 0.001 
No ulcer Type 4  12.8 < 0.001    0.040 < 0.001 20.4 < 0.001 3.21 < 0.001 
2-mm Type 1 3-mm Type 1  8.5 < 0.05    0.028 < 0.01 11.9 < 0.001 1.60 < 0.001 
2-mm Type 1 4-mm Type 1  26.5 < 0.001    0.080 < 0.001 25.6 < 0.001 2.34 < 0.001 
2-mm Type 1 Type 2 –10.6 < 0.01  –0.059 < 0.001  –11.9 < 0.001   –0.06      ns 
2-mm Type 1 Type 3 –3.5      ns    0.012      ns   5.1      ns 0.75 < 0.01 
2-mm Type 1 Type 4 –2.3      ns  –0.015      ns  –1.6      ns 0.15      ns 
3-mm Type 1 4-mm Type 1   18.0 < 0.001    0.051 < 0.001   13.7 < 0.001 0.74 < 0.01 
3-mm Type 1 Type 2 –19.1 < 0.001  –0.087 < 0.001  –23.8 < 0.001   –1.66 < 0.001 
3-mm Type 1 Type 3 –12.0 < 0.001  –0.016      ns  –6.8 < 0.05   –0.85 < 0.01 
3-mm Type 1 Type 4 –10.8 < 0.01  –0.044 < 0.001  –13.5 < 0.001   –1.45 < 0.001 
4-mm Type 1 Type 2 –37.1 < 0.001  –0.139 < 0.001  –37.5 < 0.001   –2.41 < 0.001 
4-mm Type 1 Type 3 –30.0 < 0.001  –0.068 < 0.001  –20.5 < 0.001   –1.59 < 0.001 
4-mm Type 1 Type 4 –28.8 < 0.001  –0.095 < 0.001  –27.2 < 0.001   –2.20 < 0.001 
Type 2 Type 3  7.1      ns    0.071 < 0.001 17.0 < 0.001 0.82 < 0.01 
Type 2 Type 4  8.3 < 0.05    0.043 < 0.001 10.3 < 0.001 0.21      ns 
Type 3 Type 4  1.2      ns  –0.027 < 0.01  –6.7      ns   –0.61      ns 
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Appendix D 
Computational Fluid Dynamics (CFD) Mesh 
Independence Study 
 
Figure D.1: The difference in three-component computed L2 for each mesh (171k, 
281k and 370k elements) at mean Re (blue squares), twice mean Re (red 
diamonds) and peak Re (yellow triangles) steady flow versus the highest 
resolution (538k elements) mesh velocity field. 
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